
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR110922\
  Data File : PR057988.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 09 Nov 2022  23:20
  Operator  : AJ\MA
  Sample    : AR1268ICC750
  Misc      :  
  ALS Vial  : 31   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 10 05:35:17 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR110922.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Thu Nov 10 05:35:10 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 2 µl
  Signal #1 Phase : ZB‐MR1            Signal #2 Phase: ZB‐MR2
  Signal #1 Info  : 30Mx0.32mmx 0.50µ Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.694     2.918   150.1E6  106.8E6   75.798    76.068  
 2) SA  Decachlor...    9.667     8.169   296.2E6  418.3E6   75.735    76.570  
 
   Target Compounds
41) L9  AR‐1268‐1       8.229     7.025   240.8E6  266.7E6  759.636   763.353  
42) L9  AR‐1268‐2       8.321     7.094   218.9E6  304.8E6  759.367   766.056  
43) L9  AR‐1268‐3       8.542     7.317   183.5E6  271.1E6  759.168   764.103  
44) L9  AR‐1268‐4       8.953     7.630  84293058  108.7E6  759.080   761.816  
45) L9  AR‐1268‐5       9.347     7.925   621.1E6 1010.7E6  759.509   764.340  
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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#1  Tetrachloro‐m‐xylene

      R.T.:    3.694 min
Delta R.T.:    0.000 min
  Response: 150137303
      Conc:  75.80 ng/ml  
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#1  Tetrachloro‐m‐xylene

      R.T.:    2.918 min
Delta R.T.:    0.000 min
  Response: 106814464
      Conc:  76.07 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    9.667 min
Delta R.T.:    0.000 min
  Response: 296238885
      Conc:  75.73 ng/ml  
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#2  Decachlorobiphenyl

      R.T.:    8.169 min
Delta R.T.:    0.000 min
  Response: 418330806
      Conc:  76.57 ng/ml  
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#41  AR‐1268‐1

      R.T.:    8.229 min
Delta R.T.:    0.000 min
  Response: 240794587
      Conc: 759.64 ng/ml  
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+

#41  AR‐1268‐1

      R.T.:    7.025 min
Delta R.T.:    0.000 min
  Response: 266679384
      Conc: 763.35 ng/ml  
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#42  AR‐1268‐2

      R.T.:    8.321 min
Delta R.T.:    0.000 min
  Response: 218850772
      Conc: 759.37 ng/ml  
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+

#42  AR‐1268‐2

      R.T.:    7.094 min
Delta R.T.:    0.000 min
  Response: 304759325
      Conc: 766.06 ng/ml  
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#43  AR‐1268‐3

      R.T.:    8.542 min
Delta R.T.:    0.000 min
  Response: 183496034
      Conc: 759.17 ng/ml  
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#43  AR‐1268‐3

      R.T.:    7.317 min
Delta R.T.:    0.000 min
  Response: 271090395
      Conc: 764.10 ng/ml  
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#44  AR‐1268‐4

      R.T.:    8.953 min
Delta R.T.:    0.000 min
  Response:  84293058
      Conc: 759.08 ng/ml  
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#44  AR‐1268‐4

      R.T.:    7.630 min
Delta R.T.:    0.000 min
  Response: 108749818
      Conc: 761.82 ng/ml  
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#45  AR‐1268‐5

      R.T.:    9.347 min
Delta R.T.:    0.000 min
  Response: 621079223
      Conc: 759.51 ng/ml  
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+

#45  AR‐1268‐5

      R.T.:    7.925 min
Delta R.T.:    0.000 min
  Response: 1010690654
      Conc: 764.34 ng/ml  
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