
                                        Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\pestpcbsrv\HPCHEM1\ECD_R\Data\PR112822\
  Data File : PR058362.D                                          
  Signal(s) : Signal #1: ECD1A.ch  Signal #2: ECD2B.ch
  Acq On    : 28 Nov 2022  15:54
  Operator  : AJ\MA
  Sample    : N5720‐02
  Misc      :  
  ALS Vial  : 10   Sample Multiplier: 1
 
  Integration File signal 1: autoint1.e
  Integration File signal 2: autoint2.e
  Quant Time: Nov 29 09:57:33 2022
  Quant Method : Z:\pestpcbsrv\HPCHEM1\ECD_R\Method\PR111622CLP.M
  Quant Title  : GC EXTRACTABLES
  QLast Update : Thu Nov 17 05:36:05 2022
  Response via : Initial Calibration
  Integrator: ChemStation
 
  Volume Inj.     : 1 µl
  Signal #1 Phase : ZB MR1            Signal #2 Phase: ZB MR2
  Signal #1 Info  : 30Mx0.32mmx 0.5µm Signal #2 Info : 30M x 0.32mm x 0.25µm
 
        Compound         RT#1      RT#2    Resp#1   Resp#2   ng/ml    ng/ml
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   System Monitoring Compounds
 1) SA  Tetrachlo...    3.696     2.917  38131242 52892520   16.425    17.140  
 2) SA  Decachlor...    9.680     8.161  60977734 76253686   28.283    27.346  
 
   Target Compounds
21) L5  AR‐1248‐1       4.929     4.030  13994771 13214133  271.125   190.453 #
22) L5  AR‐1248‐2       5.224     4.276  46225667 60159486  684.825   646.808  
23) L5  AR‐1248‐3       5.438     4.317  35700600 46455362  440.683   490.880  
24) L5  AR‐1248‐4       5.875     4.493  59553388 48140448  628.117   414.494 #
25) L5  AR‐1248‐5       5.916     4.904  67981435 93251167  736.892   774.054  
26) L6  AR‐1254‐1       5.845     4.862  49953803  134.8E6  561.309   791.237 #
27) L6  AR‐1254‐2       6.085     5.021  83053612 55245879  593.238   376.403 #
28) L6  AR‐1254‐3       6.481     5.441  95076943  131.3E6  615.009   537.048  
29) L6  AR‐1254‐4       6.796     5.686  47448981 68616850  387.228   434.184  
30) L6  AR‐1254‐5       7.256     6.133  39762393 1061.1E6  297.829m 4775.736 #
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
  (f)=RT Delta > 1/2 Window (#)=Amounts differ by > 25%  (m)=manual int.
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