
rteres
                                                      Area Percent Report

  Data Path : Z:\pestpcbsrv\HPCHEM1\FID_G\Data\FG032525\
  Data File : FG015551.D                                          
  Signal(s) : FID1A.ch
  Acq On    : 25 Mar 2025  15:15
  Sample    : 50 PPM TRPH STD
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Integration File: autoint1.e

  Method    : Z:\pestpcbsrv\HPCHEM1\FID_G\Method\FG030325.M
  Title     :  

  Signal    : FID1A.ch

 peak  R.T.   Start     End   PK  peak      peak     peak    % of
   #   min     min      min   TY height     area    % max.   total
 ---  -----   -----    ----  --- -------   -------  ------  ------
   1  1.993   1.958   2.089  BB   509798   5430482  83.62%  5.216%
   2  4.526   4.482   4.623  BB   554062   5746277  88.48%  5.520%
   3  6.710   6.663   6.764  BB   591150   6018945  92.68%  5.782%
   4  8.546   8.485   8.651  BB   559660   6050972  93.17%  5.813%
   5 10.161  10.113  10.248  BB   548244   6238333  96.06%  5.992%
 
   6 11.610  11.560  11.692  BB   554125   6494260 100.00%  6.238%
   7 12.926  12.827  12.994  BB   528094   6392672  98.44%  6.141%
   8 14.129  14.095  14.199  VB   509835   6333552  97.53%  6.084%
   9 15.032  14.982  15.060  BV   421907   5715113  88.00%  5.490%
  10 15.237  15.164  15.310  VB   483146   6349894  97.78%  6.100%
 
  11 16.262  16.154  16.327  BB   483002   6200569  95.48%  5.956%
  12 17.215  17.170  17.250  BV   463278   6081553  93.65%  5.842%
  13 18.105  18.030  18.141  BV   442938   6095200  93.86%  5.855%
  14 18.939  18.808  18.973  VV   432415   5940102  91.47%  5.706%
  15 19.724  19.661  19.757  BV   381230   5453136  83.97%  5.238%
 
  16 20.464  20.421  20.499  BV   330785   4874590  75.06%  4.682%
  17 21.211  21.161  21.250  VV   249011   4474893  68.91%  4.299%
  18 22.144  22.088  22.211  PV   175968   4211918  64.86%  4.046%
                        Sum of corrected areas:   104102461 
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