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Reagent/Standard Lot/Log #

Acidity LCSW -50 ppm WP73082

SULFURIC ACID, 0.02N, 4L W2269

0.02N NaOH FOR ACIDITY WP73081

Hydrogen Peroxide, 30% 1 gal M4278

Constant: 50,000

Normality1 (T1): Normality2 (T2):
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1 LB101719BL LB101719BL 1 NEGETIVE  5.39  5.00  5.20 2.77  8.29  4.00 03/28/2019 11:40 50.00

2 LB101719BS LB101719BS -50 1 NEGETIVE  9.90  5.00  2.80 2.96  8.22 -44.00 03/28/2019 11:56 50.00

3 K1833-29 PT-ACD-WP 1 NEGETIVE  3.92  0.00  78.60 3.92  8.27 1,572.0003/28/2019 12:13 50.00

T2 = Titrant2 (NaOH)

T1 = Titrant1 (H2SO4)

Result = ((T2 * Normality2) - (T1 * Normality1)) * Constant / Sample Vol
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