
Analytical Summary Report

Analysis Method:

Parameter:

Run Number:

ANALYST:

SUPERVISOR REVIEW BY:

Seq Lab ID DilutionTrue Value (NTU) Anal TimeAnal Date

Reagent/Standard Lot/Log #

TURBIDITY CCV 10 NTU WP74171

Turbidity std, 40NTU WP74165

turbidity std 5 NTU WP74168

turbidity std 20 NTU WP74166

Turbidity std 1 NTU WP74169

turbidity std 0 NTU WP74170

turbidity std 10 NTU WP74167

Intercept: Slope: Regression:0.0229 0.99990.979

Reading

SM2130 B

Turbidity

LB102373

AMANDEEP

apatel

1 CAL1 0 1  0.301 04/26/2019 10:28

2 CAL2 1 1  0.994 04/26/2019 10:32

3 CAL3 5 1  4.860 04/26/2019 10:36

4 CAL4 10 1  9.790 04/26/2019 10:40

5 CAL5 20 1  19.200 04/26/2019 10:46

6 CAL6 40 1  39.400 04/26/2019 10:54

Page 1 of 2



Seq Lab ID
Result 

(NTU)
Anal TimeAnalDate

Run Number:

SUPERVISOR REVIEW BY:Parameter:

ANALYST:Analysis Method:

Analytical Summary Report

ReadingDilution
True Value

(NTU)

SM2130 B

LB102373

Turbidity

AMANDEEP

apatel

1 ICV 10 1  9.940  10.130 04/26/2019 10:59

2 ICB 1  0.298  0.281 04/26/2019 11:11

3 CCV1 10 1  9.900  10.089 04/26/2019 11:17

4 CCB1 1  0.302  0.285 04/26/2019 11:22

5 LB102373BL 1  0.299  0.282 04/26/2019 11:43

6 K2241-12 1  0.655  0.646 04/26/2019 11:49

7 CCV2 10 1  9.860  10.048 04/26/2019 11:55

8 CCB2 1  0.285  0.268 04/26/2019 12:02
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