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Dish#Client Sample IDLab ID

jignesh

M SC-1M OVEN-1

% Solid

Supervisor: apatel

LB102554

OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

K2551-23 PT-SOL-SOIL 1 1.15 9.61 7.7  77.4

K2639-01 NB-08-050319-A 2 1.12 9.75 9.11  92.6

K2639-03 NB-08-050319-B 3 1.16 9.75 8.89  90.0

K2680-01 SSSI-0502-S-TCLP-8 4 1.13 9.98 1.25  1.4

K2680-02 SSSI-0502-S-TCLP-9 5 1.16 9.94 7.9  76.8

K2680-03 SSSI-0502-S-TCLP-10 6 1.14 9.97 8.5  83.4

K2684-01 BWM-S1-SOIL-PILE 7 1.15 9.72 8.93  90.8

K2684-02 BWM-S2-SOIL-PILE 8 1.15 9.88 9.05  90.5

K2685-05 SVOC-GPC-BLANK 9 1.00 2.00 2.00  100.0

K2685-06 PEST-GPC-BLANK 10 1.00 2.00 2.00  100.0

K2685-07 PEST-GPC-BLANK-SPIKE 11 1.00 2.00 2.00  100.0

K2685-08 PCB-GPC-BLANK 12 1.00 2.00 2.00  100.0

K2685-09 PCB-GPC-BLANK-SPIKE 13 1.00 2.00 2.00  100.0

K2685-10 SVOC-GPC2-BLANK 14 1.00 2.00 2.00  100.0

K2685-11 PEST-GPC2-BLANK 15 1.00 2.00 2.00  100.0

K2685-12 PEST-GPC2-BLANK-SPIKE 16 1.00 2.00 2.00  100.0

K2685-13 PCB-GPC2-BLANK 17 1.00 2.00 2.00  100.0

K2685-14 PCB-GPC2-BLANK -SPIKE 18 1.00 2.00 2.00  100.0

K2689-01 329 19 1.00 2.00 2.00  100.0
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