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Dish#Client Sample IDLab ID

jignesh

M SC-1M OVEN-1

% Solid

Supervisor: apatel

LB102741

OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

K2845-01 FEBH-01 1 1.16 9.62 8.11  82.2

K2845-02 FEBH-02 2 1.16 9.97 9.09  90.0

K2845-03 FEBH-03 3 1.18 9.55 7.88  80.0

K2848-01 FK-GF-02-040-A 4 1.14 9.72 8.71  88.2

K2848-02 FK-GF-02-040-A 5 1.19 9.86 8.69  86.5

K2848-03 FK-GF-02-040-B 6 1.15 9.69 8.56  86.8

K2848-04 FK-GF-02-040-B 7 1.18 9.74 8.57  86.3

K2851-01 SOIL-COMP 8 1.11 9.86 8.76  87.4

K2851-02 SOIL-COMP 9 1.11 9.86 8.76  87.4

K2852-04 NORTH-CURB 10 1.00 2.00 2.00  100.0

K2852-06 EAST-CURB 11 1.00 2.00 2.00  100.0
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