
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\ICP-MS Data\P7061619-MS.b\

P7061619-MS.batch.bin

2019-06-16 16:19:34

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 003CALB.d S00 2019-06-16 16:03:59

2 007CALS.d S01 2019-06-16 16:20:05

3 008CALS.d S02 2019-06-16 16:23:58

4 009CALS.d S03 2019-06-16 16:27:50

5 010CALS.d S04 2019-06-16 16:31:43

6 011CALS.d S05 2019-06-16 16:35:36

7 012CALS.d S06 2019-06-16 16:39:26

8 013CALS.d S07 2019-06-16 16:43:17

9 014CALS.d S08 2019-06-16 16:47:04
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Calibration for 005CALS.d

y = 5.4067E-004 * x  + 1.5280E-004

R =  0.9999

DL = 0.04613

Weight: <None>

Min Conc: 0

y = 8.8428E-005 * x  + 1.2429E-004

R =  0.9999

DL = 0.9842

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.8257E-004 * x  + 6.6291E-004

R =  1.0000

DL = 0.12

Weight: <None>

Min Conc: 0

y = 0.0014 * x  + 0.0183

R =  0.9999

DL = 1.268

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.4577E-004 * x  + 0.0015

R =  1.0000

DL = 0.8053

Weight: <None>

Min Conc: 0

y = 2.9499E-004 * x  + 1.4110E-004

R =  1.0000

DL = 1.26

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.9500E-004 * x  + 0.0206

R =  0.9992

DL = 0.6998

Weight: <None>

Min Conc: 0

y = 1.4819E-005 * x  + 6.1093E-004

R =  0.9999

DL = 26.71

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.4994E-006 * x  + 0.0501

R =  0.9993

DL = 276.8

Weight: <None>

Min Conc: 0

y = 6.3791E-004 * x  + 0.0517

R =  1.0000

DL = 4.247

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.1552E-006 * x  + 2.0406E-005

R =  1.0000

DL = 0.9052

Weight: <None>

Min Conc: 0

y = 6.8520E-005 * x  + 0.0012

R =  1.0000

DL = 2.923

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.8179E-004 * x  + 1.2651E-005

R =  1.0000

DL = 0.06894

Weight: <None>

Min Conc: 0

y = 0.0067 * x  + 6.5974E-004

R =  1.0000

DL = 0.02627

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0080 * x  + 0.0029

R =  1.0000

DL = 0.0226

Weight: <None>

Min Conc: 0

y = 0.0051 * x  + 6.5997E-004

R =  1.0000

DL = 0.07029

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0064 * x  + 0.0125

R =  0.9999

DL = 0.4637

Weight: <None>

Min Conc: 0

y = 1.6058E-004 * x  + 4.9199E-004

R =  0.9999

DL = 1.194

Weight: <None>

Min Conc: 0

Page 10 2019-06-17 01:09:29



Calibration for 005CALS.d

y = 0.0119 * x  + 0.0027

R =  0.9999

DL = 0.005846

Weight: <None>

Min Conc: 0

y = 0.0030 * x  + 7.8516E-004

R =  0.9999

DL = 0.07559

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0079 * x  + 0.0022

R =  0.9998

DL = 0.08791

Weight: <None>

Min Conc: 0

y = 0.0014 * x  + 0.0010

R =  0.9997

DL = 0.1672

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5093E-004 * x  + 2.2141E-005

R =  1.0000

DL = 0.1776

Weight: <None>

Min Conc: 0

y = 4.6285E-006 * x  + 3.4296E-006

R =  0.9998

DL = 3.85

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5700E-005 * x  + 4.1746E-005

R =  0.9999

DL = 3.446

Weight: <None>

Min Conc: 0

y = 1.5364E-005 * x  + 1.3126E-005

R =  1.0000

DL = 0.2174

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.6784E-004 * x  + 4.6783E-005

R =  0.9999

DL = 0.108

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0024 * x  + 9.5339E-006

R =  0.9999

DL = 0.002969

Weight: <None>

Min Conc: 0

y = 0.0014 * x  + 7.6279E-005

R =  0.9998

DL = 0.01463

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.1004E-004 * x  + 1.4537E-005

R =  1.0000

DL = 0.05484

Weight: <None>

Min Conc: 0

y = 3.3011E-004 * x  + 5.4529E-005

R =  0.9999

DL = 0.07153

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.9867E-004 * x  + 4.5826E-005

R =  0.9999

DL = 0.1011

Weight: <None>

Min Conc: 0

y = 4.4111E-004 * x  + 6.0435E-005

R =  0.9999

DL = 0.04621

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.4572E-004 * x  + 3.1318E-005

R =  0.9998

DL = 0.05769

Weight: <None>

Min Conc: 0

y = 6.3783E-004 * x  + 7.4858E-005

R =  0.9999

DL = 0.07947

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.6494E-005 * x  + 2.8455E-004

R =  0.9996

DL = 0.8706

Weight: <None>

Min Conc: 0

y = 6.4294E-004 * x  + 8.5041E-006

R =  0.9995

DL = 0.007102

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.1513E-005 * x  + 1.7047E-006

R =  0.9996

DL = 0.2785

Weight: <None>

Min Conc: 0

y = 6.1989E-004 * x  + 5.4363E-006

R =  0.9995

DL = 0.01728

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.4630E-004 * x  + 2.1587E-004

R =  0.9996

DL = 0.1131

Weight: <None>

Min Conc: 0

y = 4.4929E-004 * x  + 2.3824E-005

R =  0.9999

DL = 0.02083

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 5.2807E-004 * x  + 1.0211E-005

R =  0.9999

DL = 0.005836

Weight: <None>

Min Conc: 0

y = 1.4873E-004 * x  + 3.0981E-005

R =  0.9998

DL = 0.08561

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.5953E-004 * x  + 6.1607E-005

R =  1.0000

DL = 0.08358

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 0.0011 * x  + 1.0237E-004

R =  0.9996

DL = 0.0312

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0026 * x  + 2.8596E-004

R =  0.9998

DL = 0.02058

Weight: <None>

Min Conc: 0

y = 8.6761E-004 * x  + 2.4259E-004

R =  0.9998

DL = 0.03547

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.7913E-004 * x  + 2.2990E-004

R =  1.0000

DL = 0.0537

Weight: <None>

Min Conc: 0

y = 0.0036 * x  + 0.0010

R =  0.9999

DL = 0.02942

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0046 * x  + 4.3031E-005

R =  0.9998

DL = 0.005347

Weight: <None>

Min Conc: 0

y = 0.0043 * x  + 8.6424E-004

R =  0.9996

DL = 0.004792

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

Page 37 2019-06-17 01:09:41



Calibration for 005CALS.d
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Calibration for 005CALS.d
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