
Extraction and Analytical Summary Report

Run Number:

Analysis Method:
Test:

Extraction Date:
Analysis Date:

ANALYST:
REVIEWED BY:
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#
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Extration IN Time:
Extration OUT Time:
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Silica 

Gel

Weight(g)
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Weight 

After 

Drying(g)

1664A JIGNESH

apatel

WC SC-3

LB103445

06/17/2019

06/17/2019

ASTM Oil and Grease

EXT OVEN-3

07:50

08:35

0LB103445BL1 LB103445BL WATER 1.3 1000 100  2.5413  2.5413  2.5413  2.5413  0.0000 0

0LB103445BS2 LB103445BS WATER 1.3 1000 100  2.7488  2.7488  2.7678  2.7678  0.0190 19

0LB103445BSD3 LB103445BSD WATER 1.3 1000 100  2.9601  2.9601  2.9793  2.9793  0.0192 19.2

0K3352-014 20190612-LOC-11 WATER 1.3 950 100  4.1521  4.1521  4.1526  4.1526  0.0005 0.53

0K3352-035 20190612-LOC-12 WATER 1.3 950 100  4.1652  4.1652  4.1659  4.1659  0.0007 0.74



Chemicals Used:

Chemical Name Chemical Lot #

Standards Used:

Standard Name Amount Used Standard Lot #

QC Batch# Test: Analysis Date:LB103445 ASTM Oil and Grease 06/17/2019

HEXANE

pH Paper 0-14

Sodium Sulfate

1:1 HCL

Silica Gel

Sand

W2533

M4240

EP1957

WP74116

NA

NA

LCSW 5.00 ML WP74117

LCSWD 5.00 ML WP74118

MS/MSD NA NA

In OVEN TEMP :

BALANCE CALIBRATION / OVEN Dessicator Data

After Analysis

0.0020 gram Balance: 

1.0000 gram Balance:

Bal Check Time:

Dessicator Time In :

In Time:

0.0020 gram Balance: 

1.0000 gram Balance:

Bal Check Time:

Analytical Balance ID # : WC SC-3

Before Analysis

Out Time:

In OVEN TEMP : Dessicator Time In :

In Time:

Out OVEN TEMP: Dessicator Time Out:

Out OVEN TEMP: Dessicator Time Out:

Out Time:

0.0019

1.0004

08:10

0.0021

1.0005

12:35

70

09:00

70

10:00

10:01

10:35

71

11:00

71

11:30

11:31

12:05




