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JIGNESH

M SC-4M OVEN-1

% Solid

Supervisor: apatel

LB103890

OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

K3621-01 OK-03-071019-A 41 1.15 9.69 9.24  94.7

K3621-03 OK-03-071019-B 42 1.14 9.98 9.41  93.6

K3729-01 S9-01-B 1 1.14 9.79 8.9  89.7

K3729-02 S9-01-S 2 1.15 9.77 9.2  93.4

K3729-03 S9-02-B 3 1.1 9.81 8.87  89.2

K3729-04 S9-02-S 4 1.14 9.8 9.3  94.2

K3729-05 S9-03-B 5 1.18 9.65 8.76  89.5

K3729-06 S9-03-S 6 1.18 9.82 9.1  91.7

K3729-07 S16-03-B 7 1.14 9.5 9.04  94.5

K3729-08 S16-03-S 8 1.17 9.61 8.7  89.2

K3729-09 S16-02-B 9 1.18 9.65 9.07  93.2

K3729-10 S16-02-S 10 1.16 9.97 8.74  86.0

K3730-03 13956 43 1.00 2.00 2.00  100.0

K3733-01 KY030LC068-SD-190709 11 1.18 9.98 8.16  79.3

K3733-02 K3733-1MS 12 1.18 9.98 8.16  79.3

K3733-03 K3733-1MSD 13 1.18 9.98 8.16  79.3

K3733-04 KY030LC051-SD-190709 14 1.13 9.73 5.95  56.0

K3733-05 KY030LC001-SD-190709 15 1.17 9.93 7.3  70.0

K3733-06 DUP-0537-190709 16 1.13 9.56 6.58  64.7

K3735-01 1586 44 1.00 2.00 2.00  100.0

K3739-01 K580-B1 17 1.18 9.83 8.88  89.0

K3739-02 K580-B2 18 1.13 9.79 8.79  88.5

K3739-03 K580-B3 19 1.15 9.97 9.26  92.0

K3739-04 K580-B4 20 1.14 9.66 9.02  92.5

K3739-05 K580-DUP1 21 1.14 9.66 8.69  88.6

K3740-01 VOC-22 22 1.14 6.1 5.55  88.9

K3740-02 COMP-22 23 1.13 9.92 9.02  89.8

K3740-03 VOC-23 24 1.13 5.66 5.11  87.9

K3740-04 COMP-23 25 1.14 9.79 9.00  90.9

K3740-05 VOC-24 26 1.13 5.83 5.36  90.0

K3740-06 COMP-24 27 1.13 9.8 9.00  90.8

K3741-01 S12-01-B 28 1.14 9.96 9.57  95.6

K3741-02 S12-01-S 29 1.13 9.8 9.13  92.3

K3741-03 S12-02-B 30 1.14 9.71 9.03  92.1

K3741-04 S12-02-S 31 1.13 9.78 8.47  84.9

K3741-05 S12-03-B 32 1.14 9.84 9.06  91.0

K3741-06 S12-03-S 33 1.14 9.67 9.11  93.4

K3741-07 S12-04-S 34 1.13 9.96 9.33  92.9

K3741-08 S12-04-B 35 1.13 9.59 8.08  82.2
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K3741-09 S12-05-S 36 1.14 9.91 8.7  86.2

K3741-10 S12-05-B 37 1.14 9.89 8.78  87.3

K3746-01 LID-A 45 1.00 2.00 2.00  100.0

K3746-04 LID-B 46 1.00 2.00 2.00  100.0

K3746-06 TRENCH-A 47 1.00 2.00 2.00  100.0

K3746-08 TRENCH-B 48 1.00 2.00 2.00  100.0

K3751-01 MANHOLE-TEST-PIT 49 1.14 9.7 8.62  87.4

K3751-02 MANHOLE-TEST-PIT 50 1.14 9.7 8.62  87.4

K3751-03 DUCT-BANK-TEST-PIT 51 1.13 9.81 8.98  90.4

K3751-04 DUCT-BANK-TEST-PIT 52 1.13 9.81 8.98  90.4

K3752-01 390710007 38 1.15 9.66 1.8  7.6

K3753-01 390708025 39 1.13 9.98 1.66  6.0

K3754-01 390708026 40 1.13 9.96 6.08  56.1
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