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Comments

L2498-09 CL-01-052220 1 1.12 9.53 9.12  95.1

L2498-10 CL-01-052220 2 1.11 9.85 9.3  93.7

L2498-11 CL-01-052220-1 3 1.15 9.95 9.48  94.7

L2498-12 CL-01-052220-2 4 1.15 9.6 9.24  95.7

L2498-13 CL-01-052220-3 5 1.14 9.88 9.46  95.2

L2498-14 CL-01-052220-4 6 1.13 9.62 9.28  96.0

L2498-15 CL-01-052220-5 7 1.18 9.65 9.21  94.8

L2500-06 OK-03-052220 8 1.14 9.72 9.14  93.2

L2500-07 OK-03-052220 9 1.14 9.86 9.63  97.4

L2500-08 OK-03-052220-1 10 1.17 9.53 9.25  96.7

L2500-09 OK-03-052220-2 11 1.15 9.95 9.23  91.8

L2748-01 L-DRUM-COMP 12 1.18 9.64 8.31  84.3

L2748-02 L-DRUM-COMP 13 1.16 9.97 6.89  65.0

L2748-03 L-DRUM-COMP 14 1.16 9.97 6.89  65.0

L2750-05 SVOC-GPC-BLANK-SPIKE 15 1.00 2.00 2.00  100.0

L2750-06 PEST-GPC-BLANK 16 1.00 2.00 2.00  100.0

L2750-07 PEST-GPC-BLANK-SPIKE 17 1.00 2.00 2.00  100.0

L2750-08 PCB-GPC-BLANK 18 1.00 2.00 2.00  100.0

L2750-09 PCB-GPC-BLANK-SPIKE 19 1.00 2.00 2.00  100.0

L2750-10 SVOC-GCP2-BLANK 20 1.00 2.00 2.00  100.0

L2750-11 PEST-GCP2-BLANK 21 1.00 2.00 2.00  100.0

L2750-12 PEST-GCP2-BLANK-SPIKE 22 1.00 2.00 2.00  100.0

L2750-13 PCB-GCP2-BLANK 23 1.00 2.00 2.00  100.0

L2750-14 PCB-GCP2-BLANK-SPIKE 24 1.00 2.00 2.00  100.0

L2757-01 C0AP3 25 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS

L2757-02 C0AP4 26 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS

L2757-03 C0AP5 27 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS

L2757-04 MC0AP3 28 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS
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L2757-05 MC0AP4 29 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS

L2757-06 MC0AP5 30 1.00 2.00 2.00  100.0WOOD TAR SAMPLE,100% SOLIDS

L2758-01 400521043.0 31 1.14 9.98 3.09  22.1 sludge sample

L2759-01 400519031.0 32 1.16 9.98 1.63  5.3 sludge sample

L2761-01 40050025.0 33 1.13 9.95 1.38  2.8 sludge sample
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