
Calibration for 017CCBE.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8111320MS2.b\

P8111320MS2.batch.bin

2020-11-15 01:11:57

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 003CALB.d S00 2020-11-13 15:04:50

2 004CALS.d S02 2020-11-13 15:08:02

3 005CALS.d S03 2020-11-13 15:11:11

4 006CALS.d S04 2020-11-13 15:14:23

5 007CALS.d S05 2020-11-13 15:17:26

6 008CALS.d S06 2020-11-13 15:20:26

7 009CALS.d S07 2020-11-13 15:23:24

8 010CALS.d S08 2020-11-13 15:26:25
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Calibration for 017CCBE.d

y = 6.3997E-004 * x  + 9.0284E-005

R =  0.9998

DL = 0.0736

Weight: <None>

Min Conc: 0

y = 4.9441E-005 * x  + 1.6811E-004

R =  0.9999

DL = 0.2661

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 2.4252E-004 * x  + 7.5015E-004

R =  1.0000

DL = 0.2033

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 0.3387

R =  1.0000

DL = 43.71

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 6.2709E-004 * x  + 0.0063

R =  1.0000

DL = 1.231

Weight: <None>

Min Conc: 0

y = 2.1020E-004 * x  + 0.0041

R =  1.0000

DL = 0.9777

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 8.0551E-004 * x  + 0.3738

R =  0.9982

DL = 22.14

Weight: <None>

Min Conc: 0

y = 1.4236E-005 * x  + 0.0020

R =  1.0000

DL = 41.02

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 4.8592E-006 * x  + 0.2412

R =  0.9964

DL = 1285

Weight: <None>

Min Conc: 0

y = 5.1225E-004 * x  + 0.2927

R =  1.0000

DL = 116.3

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 3.3821E-006 * x  + 1.1915E-004

R =  0.9999

DL = 7.522

Weight: <None>

Min Conc: 0

y = 5.7603E-005 * x  + 0.0090

R =  0.9999

DL = 3.383

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.7116E-004 * x  + 1.7356E-004

R =  1.0000

DL = 0.1457

Weight: <None>

Min Conc: 0

y = 0.0077 * x  + 6.8028E-005

R =  1.0000

DL = 0.02292

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0094 * x  + 0.0082

R =  1.0000

DL = 0.03002

Weight: <None>

Min Conc: 0

y = 3.8214E-004 * x  + 0.0040

R =  1.0000

DL = 2.95

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0043 * x  + 0.0012

R =  0.9998

DL = 0.1196

Weight: <None>

Min Conc: 0

y = 0.0070 * x  + 0.0330

R =  1.0000

DL = 0.4595

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.7260E-004 * x  + 0.0014

R =  1.0000

DL = 3.773

Weight: <None>

Min Conc: 0

y = 0.0162 * x  + 8.4840E-004

R =  1.0000

DL = 0.02739

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0044 * x  + 0.0024

R =  0.9999

DL = 0.1974

Weight: <None>

Min Conc: 0

y = 0.0118 * x  + 0.0067

R =  0.9999

DL = 0.1761

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0016 * x  + 6.9207E-004

R =  0.9999

DL = 0.1171

Weight: <None>

Min Conc: 0

y = 1.5599E-004 * x  + 9.3063E-006

R =  1.0000

DL = 0.05822

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 2.0718E-006 * x  + 4.3872E-006

R =  0.9995

DL = 6.19

Weight: <None>

Min Conc: 0

y = 6.7379E-006 * x  + 6.3426E-005

R =  0.9996

DL = 1.822

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 7.4257E-006 * x  + 3.3171E-007

R =  0.9999

DL = 0.2608

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.4280E-004 * x  + 1.1515E-004

R =  1.0000

DL = 0.1447

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0012 * x  + 1.8157E-005

R =  1.0000

DL = 0.01001

Weight: <None>

Min Conc: 0

y = 7.4556E-004 * x  + 2.6648E-005

R =  0.9999

DL = 0.01232

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.6881E-004 * x  + 6.4772E-006

R =  1.0000

DL = 0.06997

Weight: <None>

Min Conc: 0

y = 1.7790E-004 * x  + 1.6151E-005

R =  0.9999

DL = 0.04139

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 2.1431E-004 * x  + 4.8463E-006

R =  0.9999

DL = 0.01697

Weight: <None>

Min Conc: 0

y = 2.3585E-004 * x  + 7.6612E-006

R =  0.9999

DL = 0.03472

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.3292E-004 * x  + 2.8244E-006

R =  0.9999

DL = 0.01524

Weight: <None>

Min Conc: 0

y = 3.4180E-004 * x  + 1.2062E-006

R =  1.0000

DL = 0.01055

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.9347E-005 * x  + 4.0755E-004

R =  0.9999

DL = 5.417

Weight: <None>

Min Conc: 0

y = 9.2205E-004 * x  + 1.1634E-005

R =  0.9999

DL = 0.02856

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.3606E-005 * x  + 3.6296E-006

R =  0.9999

DL = 0.1347

Weight: <None>

Min Conc: 0

y = 8.5492E-004 * x  + 1.2298E-005

R =  0.9999

DL = 0.02655

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 1.7360E-004 * x  + 8.1864E-005

R =  0.9999

DL = 0.1175

Weight: <None>

Min Conc: 0

y = 5.5994E-004 * x  + 5.7348E-005

R =  0.9998

DL = 0.02693

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 7.8433E-004 * x  + 6.5355E-006

R =  0.9999

DL = 0.008264

Weight: <None>

Min Conc: 0

y = 1.6062E-004 * x  + 6.5355E-006

R =  0.9999

DL = 0.04035

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 2.7690E-004 * x  + 5.0651E-006

R =  0.9999

DL = 0.02683

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d

y = 8.7577E-004 * x  + 1.3353E-005

R =  1.0000

DL = 0.05522

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0021 * x  + 1.7385E-005

R =  1.0000

DL = 0.02339

Weight: <None>

Min Conc: 0

y = 7.4732E-004 * x  + 1.7114E-004

R =  1.0000

DL = 0.0459

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 6.6853E-004 * x  + 1.6915E-004

R =  1.0000

DL = 0.0581

Weight: <None>

Min Conc: 0

y = 0.0030 * x  + 6.6432E-004

R =  1.0000

DL = 0.02117

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d

y = 0.0025 * x  + 1.0694E-005

R =  1.0000

DL = 0.007374

Weight: <None>

Min Conc: 0
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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Calibration for 017CCBE.d
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US EPA Tune Check Report

2020-11-13 14:37 

JaswalOperator Name

D:\Agilent\ICPMH\1\DATA\P8111320MS2.bAcq/Data Batch

2020-11-13 14:34:33Acq. Date-Time

---Report Comment

G8403A SG19224459Instrument Name

[No Gas]

Sensitivity

Mass Conc. [ug/l] Count CPS Resp (Required) [cps/ug/l] Resp (Flag) RSD% RSD% (Required)

9 2241 22411.83 1.732 5.000

24 27504 275037.45 2.084 5.000

25 3623 36229.22 1.698 5.000

26 4143 41429.35 1.515 5.000

59 14115 141148.46 2.366 5.000

113 2093 20926.57 2.319 5.000

115 7244 72442.21 2.946 5.000

206 2146 21462.01 3.318 5.000

207 1766 17660.18 2.603 5.000

208 4371 43712.66 2.272 5.000

220 1 10.10 18.981

Mass RSD% (Flag)

9 

24 

25 

26 

59 

113 

115 

206 

207 

208 

220 

Mass Rep#1 Count Rep#2 Count Rep#3 Count Rep#4 Count Rep#5 Count

9 2180 2239 2262 2242 2284

24 26520 27804 27764 27494 27937

25 3522 3681 3642 3614 3656

26 4038 4150 4180 4145 4201

59 13615 14105 14344 14027 14484

113 2022 2131 2130 2063 2118

115 7368 7496 7311 7048 6999

206 2027 2150 2207 2152 2195

207 1692 1765 1809 1763 1800

208 4205 4399 4434 4364 4454
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US EPA Tune Check Report

2020-11-13 14:37 

Mass Rep#1 Count Rep#2 Count Rep#3 Count Rep#4 Count Rep#5 Count

220 1 1 1 1 1

0.1Integration Time [sec]

Resolution/Axis

Mass Peak Height Axis Axis (Required) Axis (Flag)

9 4021.60 9.00 8.90 - 9.10

24 48439.09 24.00 23.90 - 24.10

25 6379.63 25.00 24.90 - 25.10

26 7369.37 26.00 25.90 - 26.10

59 26129.45 59.00 58.90 - 59.10

113 4137.92 113.05 112.90 - 113.10

115 14276.83 115.05 114.90 - 115.10

206 4122.10 206.00 205.90 - 206.10

207 3378.51 207.00 206.90 - 207.10

208 8363.88 208.00 207.90 - 208.10

220 1.30 219.65  - 

Mass W-50% W-5% W-5% (Required) W-5% (Flag)

9 0.59 0.737 0.900

24 0.60 0.783 0.900

25 0.60 0.783 0.900

26 0.60 0.783 0.900

59 0.56 0.738 0.900

113 0.53 0.725 0.900

115 0.52 0.732 0.900

206 0.55 0.776 0.900

207 0.55 0.783 0.900

208 0.55 0.800 0.900

220 0.24 1.352

Integration Time [sec] 0.1

Acquisition Time [sec] 256.770000000002

Y Axis Linear

Tune Parameters

Plasma Parameters

HMI 0.52 L/min Dilution Gas 0.46 L/minPlasma Mode Nebulizer Gas
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US EPA Tune Check Report

2020-11-13 14:37 

1600 W ---RF Power 0.90 L/minAuxiliary GasOption Gas

0.10 rps 15.0 L/minPlasma GasNebulizer PumpRF Matching 1.40 V

10.0 mm 2 °CS/C TempSample Depth

Lens Parameters

10.7 V-6.0 V 14.4 VDeflectExtract 1 Omega Lens

Cell Entrance Plate Bias-230.0 VExtract 2 -30 V -50 V

Omega Bias -120 V -50 VCell Exit

Cell Parameters

Use Gas 3rd Gas Flow Energy DiscriminationNo --- 4.0 V

He Flow OctP Bias0.0 mL/min -8.0 V

H2 Flow OctP RF--- 180 V

QP Parameters

Mass Gain 122 Axis Gain 0.9994 QP Bias -4.0 V

Mass Offset 124 Axis Offset -0.03 

Hardware Settings

Torch

0.6 mm -0.2 mmTorch H Torch V

EM

3.8 mV 2180 V 1331 VDiscriminator Analog HV Pulse HV

[He]

Sensitivity

Mass Conc. [ug/l] Count CPS Resp (Required) [cps/ug/l] Resp (Flag) RSD% RSD% (Required)

59 3420 34198.43 2.713

89 7526 75264.42 3.103

205 6158 61581.64 2.304

Mass RSD% (Flag)

59 

89 

205 

Mass Rep#1 Count Rep#2 Count Rep#3 Count Rep#4 Count Rep#5 Count

59 3470 3493 3414 3460 3262

89 7638 7577 7662 7643 7113

205 6264 6183 6270 6154 5921

0.1Integration Time [sec]

Tune Parameters

Plasma Parameters

HMI 0.52 L/min Dilution Gas 0.46 L/minPlasma Mode Nebulizer Gas

1600 W ---RF Power 0.90 L/minAuxiliary GasOption Gas

0.10 rps 15.0 L/minPlasma GasNebulizer PumpRF Matching 1.40 V

10.0 mm 2 °CS/C TempSample Depth

Lens Parameters

10.7 V-6.0 V 4.8 VDeflectExtract 1 Omega Lens
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US EPA Tune Check Report

2020-11-13 14:37 

Cell Entrance Plate Bias-230.0 VExtract 2 -50 V -60 V

Omega Bias -120 V -70 VCell Exit

Cell Parameters

Use Gas 3rd Gas Flow Energy DiscriminationYes --- 5.0 V

He Flow OctP Bias4.5 mL/min -18.0 V

H2 Flow OctP RF--- 200 V

QP Parameters

Mass Gain 122 Axis Gain 0.9994 QP Bias -13.0 V

Mass Offset 124 Axis Offset -0.03 

Hardware Settings

Torch

0.6 mm -0.2 mmTorch H Torch V

EM

3.8 mV 2180 V 1331 VDiscriminator Analog HV Pulse HV
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