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Client SampleIDLab ID

Alexander

M SC-4M OVEN-1

%

Solid

Supervisor: apatel

LB113121

OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

Comments

M1364-04 BP-TT-VPB-RW6-GW-378-38

0

1 1.17 9.9 2.29  12.8

M1400-01 BIN-2 2 1.17 9.74 5.88  55.0

M1400-02 BIN-2 3 1.17 9.98 5.42  48.2

M1402-01 RO-N9994 4 1.16 9.83 7.72  75.7

M1402-02 RO-N9994 5 1.16 9.97 7.52  72.2

M1402-03 RO-RBR-200058 6 1.17 9.69 6.61  63.8

M1402-04 RO-RBR-200058 7 1.15 9.9 8.1  79.4

M1403-01 72-11939 8 1.14 9.65 8.38  85.1

M1403-02 72-11939 9 1.16 9.95 8.4  82.4

M1403-02DUP72-11939DUP 10 1.16 9.96 8.46  83.0

M1405-05 SVOC-GPC-BLANK 11 1.00 2.00 2.00  100.0

M1405-06 PEST-GPC-BLANK 12 1.00 2.00 2.00  100.0

M1405-07 PEST-GPC-BLANK-SPIKE 13 1.00 2.00 2.00  100.0

M1405-08 PCB-GPC-BLANK 14 1.00 2.00 2.00  100.0

M1405-09 PCB-GPC-BLANK-SPIKE 15 1.00 2.00 2.00  100.0

M1405-10 SVOC-GPC2-BLANK 16 1.00 2.00 2.00  100.0

M1405-11 PEST-GPC2-BLANK 17 1.00 2.00 2.00  100.0

M1405-12 PEST-GPC2-BLANK-SPIKE 18 1.00 2.00 2.00  100.0

M1405-13 PCB-GPC2-BLANK 19 1.00 2.00 2.00  100.0

M1405-14 PCB-GPC2-BLANK-SPIKE 20 1.00 2.00 2.00  100.0
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