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M SC-4M OVEN-1

%

Solid

Supervisor: apatel
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OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

Comments

M1720-01 BG-1-(0.0-0.5) 1 1.14 9.59 8.02  81.4

M1720-02 BG-2-(0.0-0.5) 2 1.16 9.95 6.86  64.8

M1720-03 BG-3-(0.0-0.5) 3 1.16 9.97 7.47  71.6

M1888-01 TP-3S-(0-4) 4 1.16 9.92 8.55  84.4

M1888-02 TP-3S1-(0-2) 5 1.13 9.54 8.4  86.4

M1888-04 TP-3D-(4-10) 6 1.19 9.74 8.19  81.9

M1888-05 TP-3D1-(4-7.5) 7 1.15 9.96 8.91  88.1

M1889-01 TP-5-(0-4) 8 1.17 9.98 8.89  87.6

M1889-02 TP-5S1-(0-2) 9 1.12 9.52 8.39  86.5

M1889-02DUPTP-5S1-(0-2)DUP 10 1.15 9.54 8.41  86.5

M1894-01 20210155-CP-COMPOSITE 11 1.16 9.76 4.67  40.8 Sludge sample

M1894-02 20210156-AMENDED-CP-COM

POSITE

12 1.16 9.79 5.14  46.1 Sludge sample

M1899-01 032521HU01-P 13 1.00 2.00 2.00  100.0CAULKING SAMPLE

M1899-02 032521HU02-P 14 1.00 2.00 2.00  100.0CAULKING SAMPLE

M1900-01 CHRT-26586 15 1.15 9.87 8.56  85.0

M1900-02 CHRT-26586 16 1.16 9.64 7.96  80.2

M1900-03 CHRT-20111 17 1.14 9.6 7.74  78.0

M1900-04 CHRT-20111 18 1.16 9.94 7.91  76.9

M1901-01 SP-15TH-STREET 19 1.16 9.65 8.4  85.3

M1901-02 SP-15TH-STREET 20 1.1 9.68 7.46  74.1
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