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OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

Comments

M3848-01 EX2Y7 1 1.18 9.64 8.66  88.4

M3848-02 EX2Y8 2 1.16 9.85 8.67  86.4

M3848-03 EX2Y9 3 1.16 9.82 8.59  85.8

M3848-04 EX2Z1 4 1.15 9.98 8.63  84.7

M3848-06 EX2Z3 5 1.14 9.96 9.31  92.6

M3848-07 EX2Z4 6 1.17 9.5 8.69  90.3

M3848-08 EX2Z5 7 1.16 9.57 8.73  90.0

M3848-09 EX2Z6 8 1.16 9.87 8.84  88.2

M3848-10 EX2Z7 9 1.17 9.67 8.73  88.9

M3848-11 EX2Z8 10 1.14 9.98 8.96  88.5

M3848-12 EX2Z9 11 1.15 9.69 8.78  89.3

M3848-13 EX300 12 1.12 9.61 8.62  88.3

M3848-14 EX301 13 1.17 9.74 8.72  88.1

M3848-15 EX301D 14 1.17 9.74 8.72  88.1

M3848-16 EX301S 15 1.17 9.74 8.72  88.1

M3848-17 EX302 16 1.14 9.85 9.06  90.9

M3848-18 EX303 17 1.16 9.92 9.07  90.3

M3848-19 EX304 18 1.18 9.82 8.99  90.4

M3848-20 EX305 19 1.12 9.56 8.44  86.7

M3848-21 EX306 20 1.15 9.95 9.03  89.5

M3848-22 EX307 21 1.17 9.81 8.88  89.2
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