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N1001-01 PH-1/1.5-2 1 1.13 9.7 8.56  86.7 8.57

N1001-05 PH-2/1.5-2 2 1.12 9.59 8.57  88.0 8.47

N1001-09 PH-3/1-1.5 3 1.19 9.88 8.96  89.4 8.69

N1001-13 PH-4/1.5-2 4 1.11 9.95 8.83  87.3 8.84

N1001-14 PH-DUP 5 1.15 9.95 9.05  89.8 8.80

N1001-18 PH-5/1-1.5 6 1.18 9.97 8.56  84.0 8.79

N1001-18DUPPH-5/1-1.5DUP 7 1.17 9.95 8.59  84.5 8.78

N1002-01 BLACK-DRUM 8 1.14 9.96 6.24  57.8 8.82

N1002-03 BLUE-DRUM 9 1.11 9.73 5.81  54.5 8.62

N1003-05 SVOC-GPC-BLANK 10 1.00 2.00 2.00  100.0 1.00

N1003-06 PEST-GPC-BLANK 11 1.00 2.00 2.00  100.0 1.00

N1003-07 PEST-GPC-BLANK-SPIKE 12 1.00 2.00 2.00  100.0 1.00

N1003-08 PCB-GPC-BLANK 13 1.00 2.00 2.00  100.0 1.00

N1003-09 PCB-GPC-BLANK-SPIKE 14 1.00 2.00 2.00  100.0 1.00

N1003-10 SVOC-GPC2-BLANK 15 1.00 2.00 2.00  100.0 1.00

N1003-11 PEST-GPC2-BLANK 16 1.00 2.00 2.00  100.0 1.00

N1003-12 PEST-GPC2-BLANK-SPIKE 17 1.00 2.00 2.00  100.0 1.00

N1003-13 PCB-GCP2-BLANK 18 1.00 2.00 2.00  100.0 1.00

N1003-14 PCB-GCP2-BLANK-SPIKE 19 1.00 2.00 2.00  100.0 1.00

N1003-15 Florisil Check 20 1.00 2.00 2.00  100.0 1.00

N1004-01 RO-R2-IEC 21 1.13 9.7 8.49  85.9 8.57

N1004-02 RO-R2-IEC-EPH-2 22 1.13 9.7 8.49  85.9 8.57

N1005-01 PARS-SB 23 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-02 EMER-SB 24 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-03 MAHW-SB 25 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-04 WMIL-SB 26 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-05 HYAT-SB 27 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-06 WE128-SB 28 1.00 2.00 2.00  100.0contains silica gel 1.00



PERCENT SOLID

Date:

Analyst:

1/4/2022

QC:

OVENTEMP OUT Celsius(°C):

Time OUT:Time IN:

Out Date:In Date:

Weight Check 1.0g:Weight Check 1.0g:

Weight Check 10g:Weight Check 10g:

BalanceID:OvenID:

107

16:30

01/03/2022

1.00

10.00

1.00

10.00

08:17

01/04/2022

103

Dish+Dry 

Sample

Wt(g)(C)

Dish +

Sample

Wt(g)(B) 

Dish

Wt(g)

(A)

Dish

#

Client SampleIDLab ID

jignesh

M SC-4M OVEN-1

%

Solid

Supervisor: apatel

LB118045

OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

Comments
Sample

Wt(g)

N1005-07 WETR-SB 29 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-08 KEAR-SB 30 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-09 WANA-SB 31 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-10 PARA-SB 32 1.00 2.00 2.00  100.0contains silica gel 1.00

N1005-11 RGWD-SB 33 1.00 2.00 2.00  100.0contains silica gel 1.00
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