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OVENTEMP IN Celsius(°C):

Thermometer ID: %SOLIDS-OVEN

Comments
Sample

Wt(g)

N3233-01 CR-1 1 0.91 9.77 9.26  94.2 8.86

N3233-02 CR-2 2 0.93 9.71 8.91  90.9 8.78

N3234-01 RB-21499 3 0.93 9.67 8.4  85.5 8.74

N3234-02 RB-21499 4 0.93 9.96 9.47  94.6 9.03

N3245-01 SOM-2022-35A 5 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-02 SOM-2022-35B 6 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-03 SOM-2022-36A 7 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-04 SOM-2022-36B 8 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-05 SOM-2022-37A 9 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-06 SOM-2022-37B 10 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-07 SOM-2022-38A 11 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-08 SOM-2022-38B 12 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-09 SOM-2022-39A 13 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-10 SOM-2022-39B 14 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-11 SOM-2022-40A 15 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-12 SOM-2022-41A 16 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-13 SOM-2022-42A 17 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-14 SOM-2022-42B 18 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-15 SOM-2022-43A 19 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-16 SOM-2022-43B 20 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-17 SOM-2022-44A 21 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-18 SOM-2022-44B 22 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-19 SOM-2022-45A 23 1.00 2.00 2.00  100.0PILC REEL 1.00

N3245-20 SOM-2022-45B 24 1.00 2.00 2.00  100.0PILC REEL 1.00

N3246-01 17156 25 1.00 2.00 2.00  100.0OIL SAMPLE 1.00

N3246-02 17161 26 1.00 2.00 2.00  100.0DEBRIS 1.00

N3246-03 COMP1-0608 27 1.00 2.00 2.00  100.0debris 1.00

N3251-01 NB-8-060822 28 0.93 9.63 9.23  95.4 8.70
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N3251-02 NB-8-060822-EPH-2 29 0.93 9.98 9.5  94.7 9.05

N3267-01 OR-2-060822 30 0.92 9.6 9.00  93.1 8.68

N3267-02 OR-2-060822-EPH-2 31 0.95 9.59 9.09  94.2 8.64

N3267-02DUPOR-2-060822-EPH-2DUP 32 0.91 9.61 9.1  94.1 8.70
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