
Calibration for 007CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7093022MS.b\

P7093022MS.batch.bin

2022-09-30 18:11:58

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2022-09-30 13:37:07

2 005CALS.d S02 2022-09-30 13:39:58

3 006CALS.d S03 2022-09-30 13:42:51

4 007CALS.d S04 2022-09-30 13:45:35

5 008CALS.d S05 2022-09-30 13:48:20

6 009CALS.d S06 2022-09-30 13:51:04

7 010CALS.d S07 2022-09-30 13:53:51

8 011CALS.d S08 2022-09-30 13:56:35
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Calibration for 007CALS.d

y = 6.7181E-004 * x  + 3.7426E-005

R =  1.0000

DL = 0.0372

BEC = 0.05571

Weight: <None>

Min Conc: 0

y = 3.2027E-004 * x  + 1.6449E-004

R =  0.9998

DL = 0.08179

BEC = 0.5136

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0015 * x  + 8.0143E-004

R =  0.9998

DL = 0.131

BEC = 0.5181

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0012 * x  + 0.0205

R =  1.0000

DL = 1.651

BEC = 16.73

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.5767E-004 * x  + 4.5222E-004

R =  1.0000

DL = 0.3653

BEC = 0.5969

Weight: <None>

Min Conc: 0

y = 4.3423E-004 * x  + 3.5489E-004

R =  1.0000

DL = 0.2288

BEC = 0.8173

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0223 * x  + 0.0854

R =  0.9994

DL = 0.09575

BEC = 3.835

Weight: <None>

Min Conc: 0

y = 2.2768E-005 * x  + 0.0013

R =  0.9999

DL = 24.35

BEC = 57.52

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.0948E-006 * x  + 0.0629

R =  0.9993

DL = 313.8

BEC = 8873

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 8.1559E-004 * x  + 0.1403

R =  1.0000

DL = 1.738

BEC = 172.1

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 4.0558E-006 * x  + 5.3542E-005

R =  0.9994

DL = 2.659

BEC = 13.2

Weight: <None>

Min Conc: 0

y = 6.4129E-005 * x  + 0.0017

R =  0.9999

DL = 2.477

BEC = 27.21

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.9790E-004 * x  + 2.6558E-005

R =  1.0000

DL = 0.0394

BEC = 0.1342

Weight: <None>

Min Conc: 0

y = 0.0061 * x  + 5.2760E-005

R =  1.0000

DL = 0.001434

BEC = 0.008715

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0069 * x  + 0.0024

R =  0.9999

DL = 0.06512

BEC = 0.3475

Weight: <None>

Min Conc: 0

y = 3.3958E-004 * x  + 0.0029

R =  0.9999

DL = 3.217

BEC = 8.53

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0052 * x  + 0.0015

R =  0.9999

DL = 0.05598

BEC = 0.2949

Weight: <None>

Min Conc: 0

y = 0.0061 * x  + 0.0229

R =  0.9999

DL = 0.1399

BEC = 3.731

Weight: <None>

Min Conc: 0

Page 12 2022-10-01 09:32:54



Calibration for 007CALS.d

y = 1.5388E-004 * x  + 0.0015

R =  0.9999

DL = 0.3378

BEC = 9.856

Weight: <None>

Min Conc: 0

y = 0.0107 * x  + 0.0011

R =  0.9999

DL = 0.01148

BEC = 0.1054

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0028 * x  + 3.2945E-004

R =  0.9999

DL = 0.04851

BEC = 0.1188

Weight: <None>

Min Conc: 0

y = 0.0076 * x  + 0.0043

R =  0.9999

DL = 0.07986

BEC = 0.564

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0012 * x  + 0.0019

R =  0.9999

DL = 0.412

BEC = 1.536

Weight: <None>

Min Conc: 0

y = 1.2991E-004 * x  + 2.5995E-006

R =  0.9999

DL = 0.01749

BEC = 0.02001

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.9993E-006 * x  + 0.0000E+000

R =  0.9999

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 1.3441E-005 * x  + 5.5347E-005

R =  1.0000

DL = 0.4236

BEC = 4.118

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 9.9281E-006 * x  + 5.3968E-006

R =  0.9999

DL = 0.51

BEC = 0.5436

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.9731E-004 * x  + 4.4272E-005

R =  1.0000

DL = 0.03397

BEC = 0.2244

Weight: <None>

Min Conc: 0

y = 0.0017 * x  + 2.2701E-005

R =  1.0000

DL = 0.008032

BEC = 0.01333

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0011 * x  + 4.2021E-005

R =  1.0000

DL = 0.006163

BEC = 0.03803

Weight: <None>

Min Conc: 0

y = 2.4756E-004 * x  + 7.3168E-006

R =  1.0000

DL = 0.02975

BEC = 0.02956

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.1526E-004 * x  + 1.3506E-005

R =  1.0000

DL = 0.007701

BEC = 0.06275

Weight: <None>

Min Conc: 0

y = 3.1187E-004 * x  + 4.6895E-006

R =  1.0000

DL = 0.01362

BEC = 0.01504

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.3681E-004 * x  + 2.2134E-005

R =  1.0000

DL = 0.04005

BEC = 0.06572

Weight: <None>

Min Conc: 0

y = 1.9077E-004 * x  + 2.6262E-006

R =  1.0000

DL = 0.02043

BEC = 0.01377

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 4.9229E-004 * x  + 9.7548E-006

R =  1.0000

DL = 0.01103

BEC = 0.01982

Weight: <None>

Min Conc: 0

y = 1.8472E-005 * x  + 5.1948E-004

R =  0.9999

DL = 3.273

BEC = 28.12

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 8.1967E-004 * x  + 7.2971E-006

R =  0.9999

DL = 0.005932

BEC = 0.008903

Weight: <None>

Min Conc: 0

y = 1.3389E-005 * x  + 2.5033E-006

R =  0.9999

DL = 0.3072

BEC = 0.187

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.7050E-004 * x  + 3.3400E-006

R =  0.9999

DL = 0.00623

BEC = 0.004335

Weight: <None>

Min Conc: 0

y = 1.6672E-004 * x  + 3.6376E-004

R =  0.9999

DL = 0.2647

BEC = 2.182

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.2352E-004 * x  + 3.7383E-004

R =  1.0000

DL = 0.1068

BEC = 0.7141

Weight: <None>

Min Conc: 0

y = 6.0518E-004 * x  + 9.7752E-006

R =  1.0000

DL = 0.01561

BEC = 0.01615

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.5849E-004 * x  + 3.3243E-006

R =  0.9999

DL = 0.04124

BEC = 0.02097

Weight: <None>

Min Conc: 0

y = 2.7490E-004 * x  + 6.2403E-006

R =  1.0000

DL = 0.0242

BEC = 0.0227

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 0.0011 * x  + 5.7486E-005

R =  1.0000

DL = 0.01328

BEC = 0.05442

Weight: <None>

Min Conc: 0

y = 0.0025 * x  + 1.2341E-004

R =  1.0000

DL = 0.02187

BEC = 0.04881

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 9.0738E-004 * x  + 6.0768E-005

R =  1.0000

DL = 0.01172

BEC = 0.06697

Weight: <None>

Min Conc: 0

y = 8.1785E-004 * x  + 4.5675E-005

R =  1.0000

DL = 0.009465

BEC = 0.05585

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0037 * x  + 2.3193E-004

R =  1.0000

DL = 0.007264

BEC = 0.0626

Weight: <None>

Min Conc: 0

y = 0.0037 * x  + 3.8626E-005

R =  1.0000

DL = 0.01102

BEC = 0.01047

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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