
Calibration for 009CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7112322-MN.b\

P7112322-MN.batch.bin

2022-11-25 01:43:07

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2022-11-23 18:20:02

2 006CALS.d S02 2022-11-23 18:25:47

3 007CALS.d S03 2022-11-23 18:28:38

4 008CALS.d S04 2022-11-23 18:31:24

5 009CALS.d S05 2022-11-23 18:34:08

6 010CALS.d S06 2022-11-23 18:36:54

7 011CALS.d S07 2022-11-23 18:39:38

8 012CALS.d S08 2022-11-23 18:42:24
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Calibration for 009CALS.d

y = 6.7327E-004 * x  + 4.8365E-005

R =  1.0000

DL = 0.0297

BEC = 0.07183

Weight: <None>

Min Conc: 0

y = 2.4618E-004 * x  + 1.0893E-004

R =  0.9966

DL = 0.1221

BEC = 0.4425

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0011 * x  + 5.3840E-004

R =  0.9960

DL = 0.1685

BEC = 0.4807

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0014 * x  + 0.0376

R =  1.0000

DL = 1.312

BEC = 26.66

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 8.6464E-004 * x  + 0.0012

R =  1.0000

DL = 0.5289

BEC = 1.399

Weight: <None>

Min Conc: 0

y = 4.5809E-004 * x  + 2.2985E-004

R =  1.0000

DL = 0.4525

BEC = 0.5018

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0166 * x  + 0.1628

R =  0.9903

DL = 0.418

BEC = 9.814

Weight: <None>

Min Conc: 0

y = 2.2199E-005 * x  + 6.4280E-004

R =  0.9999

DL = 5.514

BEC = 28.96

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 7.5122E-006 * x  + 0.0464

R =  0.9986

DL = 197.2

BEC = 6173

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 8.8014E-004 * x  + 0.1364

R =  1.0000

DL = 3.818

BEC = 155

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 4.2070E-006 * x  + 1.7023E-005

R =  0.9994

DL = 3.21

BEC = 4.046

Weight: <None>

Min Conc: 0

y = 6.7027E-005 * x  + 0.0012

R =  0.9998

DL = 2.194

BEC = 18.28

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 2.2538E-004 * x  + 1.2499E-005

R =  1.0000

DL = 0.03179

BEC = 0.05546

Weight: <None>

Min Conc: 0

y = 0.0065 * x  + 2.2664E-005

R =  1.0000

DL = 0.01041

BEC = 0.003477

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0074 * x  + 0.0020

R =  0.9999

DL = 0.02816

BEC = 0.2699

Weight: <None>

Min Conc: 0

y = 3.6151E-004 * x  + 0.0035

R =  1.0000

DL = 2.504

BEC = 9.689

Weight: <None>

Min Conc: 0

Page 11 2022-11-25 10:54:47



Calibration for 009CALS.d

y = 0.0054 * x  + 2.3625E-004

R =  0.9999

DL = 0.01289

BEC = 0.04388

Weight: <None>

Min Conc: 0

y = 0.0066 * x  + 0.0203

R =  1.0000

DL = 0.2486

BEC = 3.087

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.6551E-004 * x  + 0.0013

R =  1.0000

DL = 1.765

BEC = 7.899

Weight: <None>

Min Conc: 0

y = 0.0113 * x  + 1.5694E-004

R =  0.9999

DL = 0.007537

BEC = 0.01391

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0029 * x  + 1.3427E-004

R =  1.0000

DL = 0.04519

BEC = 0.04686

Weight: <None>

Min Conc: 0

y = 0.0078 * x  + 0.0014

R =  0.9998

DL = 0.009821

BEC = 0.1796

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0011 * x  + 4.8393E-004

R =  0.9997

DL = 0.05701

BEC = 0.4213

Weight: <None>

Min Conc: 0

y = 1.1731E-004 * x  + 1.4152E-006

R =  1.0000

DL = 0.03618

BEC = 0.01206

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 3.6351E-006 * x  + 2.8363E-007

R =  0.9999

DL = 0.4054

BEC = 0.07803

Weight: <None>

Min Conc: 0

y = 1.2300E-005 * x  + 7.2238E-005

R =  0.9999

DL = 2.012

BEC = 5.873

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d

y = 9.3937E-006 * x  + 2.5541E-006

R =  0.9999

DL = 0.9634

BEC = 0.2719

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 2.0226E-004 * x  + 2.3298E-005

R =  1.0000

DL = 0.02624

BEC = 0.1152

Weight: <None>

Min Conc: 0

y = 0.0017 * x  + 1.4422E-005

R =  1.0000

DL = 0.003826

BEC = 0.008273

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0011 * x  + 3.2815E-005

R =  1.0000

DL = 0.01045

BEC = 0.03036

Weight: <None>

Min Conc: 0

y = 2.4108E-004 * x  + 6.8705E-006

R =  1.0000

DL = 0.007636

BEC = 0.0285

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 2.2404E-004 * x  + 1.2923E-005

R =  1.0000

DL = 0.04632

BEC = 0.05768

Weight: <None>

Min Conc: 0

y = 3.2166E-004 * x  + 1.6675E-006

R =  1.0000

DL = 0.0116

BEC = 0.005184

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 3.5351E-004 * x  + 1.0724E-005

R =  1.0000

DL = 0.01529

BEC = 0.03034

Weight: <None>

Min Conc: 0

y = 2.0339E-004 * x  + 1.6667E-006

R =  1.0000

DL = 0.01834

BEC = 0.008195

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 5.2123E-004 * x  + 4.8638E-006

R =  1.0000

DL = 0.004687

BEC = 0.009331

Weight: <None>

Min Conc: 0

y = 1.8640E-005 * x  + 4.8843E-004

R =  0.9999

DL = 2.554

BEC = 26.2

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 8.3254E-004 * x  + 7.2703E-006

R =  0.9998

DL = 0.01009

BEC = 0.008733

Weight: <None>

Min Conc: 0

y = 1.3091E-005 * x  + 1.0350E-006

R =  0.9999

DL = 0.1049

BEC = 0.07906

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 7.8529E-004 * x  + 2.0792E-006

R =  0.9998

DL = 0.003654

BEC = 0.002648

Weight: <None>

Min Conc: 0

y = 1.6786E-004 * x  + 3.4170E-004

R =  0.9999

DL = 0.2116

BEC = 2.036

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 5.5694E-004 * x  + 7.5603E-005

R =  1.0000

DL = 0.04992

BEC = 0.1357

Weight: <None>

Min Conc: 0

y = 6.1421E-004 * x  + 5.4040E-006

R =  1.0000

DL = 0.004516

BEC = 0.008798

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.7008E-004 * x  + 2.2873E-006

R =  1.0000

DL = 0.006267

BEC = 0.01345

Weight: <None>

Min Conc: 0

y = 2.9632E-004 * x  + 3.0988E-006

R =  1.0000

DL = 0.02122

BEC = 0.01046

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d

y = 0.0012 * x  + 1.3192E-005

R =  1.0000

DL = 0.01289

BEC = 0.0112

Weight: <None>

Min Conc: 0

y = 0.0028 * x  + 3.3047E-005

R =  1.0000

DL = 0.009073

BEC = 0.01173

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 9.9435E-004 * x  + 3.0447E-005

R =  1.0000

DL = 0.008342

BEC = 0.03062

Weight: <None>

Min Conc: 0

y = 8.7117E-004 * x  + 2.6028E-005

R =  1.0000

DL = 0.02209

BEC = 0.02988

Weight: <None>

Min Conc: 0

Page 33 2022-11-25 10:54:55



Calibration for 009CALS.d

y = 0.0040 * x  + 1.3200E-004

R =  1.0000

DL = 0.006328

BEC = 0.03321

Weight: <None>

Min Conc: 0

y = 0.0037 * x  + 4.1828E-006

R =  1.0000

DL = 0.002257

BEC = 0.001131

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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