
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7120822-MS.b\

P7120822-MS.batch.bin

2022-12-09 16:03:12

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2022-12-08 13:28:00

2 005CALS.d S02 2022-12-08 13:30:53

3 006CALS.d S03 2022-12-08 13:33:46

4 007CALS.d S04 2022-12-08 13:36:31

5 008CALS.d S05 2022-12-08 13:39:17

6 009CALS.d S06 2022-12-08 13:42:01

7 010CALS.d S07 2022-12-08 13:44:48

8 011CALS.d S08 2022-12-08 13:47:32
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Calibration for 005CALS.d

y = 5.5988E-004 * x  + 1.5272E-005

R =  0.9998

DL = 0.02794

BEC = 0.02728

Weight: <None>

Min Conc: 0

y = 1.0119E-004 * x  + 8.6315E-005

R =  0.9999

DL = 0.1981

BEC = 0.853

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.2780E-004 * x  + 4.3755E-004

R =  0.9999

DL = 0.06199

BEC = 1.023

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0013 * x  + 0.0709

R =  1.0000

DL = 1.571

BEC = 54.88

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.8773E-004 * x  + 7.2820E-004

R =  1.0000

DL = 0.2244

BEC = 0.9244

Weight: <None>

Min Conc: 0

y = 4.4117E-004 * x  + 2.2732E-004

R =  1.0000

DL = 0.06652

BEC = 0.5153

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0010 * x  + 0.0727

R =  0.9994

DL = 4.998

BEC = 72.66

Weight: <None>

Min Conc: 0

y = 2.2462E-005 * x  + 0.0018

R =  1.0000

DL = 23.48

BEC = 80.69

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.9943E-006 * x  + 0.0349

R =  0.9998

DL = 485.1

BEC = 4366

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.1741E-004 * x  + 0.0754

R =  1.0000

DL = 1.274

BEC = 92.27

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.0850E-006 * x  + 3.8521E-005

R =  0.9994

DL = 5.362

BEC = 9.43

Weight: <None>

Min Conc: 0

y = 6.5188E-005 * x  + 0.0019

R =  1.0000

DL = 1.588

BEC = 29.78

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.8815E-004 * x  + 1.3667E-005

R =  1.0000

DL = 0.06648

BEC = 0.07264

Weight: <None>

Min Conc: 0

y = 0.0056 * x  + 1.1868E-005

R =  1.0000

DL = 0.003197

BEC = 0.002125

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0066 * x  + 0.0020

R =  0.9999

DL = 0.0668

BEC = 0.3

Weight: <None>

Min Conc: 0

y = 3.2193E-004 * x  + 0.0040

R =  0.9999

DL = 4.158

BEC = 12.52

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0054 * x  + 4.6455E-004

R =  1.0000

DL = 0.03908

BEC = 0.08571

Weight: <None>

Min Conc: 0

y = 0.0059 * x  + 0.0250

R =  0.9999

DL = 0.07182

BEC = 4.231

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.4744E-004 * x  + 5.3360E-004

R =  0.9999

DL = 1.425

BEC = 3.619

Weight: <None>

Min Conc: 0

y = 0.0102 * x  + 9.8772E-005

R =  0.9998

DL = 0.01041

BEC = 0.009671

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0025 * x  + 1.5222E-004

R =  0.9996

DL = 0.05007

BEC = 0.06071

Weight: <None>

Min Conc: 0

y = 0.0069 * x  + 0.0017

R =  0.9997

DL = 0.01187

BEC = 0.2513

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0011 * x  + 0.0014

R =  0.9994

DL = 0.195

BEC = 1.346

Weight: <None>

Min Conc: 0

y = 9.1429E-005 * x  + 4.4426E-007

R =  0.9999

DL = 0.01445

BEC = 0.004859

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.6911E-006 * x  + 0.0000E+000

R =  0.9998

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 1.2233E-005 * x  + 5.5775E-005

R =  0.9998

DL = 0.4612

BEC = 4.559

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 9.3565E-006 * x  + 2.4285E-006

R =  0.9999

DL = 0.229

BEC = 0.2595

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.8500E-004 * x  + 1.8765E-005

R =  1.0000

DL = 0.1321

BEC = 0.1014

Weight: <None>

Min Conc: 0

y = 0.0016 * x  + 2.1405E-005

R =  1.0000

DL = 0.004212

BEC = 0.01317

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.0686E-004 * x  + 4.1471E-005

R =  1.0000

DL = 0.009395

BEC = 0.04573

Weight: <None>

Min Conc: 0

y = 2.0190E-004 * x  + 6.7870E-006

R =  0.9999

DL = 0.006801

BEC = 0.03362

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.7914E-004 * x  + 1.2544E-005

R =  1.0000

DL = 0.007107

BEC = 0.07002

Weight: <None>

Min Conc: 0

y = 2.5863E-004 * x  + 1.3369E-006

R =  1.0000

DL = 0.01046

BEC = 0.005169

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.8279E-004 * x  + 8.6987E-006

R =  0.9999

DL = 0.0226

BEC = 0.03076

Weight: <None>

Min Conc: 0

y = 1.6131E-004 * x  + 1.9135E-006

R =  1.0000

DL = 0.01682

BEC = 0.01186

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.1159E-004 * x  + 4.7320E-006

R =  1.0000

DL = 0.0125

BEC = 0.0115

Weight: <None>

Min Conc: 0

y = 1.7630E-005 * x  + 5.6428E-004

R =  0.9998

DL = 3.186

BEC = 32.01

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.6292E-004 * x  + 5.2655E-006

R =  0.9996

DL = 0.005697

BEC = 0.006902

Weight: <None>

Min Conc: 0

y = 1.2422E-005 * x  + 1.5660E-006

R =  0.9997

DL = 0.2833

BEC = 0.1261

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.2919E-004 * x  + 1.0440E-006

R =  0.9995

DL = 0.004246

BEC = 0.001432

Weight: <None>

Min Conc: 0

y = 1.3524E-004 * x  + 2.7067E-005

R =  0.9996

DL = 0.02063

BEC = 0.2001

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.9107E-004 * x  + 4.5806E-005

R =  1.0000

DL = 0.03901

BEC = 0.09328

Weight: <None>

Min Conc: 0

y = 4.7050E-004 * x  + 4.3886E-006

R =  0.9999

DL = 0.01213

BEC = 0.009328

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5138E-004 * x  + 1.7472E-006

R =  1.0000

DL = 0.02142

BEC = 0.01154

Weight: <None>

Min Conc: 0

y = 2.6294E-004 * x  + 2.9618E-006

R =  1.0000

DL = 0.01454

BEC = 0.01126

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

Page 28 2022-12-12 13:25:45



Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 0.0011 * x  + 5.8595E-006

R =  0.9999

DL = 0.001377

BEC = 0.005238

Weight: <None>

Min Conc: 0

y = 0.0027 * x  + 1.2247E-005

R =  0.9999

DL = 0.001896

BEC = 0.004616

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.3575E-004 * x  + 2.0210E-005

R =  0.9999

DL = 0.01226

BEC = 0.0216

Weight: <None>

Min Conc: 0

y = 8.4505E-004 * x  + 1.7379E-005

R =  1.0000

DL = 0.017

BEC = 0.02057

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0038 * x  + 8.9411E-005

R =  1.0000

DL = 0.003453

BEC = 0.02355

Weight: <None>

Min Conc: 0

y = 0.0041 * x  + 2.6823E-006

R =  0.9998

DL = 0.001196

BEC = 0.00066

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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