
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7033123 MS.b\

P7033123 MS.batch.bin

2023-04-01 16:22:16

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-03-31 16:46:18

2 005CALS.d S01 2023-03-31 16:49:33

3 006CALS.d S02 2023-03-31 16:52:50

4 007CALS.d S03 2023-03-31 16:56:05

5 008CALS.d S04 2023-03-31 16:59:08

6 009CALS.d S05 2023-03-31 17:02:01

7 010CALS.d S06 2023-03-31 17:04:52

8 011CALS.d S07 2023-03-31 17:07:37

9 012CALS.d S08 2023-03-31 17:10:24
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Calibration for 005CALS.d

y = 7.8718E-004 * x  + 4.3986E-005

R =  0.9999

DL = 0.01912

BEC = 0.05588

Weight: <None>

Min Conc: 0

y = 3.1525E-004 * x  + 3.1854E-004

R =  0.9999

DL = 0.4947

BEC = 1.01

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0014 * x  + 0.0014

R =  0.9998

DL = 0.1485

BEC = 0.9685

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0014 * x  + 0.0413

R =  1.0000

DL = 1.54

BEC = 30.45

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.2384E-004 * x  + 0.0025

R =  1.0000

DL = 0.8454

BEC = 3.012

Weight: <None>

Min Conc: 0

y = 4.6714E-004 * x  + 0.0032

R =  1.0000

DL = 0.3852

BEC = 6.908

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0150 * x  + 0.0645

R =  0.9997

DL = 0.147

BEC = 4.304

Weight: <None>

Min Conc: 0

y = 2.3648E-005 * x  + 7.9023E-004

R =  0.9999

DL = 3.495

BEC = 33.42

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.0173E-006 * x  + 0.0433

R =  0.9999

DL = 181.5

BEC = 5403

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.3425E-004 * x  + 0.1292

R =  1.0000

DL = 15.44

BEC = 138.3

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.5655E-006 * x  + 1.7793E-005

R =  0.9994

DL = 4.318

BEC = 3.897

Weight: <None>

Min Conc: 0

y = 7.3214E-005 * x  + 0.0014

R =  0.9998

DL = 1.006

BEC = 18.44

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.2034E-004 * x  + 2.1655E-005

R =  1.0000

DL = 0.03562

BEC = 0.09828

Weight: <None>

Min Conc: 0

y = 0.0068 * x  + 2.0392E-005

R =  1.0000

DL = 0.006924

BEC = 0.002981

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0078 * x  + 0.0023

R =  1.0000

DL = 0.01868

BEC = 0.3017

Weight: <None>

Min Conc: 0

y = 3.7882E-004 * x  + 0.0044

R =  0.9999

DL = 0.8306

BEC = 11.73

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0061 * x  + 2.9665E-004

R =  1.0000

DL = 0.03167

BEC = 0.0487

Weight: <None>

Min Conc: 0

y = 0.0069 * x  + 0.0300

R =  0.9999

DL = 0.5505

BEC = 4.344

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.7036E-004 * x  + 7.1892E-004

R =  0.9999

DL = 0.7661

BEC = 4.22

Weight: <None>

Min Conc: 0

y = 0.0123 * x  + 1.4091E-004

R =  1.0000

DL = 0.008092

BEC = 0.01147

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0029 * x  + 2.6373E-004

R =  0.9997

DL = 0.04636

BEC = 0.09067

Weight: <None>

Min Conc: 0

y = 0.0084 * x  + 0.0020

R =  0.9999

DL = 0.07091

BEC = 0.2384

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0013 * x  + 0.0011

R =  0.9998

DL = 0.2923

BEC = 0.8648

Weight: <None>

Min Conc: 0

y = 7.4937E-005 * x  + 7.1890E-007

R =  0.9998

DL = 0.02884

BEC = 0.009593

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.6552E-006 * x  + 4.7812E-007

R =  0.9996

DL = 0.9357

BEC = 0.1801

Weight: <None>

Min Conc: 0

y = 8.8990E-006 * x  + 5.7725E-005

R =  0.9997

DL = 3.368

BEC = 6.487

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 6.9334E-006 * x  + 2.8572E-006

R =  0.9998

DL = 1.176

BEC = 0.4121

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5157E-004 * x  + 1.3523E-005

R =  1.0000

DL = 0.02521

BEC = 0.08922

Weight: <None>

Min Conc: 0

y = 0.0013 * x  + 8.0829E-006

R =  1.0000

DL = 0.001515

BEC = 0.006116

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.7715E-004 * x  + 2.5844E-005

R =  1.0000

DL = 0.003445

BEC = 0.03325

Weight: <None>

Min Conc: 0

y = 1.7066E-004 * x  + 5.0617E-006

R =  1.0000

DL = 0.01889

BEC = 0.02966

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5523E-004 * x  + 1.1762E-005

R =  1.0000

DL = 0.02643

BEC = 0.07577

Weight: <None>

Min Conc: 0

y = 2.2474E-004 * x  + 9.6763E-006

R =  1.0000

DL = 0.02206

BEC = 0.04306

Weight: <None>

Min Conc: 0

Page 21 2023-04-01 16:45:45



Calibration for 005CALS.d

y = 2.4506E-004 * x  + 6.1621E-006

R =  1.0000

DL = 0.01867

BEC = 0.02515

Weight: <None>

Min Conc: 0

y = 1.4074E-004 * x  + 2.9158E-006

R =  1.0000

DL = 0.01263

BEC = 0.02072

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.5860E-004 * x  + 3.7410E-006

R =  1.0000

DL = 0.006679

BEC = 0.01043

Weight: <None>

Min Conc: 0

y = 1.8517E-005 * x  + 6.9641E-004

R =  0.9999

DL = 2.381

BEC = 37.61

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.4316E-004 * x  + 1.1612E-005

R =  0.9999

DL = 0.007296

BEC = 0.01377

Weight: <None>

Min Conc: 0

y = 1.2870E-005 * x  + 1.2797E-006

R =  0.9999

DL = 0.09811

BEC = 0.09944

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.0165E-004 * x  + 1.9215E-006

R =  0.9999

DL = 0.001872

BEC = 0.002397

Weight: <None>

Min Conc: 0

y = 1.5494E-004 * x  + 6.9837E-005

R =  0.9996

DL = 0.04308

BEC = 0.4507

Weight: <None>

Min Conc: 0

Page 25 2023-04-01 16:45:46



Calibration for 005CALS.d

y = 5.6081E-004 * x  + 4.0558E-005

R =  1.0000

DL = 0.01177

BEC = 0.07232

Weight: <None>

Min Conc: 0

y = 5.7556E-004 * x  + 4.9387E-006

R =  1.0000

DL = 0.00528

BEC = 0.008581

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.7915E-004 * x  + 1.5471E-006

R =  0.9999

DL = 0.01376

BEC = 0.008636

Weight: <None>

Min Conc: 0

y = 3.1452E-004 * x  + 1.9153E-006

R =  1.0000

DL = 0.006776

BEC = 0.006089

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 0.0013 * x  + 1.4273E-005

R =  0.9999

DL = 0.009848

BEC = 0.01117

Weight: <None>

Min Conc: 0

y = 0.0030 * x  + 3.4518E-005

R =  1.0000

DL = 0.003087

BEC = 0.01134

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0011 * x  + 4.3776E-005

R =  1.0000

DL = 0.01163

BEC = 0.04155

Weight: <None>

Min Conc: 0

y = 9.4826E-004 * x  + 3.6303E-005

R =  1.0000

DL = 0.006781

BEC = 0.03828

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0043 * x  + 1.7444E-004

R =  1.0000

DL = 0.004477

BEC = 0.04081

Weight: <None>

Min Conc: 0

y = 0.0044 * x  + 4.4199E-007

R =  0.9999

DL = 0.0003038

BEC = 0.0001006

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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