
Calibration for 006CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7042723 MS.b\

P7042723 MS.batch.bin

2023-04-27 16:04:38

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-04-27 09:46:57

2 005CALS.d S01 2023-04-27 09:50:12

3 006CALS.d S02 2023-04-27 09:53:30

4 007CALS.d S03 2023-04-27 09:56:46

5 008CALS.d S04 2023-04-27 09:59:56

6 009CALS.d S05 2023-04-27 10:02:54

7 010CALS.d S06 2023-04-27 10:05:49

8 011CALS.d S07 2023-04-27 10:08:36

9 012CALS.d S08 2023-04-27 10:11:25
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Calibration for 006CALS.d

y = 7.3994E-004 * x  + 3.0291E-005

R =  0.9998

DL = 0.03217

BEC = 0.04094

Weight: <None>

Min Conc: 0

y = 1.1384E-004 * x  + 1.0204E-004

R =  0.9999

DL = 0.5798

BEC = 0.8963

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 5.1614E-004 * x  + 4.6888E-004

R =  0.9998

DL = 0.1254

BEC = 0.9084

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0012 * x  + 0.0184

R =  1.0000

DL = 0.4197

BEC = 15.06

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.6107E-004 * x  + 0.0011

R =  1.0000

DL = 0.533

BEC = 1.422

Weight: <None>

Min Conc: 0

y = 4.3913E-004 * x  + 1.9007E-004

R =  1.0000

DL = 0.2565

BEC = 0.4328

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0013 * x  + 0.0773

R =  0.9991

DL = 0.7617

BEC = 61.53

Weight: <None>

Min Conc: 0

y = 2.2888E-005 * x  + 8.7159E-004

R =  1.0000

DL = 12.72

BEC = 38.08

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.5830E-006 * x  + 0.0444

R =  0.9999

DL = 253

BEC = 5862

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 9.0791E-004 * x  + 0.1515

R =  1.0000

DL = 2.126

BEC = 166.8

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 4.4894E-006 * x  + 2.9970E-005

R =  0.9996

DL = 1.986

BEC = 6.676

Weight: <None>

Min Conc: 0

y = 7.1403E-005 * x  + 0.0015

R =  0.9999

DL = 2.965

BEC = 21.42

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 2.1594E-004 * x  + 1.9620E-005

R =  1.0000

DL = 0.05654

BEC = 0.09086

Weight: <None>

Min Conc: 0

y = 0.0064 * x  + 2.1927E-005

R =  0.9999

DL = 0.0089

BEC = 0.003426

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0072 * x  + 0.0029

R =  0.9999

DL = 0.05557

BEC = 0.4091

Weight: <None>

Min Conc: 0

y = 3.4762E-004 * x  + 0.0049

R =  0.9998

DL = 1.229

BEC = 14.22

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0059 * x  + 5.5266E-004

R =  1.0000

DL = 0.05291

BEC = 0.09323

Weight: <None>

Min Conc: 0

y = 0.0064 * x  + 0.0325

R =  0.9999

DL = 0.4079

BEC = 5.097

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.5730E-004 * x  + 0.0012

R =  0.9998

DL = 1.477

BEC = 7.349

Weight: <None>

Min Conc: 0

y = 0.0109 * x  + 1.2076E-004

R =  0.9999

DL = 0.01097

BEC = 0.01107

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0027 * x  + 2.6335E-004

R =  0.9998

DL = 0.03261

BEC = 0.09896

Weight: <None>

Min Conc: 0

y = 0.0075 * x  + 0.0023

R =  0.9999

DL = 0.08567

BEC = 0.313

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0012 * x  + 5.1201E-004

R =  0.9998

DL = 0.1094

BEC = 0.4353

Weight: <None>

Min Conc: 0

y = 7.9045E-005 * x  + 0.0000E+000

R =  0.9998

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 2.7952E-006 * x  + 0.0000E+000

R =  0.9997

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 9.4116E-006 * x  + 6.3293E-005

R =  0.9997

DL = 2.198

BEC = 6.725

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d

y = 7.1561E-006 * x  + 2.2540E-006

R =  0.9999

DL = 0.9574

BEC = 0.315

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.5798E-004 * x  + 1.3366E-005

R =  1.0000

DL = 0.02126

BEC = 0.08461

Weight: <None>

Min Conc: 0

y = 0.0014 * x  + 1.2685E-005

R =  1.0000

DL = 0.001965

BEC = 0.009275

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.8951E-004 * x  + 2.6338E-005

R =  1.0000

DL = 0.0002144

BEC = 0.03336

Weight: <None>

Min Conc: 0

y = 1.7896E-004 * x  + 6.2862E-006

R =  1.0000

DL = 0.03642

BEC = 0.03513

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.6250E-004 * x  + 7.9388E-006

R =  1.0000

DL = 0.007482

BEC = 0.04885

Weight: <None>

Min Conc: 0

y = 2.4042E-004 * x  + 3.5851E-006

R =  1.0000

DL = 0.008617

BEC = 0.01491

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 2.5982E-004 * x  + 7.5441E-006

R =  1.0000

DL = 0.0303

BEC = 0.02904

Weight: <None>

Min Conc: 0

y = 1.4859E-004 * x  + 1.8392E-006

R =  1.0000

DL = 0.008839

BEC = 0.01238

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 3.8401E-004 * x  + 2.5182E-006

R =  1.0000

DL = 0.003526

BEC = 0.006558

Weight: <None>

Min Conc: 0

y = 1.7968E-005 * x  + 6.3205E-004

R =  0.9999

DL = 4.915

BEC = 35.18

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.7583E-004 * x  + 6.9142E-006

R =  0.9999

DL = 0.004315

BEC = 0.008912

Weight: <None>

Min Conc: 0

y = 1.2557E-005 * x  + 1.2520E-006

R =  0.9999

DL = 0.2014

BEC = 0.09971

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.3703E-004 * x  + 1.3833E-006

R =  0.9999

DL = 0.001937

BEC = 0.001877

Weight: <None>

Min Conc: 0

y = 1.4450E-004 * x  + 1.2609E-004

R =  0.9998

DL = 0.1227

BEC = 0.8726

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 5.4945E-004 * x  + 1.2270E-004

R =  1.0000

DL = 0.04629

BEC = 0.2233

Weight: <None>

Min Conc: 0

y = 5.6528E-004 * x  + 3.3295E-006

R =  0.9999

DL = 0.006007

BEC = 0.00589

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.7471E-004 * x  + 2.0778E-006

R =  1.0000

DL = 0.019

BEC = 0.01189

Weight: <None>

Min Conc: 0

y = 3.0298E-004 * x  + 2.0775E-006

R =  1.0000

DL = 0.004197

BEC = 0.006857

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d

Page 30 2023-04-27 17:02:55



Calibration for 006CALS.d
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Calibration for 006CALS.d

y = 0.0012 * x  + 9.6114E-006

R =  0.9995

DL = 0.002384

BEC = 0.007844

Weight: <None>

Min Conc: 0

y = 0.0029 * x  + 2.4340E-005

R =  1.0000

DL = 0.006504

BEC = 0.0083

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0010 * x  + 3.4973E-005

R =  0.9999

DL = 0.0147

BEC = 0.0348

Weight: <None>

Min Conc: 0

y = 8.7778E-004 * x  + 3.5573E-005

R =  0.9999

DL = 0.002108

BEC = 0.04053

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0040 * x  + 1.3822E-004

R =  0.9999

DL = 0.003891

BEC = 0.03426

Weight: <None>

Min Conc: 0

y = 0.0043 * x  + 4.0808E-007

R =  0.9998

DL = 0.0002487

BEC = 9.573E-05

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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