
Calibration for 009CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7050823-MS.b\

P7050823-MS.batch.bin

2023-05-09 01:29:41

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-05-08 13:41:27

2 005CALS.d S02 2023-05-08 13:44:42

3 006CALS.d S03 2023-05-08 13:47:58

4 007CALS.d S04 2023-05-08 13:51:06

5 008CALS.d S05 2023-05-08 13:54:07

6 009CALS.d S06 2023-05-08 13:57:00

7 010CALS.d S07 2023-05-08 13:59:49

8 011CALS.d S08 2023-05-08 14:02:34
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Calibration for 009CALS.d

y = 5.7132E-004 * x  + 3.3407E-005

R =  1.0000

DL = 0.0359

BEC = 0.05847

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0011 * x  + 0.0270

R =  1.0000

DL = 2.076

BEC = 24.62

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 6.8684E-004 * x  + 0.0012

R =  1.0000

DL = 0.9586

BEC = 1.766

Weight: <None>

Min Conc: 0

y = 3.9915E-004 * x  + 1.9766E-004

R =  1.0000

DL = 0.4813

BEC = 0.4952

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0013 * x  + 0.0715

R =  0.9975

DL = 2.165

BEC = 53.29

Weight: <None>

Min Conc: 0

y = 2.1239E-005 * x  + 0.0013

R =  0.9998

DL = 24.61

BEC = 59.93

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 6.5288E-006 * x  + 0.0502

R =  0.9994

DL = 434.7

BEC = 7694

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 8.0388E-004 * x  + 0.1654

R =  1.0000

DL = 15.58

BEC = 205.8

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 3.9580E-006 * x  + 1.7868E-005

R =  0.9994

DL = 1.993

BEC = 4.514

Weight: <None>

Min Conc: 0

y = 6.2715E-005 * x  + 0.0015

R =  1.0000

DL = 2.668

BEC = 23.73

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.8642E-004 * x  + 1.7038E-005

R =  0.9999

DL = 0.06687

BEC = 0.09139

Weight: <None>

Min Conc: 0

y = 0.0054 * x  + 1.3187E-005

R =  1.0000

DL = 0.007231

BEC = 0.002434

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0060 * x  + 0.0027

R =  0.9998

DL = 0.03474

BEC = 0.4421

Weight: <None>

Min Conc: 0

y = 2.9870E-004 * x  + 0.0047

R =  0.9998

DL = 1.629

BEC = 15.76

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0050 * x  + 3.5733E-004

R =  0.9999

DL = 0.03492

BEC = 0.07094

Weight: <None>

Min Conc: 0

y = 0.0054 * x  + 0.0337

R =  0.9999

DL = 0.4866

BEC = 6.196

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.3634E-004 * x  + 0.0011

R =  0.9999

DL = 1.85

BEC = 8.372

Weight: <None>

Min Conc: 0

y = 0.0090 * x  + 1.4934E-004

R =  0.9999

DL = 0.01198

BEC = 0.01654

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0022 * x  + 1.9785E-004

R =  0.9998

DL = 0.04408

BEC = 0.0901

Weight: <None>

Min Conc: 0

y = 0.0061 * x  + 0.0016

R =  0.9998

DL = 0.1017

BEC = 0.2662

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0010 * x  + 3.9261E-004

R =  0.9998

DL = 0.1762

BEC = 0.3836

Weight: <None>

Min Conc: 0

y = 7.0061E-005 * x  + 8.9661E-007

R =  0.9999

DL = 0.03325

BEC = 0.0128

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 2.6372E-006 * x  + 4.5348E-007

R =  0.9998

DL = 0.8935

BEC = 0.172

Weight: <None>

Min Conc: 0

y = 8.7971E-006 * x  + 6.3053E-005

R =  0.9999

DL = 1.282

BEC = 7.167

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d

y = 6.6491E-006 * x  + 1.5321E-006

R =  0.9999

DL = 1.027

BEC = 0.2304

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.3688E-004 * x  + 8.8951E-006

R =  0.9999

DL = 0.04369

BEC = 0.06498

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 1.3260E-005

R =  0.9999

DL = 0.008911

BEC = 0.01114

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 6.8488E-004 * x  + 2.9803E-005

R =  0.9999

DL = 0.0226

BEC = 0.04352

Weight: <None>

Min Conc: 0

y = 1.5542E-004 * x  + 5.8843E-006

R =  0.9999

DL = 0.01678

BEC = 0.03786

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.4128E-004 * x  + 1.0860E-005

R =  0.9999

DL = 0.03126

BEC = 0.07687

Weight: <None>

Min Conc: 0

y = 2.0790E-004 * x  + 4.5072E-006

R =  0.9999

DL = 0.01359

BEC = 0.02168

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 2.2431E-004 * x  + 5.5435E-006

R =  0.9999

DL = 0.01685

BEC = 0.02471

Weight: <None>

Min Conc: 0

y = 1.2816E-004 * x  + 1.5018E-006

R =  0.9999

DL = 0.004926

BEC = 0.01172

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 3.3294E-004 * x  + 5.1979E-006

R =  0.9999

DL = 0.003475

BEC = 0.01561

Weight: <None>

Min Conc: 0

y = 1.6794E-005 * x  + 7.5530E-004

R =  0.9998

DL = 6.902

BEC = 44.98

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 7.0078E-004 * x  + 1.1712E-005

R =  0.9999

DL = 0.01225

BEC = 0.01671

Weight: <None>

Min Conc: 0

y = 1.1521E-005 * x  + 6.7786E-007

R =  0.9997

DL = 0.07588

BEC = 0.05883

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 6.6579E-004 * x  + 1.8656E-006

R =  0.9999

DL = 0.001301

BEC = 0.002802

Weight: <None>

Min Conc: 0

y = 1.2980E-004 * x  + 1.5143E-004

R =  0.9998

DL = 0.1778

BEC = 1.167

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 4.7633E-004 * x  + 5.6678E-005

R =  0.9999

DL = 0.006195

BEC = 0.119

Weight: <None>

Min Conc: 0

y = 4.8485E-004 * x  + 5.4316E-006

R =  1.0000

DL = 0.004903

BEC = 0.0112

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 1.4936E-004 * x  + 1.5249E-006

R =  0.9999

DL = 0.01765

BEC = 0.01021

Weight: <None>

Min Conc: 0

y = 2.6183E-004 * x  + 2.8837E-006

R =  0.9999

DL = 0.01345

BEC = 0.01101

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d

y = 0.0011 * x  + 1.9584E-005

R =  0.9996

DL = 0.007489

BEC = 0.01841

Weight: <None>

Min Conc: 0

y = 0.0025 * x  + 5.5770E-005

R =  0.9999

DL = 0.009808

BEC = 0.02188

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 8.7585E-004 * x  + 4.3429E-005

R =  0.9998

DL = 0.02622

BEC = 0.04959

Weight: <None>

Min Conc: 0

y = 7.4611E-004 * x  + 3.7147E-005

R =  0.9999

DL = 0.009965

BEC = 0.04979

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d

y = 0.0035 * x  + 1.7803E-004

R =  0.9999

DL = 0.005502

BEC = 0.0514

Weight: <None>

Min Conc: 0

y = 0.0035 * x  + 3.0875E-006

R =  0.9997

DL = 0.002272

BEC = 0.0008806

Weight: <None>

Min Conc: 0
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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Calibration for 009CALS.d
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