
Calibration for 004CALB.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8050823MS.b\

P8050823MS.batch.bin

2023-05-09 01:38:25

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-05-08 15:34:32

2 005CALS.d S02 2023-05-08 15:37:34

3 006CALS.d S03 2023-05-08 15:40:39

4 007CALS.d S04 2023-05-08 15:43:38

5 008CALS.d S05 2023-05-08 15:46:39

6 009CALS.d S06 2023-05-08 15:49:38

7 010CALS.d S07 2023-05-08 15:52:39

8 011CALS.d S08 2023-05-08 15:55:38
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Calibration for 004CALB.d

y = 5.3757E-004 * x  + 3.3953E-005

R =  1.0000

DL = 0.01191

BEC = 0.06316

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0015 * x  + 0.1365

R =  1.0000

DL = 7.39

BEC = 93.81

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 8.1353E-004 * x  + 0.0019

R =  1.0000

DL = 0.7835

BEC = 2.282

Weight: <None>

Min Conc: 0

y = 3.1134E-004 * x  + 5.1816E-004

R =  1.0000

DL = 0.8288

BEC = 1.664

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0013 * x  + 0.1529

R =  0.9900

DL = 3.785

BEC = 122.2

Weight: <None>

Min Conc: 0

y = 1.6483E-005 * x  + 0.0014

R =  1.0000

DL = 50.22

BEC = 84.09

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 5.5848E-006 * x  + 0.0998

R =  0.9954

DL = 547.7

BEC = 1.787E+04

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 5.5682E-004 * x  + 0.1855

R =  1.0000

DL = 39.47

BEC = 333.1

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 3.3788E-006 * x  + 2.4835E-005

R =  0.9992

DL = 4.473

BEC = 7.35

Weight: <None>

Min Conc: 0

y = 5.3432E-005 * x  + 0.0019

R =  0.9999

DL = 0.311

BEC = 35.77

Weight: <None>

Min Conc: 0

Page 8 2023-05-09 01:41:28



Calibration for 004CALB.d

y = 1.6338E-004 * x  + 2.2310E-005

R =  1.0000

DL = 0.174

BEC = 0.1366

Weight: <None>

Min Conc: 0

y = 0.0068 * x  + 6.4347E-005

R =  1.0000

DL = 0.009672

BEC = 0.009475

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0086 * x  + 0.0038

R =  1.0000

DL = 0.03558

BEC = 0.4355

Weight: <None>

Min Conc: 0

y = 3.9723E-004 * x  + 0.0037

R =  0.9999

DL = 1.836

BEC = 9.378

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0049 * x  + 3.3530E-004

R =  0.9999

DL = 0.0449

BEC = 0.06903

Weight: <None>

Min Conc: 0

y = 0.0072 * x  + 0.0293

R =  1.0000

DL = 0.3725

BEC = 4.063

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.8397E-004 * x  + 0.0012

R =  0.9999

DL = 4.682

BEC = 6.351

Weight: <None>

Min Conc: 0

y = 0.0152 * x  + 7.0664E-004

R =  0.9999

DL = 0.0206

BEC = 0.04643

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0039 * x  + 4.7887E-004

R =  0.9999

DL = 0.03833

BEC = 0.1213

Weight: <None>

Min Conc: 0

y = 0.0118 * x  + 0.0039

R =  0.9998

DL = 0.04087

BEC = 0.3256

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0015 * x  + 7.4053E-004

R =  1.0000

DL = 0.2298

BEC = 0.5079

Weight: <None>

Min Conc: 0

y = 1.0020E-004 * x  + 2.6940E-006

R =  1.0000

DL = 0.0134

BEC = 0.02689

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 2.4983E-006 * x  + 2.7011E-006

R =  0.9997

DL = 3.233

BEC = 1.081

Weight: <None>

Min Conc: 0

y = 8.4548E-006 * x  + 2.8319E-005

R =  0.9999

DL = 1.354

BEC = 3.349

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 8.5189E-006 * x  - 4.3740E-009

R =  1.0000

DL = 0.2386

BEC = -0.0005135

Weight: <None>

Min Conc: 0

Page 16 2023-05-09 01:41:30



Calibration for 004CALB.d

y = 1.3566E-004 * x  + 3.5343E-005

R =  0.9994

DL = 0.08428

BEC = 0.2605

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0012 * x  + 1.5759E-005

R =  0.9994

DL = 0.009875

BEC = 0.01351

Weight: <None>

Min Conc: 0

y = 7.3068E-004 * x  + 4.1568E-005

R =  0.9999

DL = 0.01128

BEC = 0.05689

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.6295E-004 * x  + 6.7682E-006

R =  0.9997

DL = 0.01507

BEC = 0.04153

Weight: <None>

Min Conc: 0

y = 1.5205E-004 * x  + 9.5220E-006

R =  0.9999

DL = 0.02338

BEC = 0.06262

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 2.2036E-004 * x  + 5.5221E-006

R =  1.0000

DL = 0.0245

BEC = 0.02506

Weight: <None>

Min Conc: 0

y = 2.4287E-004 * x  + 7.5160E-006

R =  0.9999

DL = 0.009501

BEC = 0.03095

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.3788E-004 * x  + 1.7573E-006

R =  1.0000

DL = 0.01908

BEC = 0.01275

Weight: <None>

Min Conc: 0

y = 3.5967E-004 * x  + 4.2667E-006

R =  0.9999

DL = 0.01467

BEC = 0.01186

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.5959E-005 * x  + 6.9098E-004

R =  0.9998

DL = 4.394

BEC = 43.3

Weight: <None>

Min Conc: 0

y = 6.8493E-004 * x  + 9.0464E-006

R =  1.0000

DL = 0.007228

BEC = 0.01321

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.1320E-005 * x  + 1.8422E-006

R =  0.9999

DL = 0.2025

BEC = 0.1627

Weight: <None>

Min Conc: 0

y = 6.5556E-004 * x  + 2.6700E-006

R =  1.0000

DL = 0.009431

BEC = 0.004073

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 1.2956E-004 * x  + 1.3858E-004

R =  1.0000

DL = 0.1125

BEC = 1.07

Weight: <None>

Min Conc: 0

y = 4.4596E-004 * x  + 5.0322E-005

R =  0.9999

DL = 0.03183

BEC = 0.1128

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 4.7942E-004 * x  + 6.3635E-006

R =  1.0000

DL = 0.0092

BEC = 0.01327

Weight: <None>

Min Conc: 0

y = 1.2782E-004 * x  + 1.3338E-006

R =  1.0000

DL = 0.03565

BEC = 0.01043

Weight: <None>

Min Conc: 0

Page 25 2023-05-09 01:41:34



Calibration for 004CALB.d

y = 2.2126E-004 * x  + 3.0164E-006

R =  1.0000

DL = 0.02359

BEC = 0.01363

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d
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Calibration for 004CALB.d

Page 28 2023-05-09 01:41:35



Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d

y = 8.8107E-004 * x  + 1.7683E-005

R =  0.9997

DL = 0.01041

BEC = 0.02007

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0021 * x  + 4.6690E-005

R =  0.9998

DL = 0.009617

BEC = 0.02232

Weight: <None>

Min Conc: 0

y = 7.2879E-004 * x  + 9.9217E-005

R =  1.0000

DL = 0.04604

BEC = 0.1361

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 6.3028E-004 * x  + 8.3754E-005

R =  0.9999

DL = 0.05506

BEC = 0.1329

Weight: <None>

Min Conc: 0

y = 0.0029 * x  + 3.9351E-004

R =  0.9999

DL = 0.01013

BEC = 0.1345

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d

y = 0.0031 * x  + 1.4188E-005

R =  0.9999

DL = 0.004161

BEC = 0.004613

Weight: <None>

Min Conc: 0
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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Calibration for 004CALB.d
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