
Calibration for 026SMPL.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7052523MS.b\

P7052523MS.batch.bin

2023-05-26 00:26:46

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-05-25 14:46:57

2 005CALS.d S01 2023-05-25 14:50:12

3 006CALS.d S02 2023-05-25 14:53:30

4 007CALS.d S03 2023-05-25 14:56:46

5 008CALS.d S04 2023-05-25 15:00:02

6 009CALS.d S05 2023-05-25 15:03:05

7 010CALS.d S06 2023-05-25 15:06:05

8 011CALS.d S07 2023-05-25 15:08:55

9 012CALS.d S08 2023-05-25 15:11:43
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Calibration for 026SMPL.d

y = 5.7945E-004 * x  + 5.8151E-005

R =  1.0000

DL = 0.07394

BEC = 0.1004

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0011 * x  + 0.0223

R =  1.0000

DL = 1.376

BEC = 20.83

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 6.5427E-004 * x  + 0.0028

R =  1.0000

DL = 1.361

BEC = 4.303

Weight: <None>

Min Conc: 0

y = 3.9236E-004 * x  + 1.9702E-004

R =  0.9999

DL = 0.2663

BEC = 0.5021

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0123 * x  + 0.0573

R =  0.9723

DL = 0.07974

BEC = 4.638

Weight: <None>

Min Conc: 0

y = 2.1216E-005 * x  + 0.0010

R =  0.9999

DL = 14.13

BEC = 47.73

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 5.9516E-006 * x  + 0.0461

R =  0.9999

DL = 348.7

BEC = 7739

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 8.1729E-004 * x  + 0.1791

R =  1.0000

DL = 11.64

BEC = 219.1

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 3.8513E-006 * x  + 2.8219E-005

R =  0.9999

DL = 1.361

BEC = 7.327

Weight: <None>

Min Conc: 0

y = 6.1868E-005 * x  + 9.3557E-004

R =  1.0000

DL = 1.037

BEC = 15.12

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 1.8311E-004 * x  + 1.7150E-005

R =  1.0000

DL = 0.1024

BEC = 0.09366

Weight: <None>

Min Conc: 0

y = 0.0052 * x  + 2.4021E-005

R =  1.0000

DL = 0.00472

BEC = 0.004588

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0058 * x  + 0.0025

R =  1.0000

DL = 0.05387

BEC = 0.4295

Weight: <None>

Min Conc: 0

y = 2.8419E-004 * x  + 0.0056

R =  0.9999

DL = 3.197

BEC = 19.74

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0049 * x  + 6.9750E-004

R =  1.0000

DL = 0.01656

BEC = 0.1416

Weight: <None>

Min Conc: 0

y = 0.0052 * x  + 0.0459

R =  0.9999

DL = 0.1497

BEC = 8.873

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 1.2815E-004 * x  + 0.0016

R =  0.9999

DL = 5.009

BEC = 12.47

Weight: <None>

Min Conc: 0

y = 0.0084 * x  + 2.0669E-004

R =  0.9999

DL = 0.007306

BEC = 0.02475

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0020 * x  + 7.5064E-004

R =  0.9999

DL = 0.1265

BEC = 0.3732

Weight: <None>

Min Conc: 0

y = 0.0054 * x  + 0.0023

R =  0.9998

DL = 0.1147

BEC = 0.4211

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 9.4161E-004 * x  + 3.1261E-004

R =  0.9996

DL = 0.262

BEC = 0.332

Weight: <None>

Min Conc: 0

y = 7.3051E-005 * x  + 1.0907E-006

R =  0.9999

DL = 0.0388

BEC = 0.01493

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 2.8866E-006 * x  + 5.5176E-007

R =  0.9996

DL = 0.9932

BEC = 0.1911

Weight: <None>

Min Conc: 0

y = 9.4393E-006 * x  + 9.0093E-005

R =  1.0000

DL = 3.873

BEC = 9.544

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d

y = 6.9474E-006 * x  - 5.2369E-007

R =  0.9999

DL = 0.5854

BEC = -0.07538

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 1.4513E-004 * x  + 1.3156E-005

R =  1.0000

DL = 0.0301

BEC = 0.09065

Weight: <None>

Min Conc: 0

y = 0.0013 * x  + 1.9647E-005

R =  1.0000

DL = 0.0001876

BEC = 0.01559

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 7.4801E-004 * x  + 2.9626E-005

R =  0.9999

DL = 0.008544

BEC = 0.03961

Weight: <None>

Min Conc: 0

y = 1.6641E-004 * x  + 5.4355E-006

R =  1.0000

DL = 0.01546

BEC = 0.03266

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 1.5057E-004 * x  + 1.3740E-005

R =  1.0000

DL = 0.04377

BEC = 0.09125

Weight: <None>

Min Conc: 0

y = 2.1793E-004 * x  + 7.5497E-006

R =  1.0000

DL = 0.0194

BEC = 0.03464

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 2.3776E-004 * x  + 9.2121E-006

R =  1.0000

DL = 0.01656

BEC = 0.03874

Weight: <None>

Min Conc: 0

y = 1.3720E-004 * x  + 2.2734E-006

R =  1.0000

DL = 0.036

BEC = 0.01657

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 3.5474E-004 * x  + 4.9950E-006

R =  1.0000

DL = 0.01049

BEC = 0.01408

Weight: <None>

Min Conc: 0

y = 1.6079E-005 * x  + 6.4382E-004

R =  0.9998

DL = 2.537

BEC = 40.04

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 6.5557E-004 * x  + 7.0209E-006

R =  0.9997

DL = 0.005951

BEC = 0.01071

Weight: <None>

Min Conc: 0

y = 1.1130E-005 * x  + 8.0683E-007

R =  0.9998

DL = 0.2494

BEC = 0.07249

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 6.3171E-004 * x  + 2.3974E-006

R =  0.9998

DL = 0.005584

BEC = 0.003795

Weight: <None>

Min Conc: 0

y = 1.2606E-004 * x  + 6.4819E-005

R =  0.9997

DL = 0.03274

BEC = 0.5142

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 4.5642E-004 * x  + 5.6749E-005

R =  0.9999

DL = 0.059

BEC = 0.1243

Weight: <None>

Min Conc: 0

y = 4.7581E-004 * x  + 5.6118E-006

R =  1.0000

DL = 0.0134

BEC = 0.01179

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 1.4414E-004 * x  + 8.0000E-007

R =  1.0000

DL = 0.01442

BEC = 0.00555

Weight: <None>

Min Conc: 0

y = 2.5397E-004 * x  + 3.2200E-006

R =  1.0000

DL = 0.02199

BEC = 0.01268

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d

y = 0.0010 * x  + 2.2156E-005

R =  0.9997

DL = 0.01573

BEC = 0.0212

Weight: <None>

Min Conc: 0

y = 0.0025 * x  + 4.9183E-005

R =  0.9999

DL = 0.001746

BEC = 0.0198

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 8.4543E-004 * x  + 5.7892E-005

R =  1.0000

DL = 0.02014

BEC = 0.06848

Weight: <None>

Min Conc: 0

y = 7.5022E-004 * x  + 4.2619E-005

R =  0.9999

DL = 0.004826

BEC = 0.05681

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d

y = 0.0034 * x  + 2.1523E-004

R =  1.0000

DL = 0.01261

BEC = 0.06306

Weight: <None>

Min Conc: 0

y = 0.0038 * x  + 2.4620E-006

R =  0.9999

DL = 0.0006502

BEC = 0.0006454

Weight: <None>

Min Conc: 0
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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Calibration for 026SMPL.d
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