
Calibration for 007CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8051923 MS.b\

P8051923 MS.batch.bin

2023-06-02 14:24:59

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-05-19 12:12:54

2 005CALS.d S02 2023-05-19 12:15:57

3 006CALS.d S03 2023-05-19 12:19:02

4 007CALS.d S04 2023-05-19 12:22:03

5 008CALS.d S05 2023-05-19 12:25:04

6 009CALS.d S06 2023-05-19 12:28:04

7 010CALS.d S07 2023-05-19 12:31:05

8 011CALS.d S08 2023-05-19 12:34:04
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Calibration for 007CALS.d

y = 5.4668E-004 * x  + 2.7763E-005

R =  1.0000

DL = 0.03082

BEC = 0.05078

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0014 * x  + 0.2060

R =  1.0000

DL = 31.15

BEC = 145.7

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.9011E-004 * x  + 0.0045

R =  1.0000

DL = 1.017

BEC = 5.671

Weight: <None>

Min Conc: 0

y = 2.9751E-004 * x  + 2.4454E-004

R =  1.0000

DL = 0.472

BEC = 0.822

Weight: <None>

Min Conc: 0

Page 4 2023-06-02 14:28:13



Calibration for 007CALS.d

y = 0.0096 * x  + 0.3076

R =  0.9785

DL = 3.772

BEC = 32

Weight: <None>

Min Conc: 0

y = 1.5623E-005 * x  + 0.0016

R =  0.9999

DL = 35.06

BEC = 102

Weight: <None>

Min Conc: 0

Page 5 2023-06-02 14:28:13



Calibration for 007CALS.d

y = 6.1227E-006 * x  + 0.1264

R =  0.9996

DL = 1420

BEC = 2.065E+04

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.4322E-004 * x  + 0.2693

R =  1.0000

DL = 107.8

BEC = 495.7

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.2643E-006 * x  + 3.1737E-005

R =  0.9994

DL = 3.063

BEC = 9.723

Weight: <None>

Min Conc: 0

y = 5.2020E-005 * x  + 0.0049

R =  0.9998

DL = 11.91

BEC = 94.98

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.5914E-004 * x  + 3.1729E-005

R =  1.0000

DL = 0.178

BEC = 0.1994

Weight: <None>

Min Conc: 0

y = 0.0067 * x  + 8.8747E-005

R =  1.0000

DL = 0.003148

BEC = 0.0132

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0084 * x  + 0.0042

R =  0.9999

DL = 0.2351

BEC = 0.5047

Weight: <None>

Min Conc: 0

y = 3.9015E-004 * x  + 0.0050

R =  1.0000

DL = 3.61

BEC = 12.71

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0047 * x  + 6.6549E-004

R =  0.9999

DL = 0.05321

BEC = 0.1419

Weight: <None>

Min Conc: 0

y = 0.0071 * x  + 0.0353

R =  1.0000

DL = 1.327

BEC = 4.965

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.7542E-004 * x  + 0.0015

R =  1.0000

DL = 4.722

BEC = 8.56

Weight: <None>

Min Conc: 0

y = 0.0150 * x  + 4.8536E-004

R =  1.0000

DL = 0.02278

BEC = 0.03245

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0039 * x  + 0.0018

R =  0.9999

DL = 0.1965

BEC = 0.462

Weight: <None>

Min Conc: 0

y = 0.0115 * x  + 0.0069

R =  0.9996

DL = 0.2389

BEC = 0.5994

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0014 * x  + 5.0490E-004

R =  0.9999

DL = 0.3531

BEC = 0.3651

Weight: <None>

Min Conc: 0

y = 9.3628E-005 * x  + 3.6992E-006

R =  1.0000

DL = 0.0715

BEC = 0.03951

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.2930E-006 * x  + 1.0999E-006

R =  0.9997

DL = 2.493

BEC = 0.4797

Weight: <None>

Min Conc: 0

y = 7.6011E-006 * x  + 3.3468E-005

R =  0.9999

DL = 2.775

BEC = 4.403

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.9063E-006 * x  + 3.0849E-006

R =  0.9999

DL = 1.591

BEC = 0.3902

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.2455E-004 * x  + 4.7225E-005

R =  1.0000

DL = 0.2186

BEC = 0.3792

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0011 * x  + 2.9426E-005

R =  1.0000

DL = 0.01736

BEC = 0.02758

Weight: <None>

Min Conc: 0

y = 7.0404E-004 * x  + 4.6239E-005

R =  1.0000

DL = 0.04152

BEC = 0.06568

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.5507E-004 * x  + 7.4664E-006

R =  1.0000

DL = 0.04674

BEC = 0.04815

Weight: <None>

Min Conc: 0

y = 1.4269E-004 * x  + 1.7790E-005

R =  1.0000

DL = 0.07587

BEC = 0.1247

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.0886E-004 * x  + 6.7995E-006

R =  1.0000

DL = 0.01126

BEC = 0.03256

Weight: <None>

Min Conc: 0

y = 2.2938E-004 * x  + 7.4880E-006

R =  1.0000

DL = 0.02173

BEC = 0.03264

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.2843E-004 * x  + 2.2813E-006

R =  1.0000

DL = 0.02679

BEC = 0.01776

Weight: <None>

Min Conc: 0

y = 3.3374E-004 * x  + 5.8193E-006

R =  1.0000

DL = 0.02208

BEC = 0.01744

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.6521E-005 * x  + 7.6248E-004

R =  1.0000

DL = 10.33

BEC = 46.15

Weight: <None>

Min Conc: 0

y = 6.9806E-004 * x  + 1.8016E-005

R =  0.9999

DL = 0.01162

BEC = 0.02581

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.1348E-005 * x  + 3.6741E-006

R =  0.9998

DL = 0.2582

BEC = 0.3238

Weight: <None>

Min Conc: 0

y = 6.5644E-004 * x  + 3.1709E-006

R =  0.9998

DL = 0.01565

BEC = 0.00483

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.2822E-004 * x  + 7.5484E-005

R =  0.9999

DL = 0.1077

BEC = 0.5887

Weight: <None>

Min Conc: 0

y = 4.4779E-004 * x  + 6.0824E-005

R =  1.0000

DL = 0.03457

BEC = 0.1358

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.0853E-004 * x  + 1.3820E-006

R =  1.0000

DL = 0.007998

BEC = 0.002718

Weight: <None>

Min Conc: 0

y = 1.2916E-004 * x  + 3.7274E-006

R =  1.0000

DL = 0.05151

BEC = 0.02886

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.2255E-004 * x  + 3.2232E-006

R =  1.0000

DL = 0.02785

BEC = 0.01448

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 8.8846E-004 * x  + 2.1271E-005

R =  0.9999

DL = 0.0293

BEC = 0.02394

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0021 * x  + 5.2580E-005

R =  1.0000

DL = 0.004567

BEC = 0.0251

Weight: <None>

Min Conc: 0

y = 7.4370E-004 * x  + 9.3880E-005

R =  1.0000

DL = 0.06653

BEC = 0.1262

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 6.4300E-004 * x  + 8.2631E-005

R =  0.9999

DL = 0.03749

BEC = 0.1285

Weight: <None>

Min Conc: 0

y = 0.0029 * x  + 3.5550E-004

R =  1.0000

DL = 0.03454

BEC = 0.1208

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0030 * x  + 1.0008E-005

R =  0.9999

DL = 0.006734

BEC = 0.003363

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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