
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7082423 MS.b\

P7082423 MS.batch.bin

2023-08-25 00:55:02

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-08-24 12:44:37

2 005CALS.d S01 2023-08-24 12:47:51

3 007CALS.d S02 2023-08-24 12:54:22

4 008CALS.d S03 2023-08-24 12:57:40

5 009CALS.d S04 2023-08-24 13:00:37

6 010CALS.d S05 2023-08-24 13:03:29

7 011CALS.d S06 2023-08-24 13:06:13

8 012CALS.d S07 2023-08-24 13:09:01

9 013CALS.d S08 2023-08-24 13:11:46
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Calibration for 005CALS.d

y = 5.4485E-004 * x  + 3.2204E-005

R =  0.9999

DL = 0.04346

BEC = 0.05911

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0010 * x  + 0.0317

R =  1.0000

DL = 0.5813

BEC = 30.28

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.4563E-004 * x  + 7.9455E-004

R =  1.0000

DL = 0.2926

BEC = 1.231

Weight: <None>

Min Conc: 0

y = 3.4586E-004 * x  + 4.0380E-004

R =  1.0000

DL = 0.2469

BEC = 1.168

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0132 * x  + 0.0480

R =  0.9998

DL = 0.077

BEC = 3.626

Weight: <None>

Min Conc: 0

y = 1.8454E-005 * x  + 8.8339E-004

R =  0.9999

DL = 13.21

BEC = 47.87

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 5.6765E-006 * x  + 0.0356

R =  0.9973

DL = 601.5

BEC = 6273

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.8879E-004 * x  + 0.1026

R =  1.0000

DL = 4.048

BEC = 148.9

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.4365E-006 * x  + 1.7829E-004

R =  0.9996

DL = 9.689

BEC = 51.88

Weight: <None>

Min Conc: 0

y = 5.5125E-005 * x  + 0.0014

R =  0.9999

DL = 1.759

BEC = 25.64

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5680E-004 * x  + 1.8624E-005

R =  0.9999

DL = 0.0214

BEC = 0.1188

Weight: <None>

Min Conc: 0

y = 0.0050 * x  + 1.1260E-004

R =  1.0000

DL = 0.009397

BEC = 0.02243

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0057 * x  + 0.0036

R =  0.9999

DL = 0.1329

BEC = 0.6376

Weight: <None>

Min Conc: 0

y = 2.7478E-004 * x  + 0.0027

R =  1.0000

DL = 2.338

BEC = 9.954

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0042 * x  + 4.3621E-004

R =  0.9998

DL = 0.02883

BEC = 0.1027

Weight: <None>

Min Conc: 0

y = 0.0050 * x  + 0.0237

R =  1.0000

DL = 0.07121

BEC = 4.794

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.2438E-004 * x  + 0.0015

R =  1.0000

DL = 1.149

BEC = 11.79

Weight: <None>

Min Conc: 0

y = 0.0087 * x  + 4.5542E-004

R =  0.9998

DL = 0.01377

BEC = 0.05236

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0022 * x  + 5.8886E-004

R =  0.9999

DL = 0.0724

BEC = 0.2654

Weight: <None>

Min Conc: 0

y = 0.0061 * x  + 0.0010

R =  0.9998

DL = 0.02045

BEC = 0.1684

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.3102E-004 * x  + 0.0020

R =  0.9996

DL = 0.1363

BEC = 2.127

Weight: <None>

Min Conc: 0

y = 8.3410E-005 * x  + 1.5927E-006

R =  0.9999

DL = 0.01905

BEC = 0.0191

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.7865E-006 * x  + 3.5127E-007

R =  0.9999

DL = 0.3275

BEC = 0.1261

Weight: <None>

Min Conc: 0

y = 9.3104E-006 * x  + 4.3149E-005

R =  0.9997

DL = 1.347

BEC = 4.634

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 7.1077E-006 * x  + 3.2387E-007

R =  0.9999

DL = 0.6545

BEC = 0.04557

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.4605E-004 * x  + 1.2935E-005

R =  1.0000

DL = 0.02166

BEC = 0.08857

Weight: <None>

Min Conc: 0

y = 0.0013 * x  + 1.2132E-005

R =  1.0000

DL = 0.002377

BEC = 0.009546

Weight: <None>

Min Conc: 0

Page 18 2023-08-25 01:25:09



Calibration for 005CALS.d

y = 8.0621E-004 * x  + 3.7724E-005

R =  0.9999

DL = 0.005232

BEC = 0.04679

Weight: <None>

Min Conc: 0

y = 1.7816E-004 * x  + 7.7899E-006

R =  1.0000

DL = 0.01294

BEC = 0.04372

Weight: <None>

Min Conc: 0

Page 19 2023-08-25 01:25:09



Calibration for 005CALS.d

y = 1.5473E-004 * x  + 1.6993E-005

R =  1.0000

DL = 0.04617

BEC = 0.1098

Weight: <None>

Min Conc: 0

y = 2.2021E-004 * x  + 7.0139E-006

R =  0.9999

DL = 0.01382

BEC = 0.03185

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.4129E-004 * x  + 9.8542E-006

R =  1.0000

DL = 0.0071

BEC = 0.04084

Weight: <None>

Min Conc: 0

y = 1.3755E-004 * x  + 4.0167E-006

R =  1.0000

DL = 0.005181

BEC = 0.0292

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.4999E-004 * x  + 1.0634E-005

R =  1.0000

DL = 0.01483

BEC = 0.03038

Weight: <None>

Min Conc: 0

y = 1.3663E-005 * x  + 5.3577E-004

R =  0.9999

DL = 3.843

BEC = 39.21

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.2735E-004 * x  + 5.1672E-006

R =  0.9998

DL = 0.004031

BEC = 0.008237

Weight: <None>

Min Conc: 0

y = 9.6407E-006 * x  + 1.9394E-006

R =  0.9999

DL = 0.3594

BEC = 0.2012

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.0589E-004 * x  + 1.6074E-006

R =  0.9998

DL = 0.0007257

BEC = 0.002653

Weight: <None>

Min Conc: 0

y = 1.2115E-004 * x  + 5.6052E-005

R =  0.9999

DL = 0.02653

BEC = 0.4627

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.3820E-004 * x  + 7.8404E-005

R =  0.9999

DL = 0.02954

BEC = 0.1789

Weight: <None>

Min Conc: 0

y = 4.8574E-004 * x  + 1.3228E-005

R =  0.9999

DL = 0.01461

BEC = 0.02723

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.3679E-004 * x  + 7.6459E-006

R =  0.9999

DL = 0.00967

BEC = 0.0559

Weight: <None>

Min Conc: 0

y = 2.3619E-004 * x  + 1.2714E-005

R =  0.9999

DL = 0.01969

BEC = 0.05383

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 9.3227E-004 * x  + 4.3030E-005

R =  0.9999

DL = 0.01682

BEC = 0.04616

Weight: <None>

Min Conc: 0

y = 0.0022 * x  + 9.9558E-005

R =  0.9999

DL = 0.003418

BEC = 0.04471

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.4306E-004 * x  + 9.5576E-005

R =  0.9999

DL = 0.007126

BEC = 0.1286

Weight: <None>

Min Conc: 0

y = 6.6939E-004 * x  + 8.2305E-005

R =  1.0000

DL = 0.02864

BEC = 0.123

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0030 * x  + 3.8576E-004

R =  0.9999

DL = 0.006042

BEC = 0.1269

Weight: <None>

Min Conc: 0

y = 0.0031 * x  + 1.0557E-004

R =  0.9999

DL = 0.003703

BEC = 0.03461

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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