
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7083023 MS.b\

P7083023 MS.batch.bin

2023-08-31 02:37:27

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-08-30 11:56:51

2 005CALS.d S02 2023-08-30 12:00:06

3 006CALS.d S03 2023-08-30 12:03:23

4 007CALS.d S04 2023-08-30 12:06:21

5 008CALS.d S05 2023-08-30 12:09:12

6 009CALS.d S06 2023-08-30 12:11:58

7 010CALS.d S07 2023-08-30 12:14:46

8 011CALS.d S08 2023-08-30 12:17:32
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Calibration for 005CALS.d

y = 5.4719E-004 * x  + 3.7195E-005

R =  0.9999

DL = 0.03074

BEC = 0.06797

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0011 * x  + 0.0586

R =  0.9999

DL = 0.6257

BEC = 55.62

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.5035E-004 * x  + 0.0012

R =  0.9999

DL = 0.169

BEC = 1.88

Weight: <None>

Min Conc: 0

y = 3.5342E-004 * x  + 4.6849E-004

R =  0.9999

DL = 0.4132

BEC = 1.326

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0138 * x  + 0.0345

R =  0.9998

DL = 0.05921

BEC = 2.509

Weight: <None>

Min Conc: 0

y = 1.9245E-005 * x  + 7.3467E-004

R =  0.9998

DL = 7.734

BEC = 38.18

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 5.7267E-006 * x  + 0.0364

R =  0.9963

DL = 1240

BEC = 6353

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.1799E-004 * x  + 0.1044

R =  1.0000

DL = 4.975

BEC = 145.5

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.4816E-006 * x  + 1.3780E-004

R =  0.9996

DL = 5.91

BEC = 39.58

Weight: <None>

Min Conc: 0

y = 5.5784E-005 * x  + 0.0045

R =  0.9999

DL = 3.357

BEC = 79.79

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5635E-004 * x  + 1.7245E-005

R =  1.0000

DL = 0.02969

BEC = 0.1103

Weight: <None>

Min Conc: 0

y = 0.0053 * x  + 1.0388E-004

R =  0.9998

DL = 0.009952

BEC = 0.01955

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0060 * x  + 0.0029

R =  0.9998

DL = 0.07548

BEC = 0.486

Weight: <None>

Min Conc: 0

y = 2.8002E-004 * x  + 0.0032

R =  0.9998

DL = 0.7436

BEC = 11.47

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0046 * x  + 9.2262E-004

R =  0.9999

DL = 0.0785

BEC = 0.2021

Weight: <None>

Min Conc: 0

y = 0.0050 * x  + 0.0238

R =  0.9999

DL = 0.1244

BEC = 4.713

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.2664E-004 * x  + 0.0014

R =  0.9999

DL = 1.147

BEC = 11.11

Weight: <None>

Min Conc: 0

y = 0.0092 * x  + 4.6736E-004

R =  0.9999

DL = 0.003866

BEC = 0.05093

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0023 * x  + 3.2328E-004

R =  0.9997

DL = 0.1091

BEC = 0.1398

Weight: <None>

Min Conc: 0

y = 0.0063 * x  + 0.0026

R =  0.9999

DL = 0.01614

BEC = 0.4167

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.8567E-004 * x  + 0.0190

R =  0.9999

DL = 0.8116

BEC = 19.27

Weight: <None>

Min Conc: 0

y = 8.6922E-005 * x  + 2.9436E-006

R =  0.9999

DL = 0.08456

BEC = 0.03386

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.9322E-006 * x  + 0.0000E+000

R =  0.9998

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 9.7717E-006 * x  + 4.0631E-005

R =  0.9999

DL = 0.94

BEC = 4.158

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 7.0780E-006 * x  + 6.9472E-008

R =  1.0000

DL = 0.3274

BEC = 0.009815

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.4884E-004 * x  + 1.0124E-005

R =  0.9999

DL = 0.03541

BEC = 0.06802

Weight: <None>

Min Conc: 0

y = 0.0013 * x  + 1.2970E-005

R =  0.9999

DL = 0.0007146

BEC = 0.01008

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.1648E-004 * x  + 3.9598E-005

R =  0.9999

DL = 0.01179

BEC = 0.0485

Weight: <None>

Min Conc: 0

y = 1.8064E-004 * x  + 7.0462E-006

R =  0.9999

DL = 0.009289

BEC = 0.03901

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.5607E-004 * x  + 1.4050E-005

R =  0.9999

DL = 0.009294

BEC = 0.09002

Weight: <None>

Min Conc: 0

y = 2.2265E-004 * x  + 6.2450E-006

R =  0.9999

DL = 0.001836

BEC = 0.02805

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.4452E-004 * x  + 9.6858E-006

R =  0.9999

DL = 0.013

BEC = 0.03961

Weight: <None>

Min Conc: 0

y = 1.3905E-004 * x  + 3.3219E-006

R =  1.0000

DL = 0.006338

BEC = 0.02389

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.5425E-004 * x  + 9.9256E-006

R =  1.0000

DL = 0.00946

BEC = 0.02802

Weight: <None>

Min Conc: 0

y = 1.4060E-005 * x  + 5.6212E-004

R =  0.9999

DL = 2.448

BEC = 39.98

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.3425E-004 * x  + 7.9328E-006

R =  0.9999

DL = 0.002744

BEC = 0.01251

Weight: <None>

Min Conc: 0

y = 9.8438E-006 * x  + 1.3769E-006

R =  0.9999

DL = 0.1389

BEC = 0.1399

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 6.1329E-004 * x  + 2.7089E-006

R =  0.9999

DL = 0.001897

BEC = 0.004417

Weight: <None>

Min Conc: 0

y = 1.2507E-004 * x  + 1.1402E-004

R =  1.0000

DL = 0.05106

BEC = 0.9116

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 4.4538E-004 * x  + 8.9428E-005

R =  1.0000

DL = 0.3323

BEC = 0.2008

Weight: <None>

Min Conc: 0

y = 4.9418E-004 * x  + 1.4487E-005

R =  1.0000

DL = 0.009298

BEC = 0.02931

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.3910E-004 * x  + 7.9333E-006

R =  1.0000

DL = 0.01381

BEC = 0.05703

Weight: <None>

Min Conc: 0

y = 2.4055E-004 * x  + 1.3879E-005

R =  1.0000

DL = 0.02235

BEC = 0.0577

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 9.5912E-004 * x  + 4.7501E-005

R =  0.9999

DL = 0.004912

BEC = 0.04953

Weight: <None>

Min Conc: 0

y = 0.0023 * x  + 1.1318E-004

R =  1.0000

DL = 0.003651

BEC = 0.04954

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.5121E-004 * x  + 9.8085E-005

R =  1.0000

DL = 0.01077

BEC = 0.1306

Weight: <None>

Min Conc: 0

y = 6.8338E-004 * x  + 8.3426E-005

R =  1.0000

DL = 0.00379

BEC = 0.1221

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0031 * x  + 3.9948E-004

R =  1.0000

DL = 0.002558

BEC = 0.1289

Weight: <None>

Min Conc: 0

y = 0.0031 * x  + 1.0161E-004

R =  0.9998

DL = 0.001856

BEC = 0.03257

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

Page 34 2023-08-31 02:41:32



Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

Page 37 2023-08-31 02:41:33



Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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