
Calibration for 044AREF.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8101223-MS.b\

P8101223-MS.batch.bin

2023-10-13 10:27:01

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-10-12 09:08:39

2 006CALS.d S02 2023-10-12 09:15:33

3 007CALS.d S03 2023-10-12 09:18:58

4 008CALS.d S04 2023-10-12 09:22:14

5 009CALS.d S05 2023-10-12 09:25:19

6 010CALS.d S06 2023-10-12 09:28:22

7 011CALS.d S07 2023-10-12 09:31:24

8 012CALS.d S08 2023-10-12 09:34:28
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Calibration for 044AREF.d

y = 7.2972E-004 * x  + 1.4377E-005

R =  0.9997

DL = 0.01357

BEC = 0.0197

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0018 * x  + 0.2141

R =  0.9999

DL = 4.065

BEC = 120.3

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0010 * x  + 6.9143E-004

R =  0.9999

DL = 0.09469

BEC = 0.6893

Weight: <None>

Min Conc: 0

y = 3.5975E-004 * x  + 6.2224E-004

R =  1.0000

DL = 0.4344

BEC = 1.73

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 9.2335E-004 * x  + 0.0402

R =  0.9968

DL = 0.5874

BEC = 43.5

Weight: <None>

Min Conc: 0

y = 1.7016E-005 * x  + 6.9141E-004

R =  0.9999

DL = 12.91

BEC = 40.63

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 6.9819E-006 * x  + 0.0619

R =  0.9992

DL = 189.6

BEC = 8870

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 7.0292E-004 * x  + 0.0506

R =  1.0000

DL = 2.856

BEC = 71.99

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 4.7711E-006 * x  + 4.3881E-005

R =  0.9989

DL = 2.189

BEC = 9.197

Weight: <None>

Min Conc: 0

y = 7.7282E-005 * x  + 0.0106

R =  0.9998

DL = 5.377

BEC = 137.6

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.2741E-004 * x  + 1.8613E-005

R =  0.9998

DL = 0.01301

BEC = 0.08185

Weight: <None>

Min Conc: 0

y = 0.0110 * x  + 8.6471E-005

R =  1.0000

DL = 0.004835

BEC = 0.00787

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0139 * x  + 0.0085

R =  1.0000

DL = 0.06477

BEC = 0.6106

Weight: <None>

Min Conc: 0

y = 5.8755E-004 * x  + 0.0023

R =  0.9999

DL = 0.04039

BEC = 3.971

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0069 * x  + 5.0702E-004

R =  1.0000

DL = 0.009198

BEC = 0.07316

Weight: <None>

Min Conc: 0

y = 0.0106 * x  + 0.0220

R =  0.9999

DL = 0.09014

BEC = 2.072

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.6651E-004 * x  + 7.7176E-004

R =  0.9999

DL = 1.543

BEC = 2.896

Weight: <None>

Min Conc: 0

y = 0.0251 * x  + 3.3426E-004

R =  0.9998

DL = 0.007907

BEC = 0.01332

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0066 * x  + 4.0353E-004

R =  0.9998

DL = 0.03653

BEC = 0.06145

Weight: <None>

Min Conc: 0

y = 0.0197 * x  + 0.0031

R =  0.9998

DL = 0.01033

BEC = 0.1595

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0022 * x  + 0.0122

R =  0.9996

DL = 0.9125

BEC = 5.582

Weight: <None>

Min Conc: 0

y = 1.7431E-004 * x  + 8.8657E-007

R =  0.9999

DL = 0.02643

BEC = 0.005086

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 3.4515E-006 * x  + 0.0000E+000

R =  0.9999

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 1.1678E-005 * x  + 6.1972E-006

R =  0.9997

DL = 0.7865

BEC = 0.5307

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 1.1582E-005 * x  - 5.3787E-007

R =  0.9997

DL = 0.3466

BEC = -0.04644

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.3482E-004 * x  + 3.3438E-005

R =  0.9994

DL = 0.06098

BEC = 0.1424

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0020 * x  + 7.0847E-005

R =  0.9994

DL = 0.008072

BEC = 0.03475

Weight: <None>

Min Conc: 0

y = 0.0013 * x  + 4.5658E-005

R =  0.9997

DL = 0.01063

BEC = 0.0352

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.8990E-004 * x  + 9.2906E-006

R =  0.9998

DL = 0.01927

BEC = 0.03205

Weight: <None>

Min Conc: 0

y = 2.7519E-004 * x  + 1.6668E-005

R =  0.9997

DL = 0.01486

BEC = 0.06057

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 4.0053E-004 * x  + 3.4274E-006

R =  0.9998

DL = 0.01248

BEC = 0.008557

Weight: <None>

Min Conc: 0

y = 4.3607E-004 * x  + 3.1001E-005

R =  0.9998

DL = 0.01203

BEC = 0.07109

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.4946E-004 * x  + 1.9217E-006

R =  0.9998

DL = 0.007616

BEC = 0.007704

Weight: <None>

Min Conc: 0

y = 6.4143E-004 * x  + 1.1436E-005

R =  0.9999

DL = 0.00149

BEC = 0.01783

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 2.0222E-005 * x  + 3.3372E-004

R =  0.9996

DL = 0.2515

BEC = 16.5

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 4.0209E-006

R =  0.9991

DL = 0.002658

BEC = 0.003703

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 1.5019E-005 * x  + 1.0049E-006

R =  0.9997

DL = 0.04349

BEC = 0.06691

Weight: <None>

Min Conc: 0

y = 0.0010 * x  + 3.2708E-006

R =  0.9994

DL = 0.004189

BEC = 0.003151

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 1.9734E-004 * x  + 2.3303E-004

R =  0.9996

DL = 0.01517

BEC = 1.181

Weight: <None>

Min Conc: 0

y = 6.5470E-004 * x  + 4.3820E-005

R =  0.9999

DL = 0.02718

BEC = 0.06693

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 7.8050E-004 * x  + 2.7653E-006

R =  0.9998

DL = 0.006871

BEC = 0.003543

Weight: <None>

Min Conc: 0

y = 1.7843E-004 * x  + 4.8987E-006

R =  0.9997

DL = 0.01681

BEC = 0.02745

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 3.1153E-004 * x  + 7.6629E-006

R =  0.9997

DL = 0.0187

BEC = 0.0246

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d

y = 0.0013 * x  + 5.6872E-006

R =  0.9998

DL = 0.002694

BEC = 0.004408

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0031 * x  + 1.6519E-005

R =  0.9998

DL = 0.006613

BEC = 0.005351

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 1.9708E-005

R =  0.9996

DL = 0.002266

BEC = 0.0182

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 9.2928E-004 * x  + 2.0667E-005

R =  0.9996

DL = 0.009405

BEC = 0.02224

Weight: <None>

Min Conc: 0

y = 0.0043 * x  + 9.0583E-005

R =  0.9997

DL = 0.0005727

BEC = 0.02114

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d

y = 0.0044 * x  + 8.5325E-006

R =  0.9996

DL = 0.000447

BEC = 0.001927

Weight: <None>

Min Conc: 0
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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Calibration for 044AREF.d
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