
Calibration for 006CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7112023-MS.b\

P7112023-MS.batch.bin

2023-11-20 10:50:32

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-11-20 09:59:17

2 005CALS.d S01 2023-11-20 10:02:37

3 006CALS.d S02 2023-11-20 10:05:56

4 008CALS.d S03 2023-11-20 10:12:37

5 009CALS.d S04 2023-11-20 10:15:51

6 010CALS.d S05 2023-11-20 10:18:59

7 011CALS.d S06 2023-11-20 10:21:57

8 012CALS.d S07 2023-11-20 10:24:51

9 013CALS.d S08 2023-11-20 10:27:40
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Calibration for 006CALS.d

y = 5.9000E-004 * x  + 5.0052E-005

R =  0.9999

DL = 0.0398

BEC = 0.08483

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0011 * x  + 0.0354

R =  1.0000

DL = 4.311

BEC = 32.21

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 6.5996E-004 * x  + 0.0028

R =  1.0000

DL = 1.115

BEC = 4.201

Weight: <None>

Min Conc: 0

y = 3.7699E-004 * x  + 4.7559E-004

R =  1.0000

DL = 1.169

BEC = 1.262

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0087 * x  + 0.0789

R =  0.9995

DL = 1.308

BEC = 9.094

Weight: <None>

Min Conc: 0

y = 1.9675E-005 * x  + 9.8184E-004

R =  0.9998

DL = 22.59

BEC = 49.9

Weight: <None>

Min Conc: 0

Page 5 2023-11-20 16:03:43



Calibration for 006CALS.d

y = 6.7189E-006 * x  + 0.0546

R =  0.9996

DL = 437.6

BEC = 8129

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 8.2679E-004 * x  + 0.1928

R =  1.0000

DL = 12.67

BEC = 233.2

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 4.5133E-006 * x  + 1.3772E-004

R =  0.9998

DL = 0.6566

BEC = 30.52

Weight: <None>

Min Conc: 0

y = 7.1598E-005 * x  + 0.0038

R =  1.0000

DL = 7.201

BEC = 53.04

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.9083E-004 * x  + 3.4510E-005

R =  1.0000

DL = 0.04434

BEC = 0.1808

Weight: <None>

Min Conc: 0

y = 0.0061 * x  + 1.0003E-004

R =  1.0000

DL = 0.01364

BEC = 0.01642

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0069 * x  + 0.0030

R =  1.0000

DL = 0.04695

BEC = 0.4319

Weight: <None>

Min Conc: 0

y = 3.3302E-004 * x  + 0.0045

R =  0.9999

DL = 2.225

BEC = 13.59

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0054 * x  + 4.8696E-004

R =  1.0000

DL = 0.1213

BEC = 0.0894

Weight: <None>

Min Conc: 0

y = 0.0062 * x  + 0.0344

R =  1.0000

DL = 0.1838

BEC = 5.588

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.5450E-004 * x  + 0.0020

R =  0.9999

DL = 3.312

BEC = 12.78

Weight: <None>

Min Conc: 0

y = 0.0107 * x  + 1.9969E-004

R =  1.0000

DL = 0.004983

BEC = 0.01864

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0026 * x  + 0.0020

R =  0.9999

DL = 0.3637

BEC = 0.7453

Weight: <None>

Min Conc: 0

y = 0.0075 * x  + 0.0064

R =  0.9999

DL = 0.03097

BEC = 0.8588

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 0.0012 * x  + 7.6437E-004

R =  0.9999

DL = 0.2185

BEC = 0.6295

Weight: <None>

Min Conc: 0

y = 8.6302E-005 * x  + 1.7852E-006

R =  0.9999

DL = 0.1075

BEC = 0.02068

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 2.8491E-006 * x  + 1.1970E-006

R =  0.9994

DL = 1.092

BEC = 0.4201

Weight: <None>

Min Conc: 0

y = 9.5522E-006 * x  + 5.9620E-005

R =  0.9996

DL = 2.376

BEC = 6.241

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d

y = 7.9500E-006 * x  + 3.0533E-005

R =  0.9999

DL = 1.223

BEC = 3.841

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.8282E-004 * x  + 1.5535E-005

R =  0.9999

DL = 0.108

BEC = 0.08498

Weight: <None>

Min Conc: 0

y = 0.0016 * x  + 1.9512E-005

R =  0.9999

DL = 0.0059

BEC = 0.01223

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 9.2398E-004 * x  + 3.8952E-005

R =  0.9999

DL = 0.01095

BEC = 0.04216

Weight: <None>

Min Conc: 0

y = 2.0717E-004 * x  + 7.5439E-006

R =  0.9999

DL = 0.0268

BEC = 0.03641

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.8799E-004 * x  + 2.1437E-005

R =  0.9999

DL = 0.01133

BEC = 0.114

Weight: <None>

Min Conc: 0

y = 2.7350E-004 * x  + 6.5940E-005

R =  0.9999

DL = 0.08255

BEC = 0.2411

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 2.9735E-004 * x  + 8.7593E-006

R =  0.9999

DL = 0.01435

BEC = 0.02946

Weight: <None>

Min Conc: 0

y = 1.6979E-004 * x  + 9.5040E-006

R =  0.9999

DL = 0.02285

BEC = 0.05597

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 4.3946E-004 * x  + 4.7034E-006

R =  0.9999

DL = 0.006943

BEC = 0.0107

Weight: <None>

Min Conc: 0

y = 1.7398E-005 * x  + 6.6895E-004

R =  1.0000

DL = 4.796

BEC = 38.45

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.5862E-004 * x  + 9.5111E-006

R =  0.9999

DL = 0.005311

BEC = 0.01254

Weight: <None>

Min Conc: 0

y = 1.2212E-005 * x  + 1.7270E-006

R =  0.9999

DL = 0.3144

BEC = 0.1414

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 7.2390E-004 * x  + 4.0050E-006

R =  0.9999

DL = 0.004448

BEC = 0.005533

Weight: <None>

Min Conc: 0

y = 1.5372E-004 * x  + 4.6793E-004

R =  0.9999

DL = 0.372

BEC = 3.044

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 5.5035E-004 * x  + 3.2383E-005

R =  1.0000

DL = 0.057

BEC = 0.05884

Weight: <None>

Min Conc: 0

y = 6.1527E-004 * x  + 1.5673E-006

R =  1.0000

DL = 0.002301

BEC = 0.002547

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 1.7881E-004 * x  + 2.2510E-006

R =  0.9999

DL = 0.02713

BEC = 0.01259

Weight: <None>

Min Conc: 0

y = 3.1006E-004 * x  + 4.0058E-006

R =  1.0000

DL = 0.01156

BEC = 0.01292

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d

y = 0.0012 * x  + 1.7462E-005

R =  0.9996

DL = 0.00549

BEC = 0.01501

Weight: <None>

Min Conc: 0

y = 0.0028 * x  + 3.1973E-005

R =  0.9999

DL = 0.002553

BEC = 0.01162

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d

y = 9.5425E-004 * x  + 3.1527E-005

R =  0.9999

DL = 0.01773

BEC = 0.03304

Weight: <None>

Min Conc: 0

y = 8.4334E-004 * x  + 2.7048E-005

R =  0.9998

DL = 0.02523

BEC = 0.03207

Weight: <None>

Min Conc: 0

Page 32 2023-11-20 16:03:56



Calibration for 006CALS.d

y = 0.0038 * x  + 1.3745E-004

R =  0.9999

DL = 0.01005

BEC = 0.03598

Weight: <None>

Min Conc: 0

y = 0.0037 * x  + 1.9386E-006

R =  0.9998

DL = 6.247E-05

BEC = 0.0005204

Weight: <None>

Min Conc: 0
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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Calibration for 006CALS.d
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