
Calibration for 008CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8120523-MS1.b\

P8120523-MS1.batch.bin

2023-12-06 13:46:57

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2023-12-05 13:18:10

2 006CALS.d S02 2023-12-05 13:25:00

3 007CALS.d S03 2023-12-05 13:28:24

4 008CALS.d S04 2023-12-05 13:31:41

5 009CALS.d S05 2023-12-05 13:34:48

6 010CALS.d S06 2023-12-05 13:37:52

7 011CALS.d S07 2023-12-05 13:40:53

8 012CALS.d S08 2023-12-05 13:43:57
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Calibration for 008CALS.d

y = 5.5101E-004 * x  + 1.3854E-005

R =  0.9999

DL = 0.01063

BEC = 0.02514

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0015 * x  + 0.0884

R =  0.9997

DL = 2.352

BEC = 59

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 8.5643E-004 * x  + 7.6016E-004

R =  0.9998

DL = 0.8911

BEC = 0.8876

Weight: <None>

Min Conc: 0

y = 3.0031E-004 * x  + 5.8567E-004

R =  0.9999

DL = 0.5436

BEC = 1.95

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0088 * x  + 0.0492

R =  0.9994

DL = 1.862

BEC = 5.57

Weight: <None>

Min Conc: 0

y = 1.5322E-005 * x  + 0.0013

R =  0.9996

DL = 31.11

BEC = 87.44

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 5.9374E-006 * x  + 0.0735

R =  0.9988

DL = 2171

BEC = 1.239E+04

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 5.5848E-004 * x  + 0.0521

R =  0.9999

DL = 9.162

BEC = 93.36

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 3.8045E-006 * x  + 5.1733E-005

R =  0.9991

DL = 3.903

BEC = 13.6

Weight: <None>

Min Conc: 0

y = 6.1325E-005 * x  + 0.0084

R =  0.9998

DL = 38.36

BEC = 137.6

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 1.8175E-004 * x  + 2.3158E-005

R =  1.0000

DL = 0.1189

BEC = 0.1274

Weight: <None>

Min Conc: 0

y = 0.0085 * x  + 1.1178E-004

R =  0.9998

DL = 0.01255

BEC = 0.01309

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0110 * x  + 0.0058

R =  0.9994

DL = 0.01516

BEC = 0.5219

Weight: <None>

Min Conc: 0

y = 4.5261E-004 * x  + 0.0020

R =  0.9997

DL = 1.609

BEC = 4.501

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0056 * x  + 4.9256E-004

R =  0.9999

DL = 0.06942

BEC = 0.08846

Weight: <None>

Min Conc: 0

y = 0.0082 * x  + 0.0148

R =  0.9998

DL = 0.1599

BEC = 1.803

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 2.0409E-004 * x  + 5.9251E-004

R =  0.9997

DL = 1.234

BEC = 2.903

Weight: <None>

Min Conc: 0

y = 0.0193 * x  + 6.8426E-004

R =  0.9999

DL = 0.02284

BEC = 0.03548

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0049 * x  + 4.8114E-004

R =  0.9999

DL = 0.04051

BEC = 0.09769

Weight: <None>

Min Conc: 0

y = 0.0149 * x  + 0.0036

R =  0.9999

DL = 0.02994

BEC = 0.2429

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0018 * x  + 0.0036

R =  0.9997

DL = 0.1209

BEC = 1.987

Weight: <None>

Min Conc: 0

y = 1.2880E-004 * x  + 8.8361E-007

R =  0.9998

DL = 0.03565

BEC = 0.00686

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 2.7026E-006 * x  + 0.0000E+000

R =  0.9999

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 9.0344E-006 * x  + 1.7506E-005

R =  0.9999

DL = 2.659

BEC = 1.938

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 8.9908E-006 * x  + 8.4332E-007

R =  0.9999

DL = 0.9982

BEC = 0.0938

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 1.6793E-004 * x  + 3.8431E-005

R =  0.9997

DL = 0.01957

BEC = 0.2288

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0014 * x  + 1.0713E-004

R =  0.9997

DL = 0.01709

BEC = 0.07508

Weight: <None>

Min Conc: 0

y = 9.3053E-004 * x  + 4.1486E-005

R =  1.0000

DL = 0.01461

BEC = 0.04458

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 2.1016E-004 * x  + 9.3236E-006

R =  0.9999

DL = 0.004213

BEC = 0.04437

Weight: <None>

Min Conc: 0

y = 1.9515E-004 * x  + 1.3178E-005

R =  1.0000

DL = 0.03657

BEC = 0.06753

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 2.8345E-004 * x  + 3.7831E-006

R =  1.0000

DL = 0.01599

BEC = 0.01335

Weight: <None>

Min Conc: 0

y = 3.0898E-004 * x  + 1.6042E-005

R =  1.0000

DL = 0.02116

BEC = 0.05192

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 1.7762E-004 * x  + 2.7817E-006

R =  1.0000

DL = 0.009096

BEC = 0.01566

Weight: <None>

Min Conc: 0

y = 4.5794E-004 * x  + 6.6383E-006

R =  1.0000

DL = 0.002603

BEC = 0.0145

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 1.6290E-005 * x  + 3.3870E-004

R =  0.9999

DL = 0.9397

BEC = 20.79

Weight: <None>

Min Conc: 0

y = 7.7444E-004 * x  + 5.8056E-006

R =  0.9998

DL = 0.003644

BEC = 0.007496

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 1.1958E-005 * x  + 9.5060E-007

R =  0.9999

DL = 0.05456

BEC = 0.07949

Weight: <None>

Min Conc: 0

y = 7.3862E-004 * x  + 2.1184E-006

R =  0.9999

DL = 0.006895

BEC = 0.002868

Weight: <None>

Min Conc: 0

Page 23 2023-12-06 13:52:38



Calibration for 008CALS.d

y = 1.5337E-004 * x  + 2.3725E-004

R =  0.9999

DL = 0.07016

BEC = 1.547

Weight: <None>

Min Conc: 0

y = 4.9293E-004 * x  + 5.8364E-005

R =  1.0000

DL = 0.01589

BEC = 0.1184

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 5.9973E-004 * x  + 3.2728E-006

R =  0.9999

DL = 0.001379

BEC = 0.005457

Weight: <None>

Min Conc: 0

y = 1.3585E-004 * x  + 6.5513E-006

R =  0.9999

DL = 0.07179

BEC = 0.04822

Weight: <None>

Min Conc: 0

Page 25 2023-12-06 13:52:38



Calibration for 008CALS.d

y = 2.3673E-004 * x  + 9.3753E-006

R =  0.9999

DL = 0.02956

BEC = 0.0396

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d
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Calibration for 008CALS.d

Page 28 2023-12-06 13:52:39



Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d

y = 0.0010 * x  + 9.4172E-006

R =  0.9999

DL = 0.0103

BEC = 0.009239

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0024 * x  + 1.8586E-005

R =  0.9999

DL = 0.005972

BEC = 0.007719

Weight: <None>

Min Conc: 0

y = 8.4079E-004 * x  + 2.9981E-005

R =  1.0000

DL = 0.002847

BEC = 0.03566

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 7.2465E-004 * x  + 1.9312E-005

R =  1.0000

DL = 0.01744

BEC = 0.02665

Weight: <None>

Min Conc: 0

y = 0.0034 * x  + 1.0502E-004

R =  1.0000

DL = 0.01176

BEC = 0.03116

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d

y = 0.0036 * x  + 4.4309E-006

R =  0.9999

DL = 0.002208

BEC = 0.001246

Weight: <None>

Min Conc: 0
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Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d
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Calibration for 008CALS.d

Page 41 2023-12-06 13:52:44



Calibration for 008CALS.d
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