
Calibration for 033LLCC.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7052924-PM.b\

P7052924-PM.batch.bin

2024-09-03 14:46:20

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2024-05-29 11:52:47

2 006CALS.d S02 2024-05-29 11:59:20

3 007CALS.d S03 2024-05-29 12:02:35

4 008CALS.d S04 2024-05-29 12:05:44

5 009CALS.d S05 2024-05-29 12:08:41

6 010CALS.d S06 2024-05-29 12:11:36

7 011CALS.d S07 2024-05-29 12:14:22

8 012CALS.d S08 2024-05-29 12:17:09
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Calibration for 033LLCC.d

y = 8.6351E-004 * x  + 7.3484E-005

R =  0.9989

DL = 0.02475

BEC = 0.0851

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0015 * x  + 0.0475

R =  1.0000

DL = 1.344

BEC = 31.27

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 9.7188E-004 * x  + 0.0061

R =  1.0000

DL = 0.9533

BEC = 6.28

Weight: <None>

Min Conc: 0

y = 5.3599E-004 * x  + 4.6026E-004

R =  1.0000

DL = 0.6149

BEC = 0.8587

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0012 * x  + 0.1534

R =  0.9987

DL = 5.006

BEC = 125.7

Weight: <None>

Min Conc: 0

y = 2.6577E-005 * x  + 0.0026

R =  0.9990

DL = 15.15

BEC = 98.33

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 7.9970E-006 * x  + 0.1037

R =  0.9975

DL = 1666

BEC = 1.297E+04

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0011 * x  + 0.3296

R =  1.0000

DL = 6.402

BEC = 309.9

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 5.3122E-006 * x  + 1.0089E-004

R =  0.9996

DL = 4.235

BEC = 18.99

Weight: <None>

Min Conc: 0

y = 8.4495E-005 * x  + 0.0125

R =  0.9998

DL = 7.349

BEC = 147.5

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 2.5360E-004 * x  + 5.0984E-005

R =  0.9987

DL = 0.1094

BEC = 0.201

Weight: <None>

Min Conc: 0

y = 0.0074 * x  + 8.5774E-005

R =  0.9989

DL = 0.007303

BEC = 0.01167

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0082 * x  + 0.0018

R =  0.9989

DL = 0.07009

BEC = 0.2203

Weight: <None>

Min Conc: 0

y = 3.9975E-004 * x  + 0.0065

R =  0.9999

DL = 3.824

BEC = 16.34

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0064 * x  + 0.0018

R =  0.9990

DL = 0.1872

BEC = 0.2717

Weight: <None>

Min Conc: 0

y = 0.0073 * x  + 0.0499

R =  0.9999

DL = 0.2046

BEC = 6.819

Weight: <None>

Min Conc: 0

Page 11 2024-09-03 15:49:31



Calibration for 033LLCC.d

y = 1.7999E-004 * x  + 0.0020

R =  0.9999

DL = 3.144

BEC = 11.05

Weight: <None>

Min Conc: 0

y = 0.0121 * x  + 3.1581E-004

R =  0.9991

DL = 0.00577

BEC = 0.0261

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0030 * x  + 0.0022

R =  0.9991

DL = 0.05483

BEC = 0.7403

Weight: <None>

Min Conc: 0

y = 0.0080 * x  + 0.0037

R =  0.9991

DL = 0.07137

BEC = 0.4651

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0013 * x  + 0.0014

R =  0.9992

DL = 0.2172

BEC = 1.069

Weight: <None>

Min Conc: 0

y = 1.3755E-004 * x  + 2.4098E-006

R =  0.9990

DL = 0.02305

BEC = 0.01752

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 4.3444E-006 * x  + 0.0000E+000

R =  0.9985

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 1.4278E-005 * x  + 7.1633E-005

R =  0.9989

DL = 2.536

BEC = 5.017

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d

y = 1.0864E-005 * x  + 5.2884E-006

R =  0.9991

DL = 0.6875

BEC = 0.4868

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 2.5047E-004 * x  + 2.4324E-005

R =  0.9991

DL = 0.0178

BEC = 0.09711

Weight: <None>

Min Conc: 0

y = 0.0022 * x  + 7.0911E-005

R =  0.9990

DL = 0.006712

BEC = 0.03275

Weight: <None>

Min Conc: 0

Page 18 2024-09-03 15:49:34



Calibration for 033LLCC.d

y = 0.0014 * x  + 4.4750E-005

R =  0.9991

DL = 0.008297

BEC = 0.03314

Weight: <None>

Min Conc: 0

y = 2.9844E-004 * x  + 7.6011E-006

R =  0.9990

DL = 0.01181

BEC = 0.02547

Weight: <None>

Min Conc: 0

Page 19 2024-09-03 15:49:34



Calibration for 033LLCC.d

y = 2.8326E-004 * x  + 2.6878E-005

R =  0.9990

DL = 0.02485

BEC = 0.09489

Weight: <None>

Min Conc: 0

y = 4.1149E-004 * x  + 3.5716E-005

R =  0.9989

DL = 0.02506

BEC = 0.0868

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 4.4818E-004 * x  + 1.6737E-005

R =  0.9990

DL = 0.003829

BEC = 0.03734

Weight: <None>

Min Conc: 0

y = 2.5551E-004 * x  + 1.1394E-005

R =  0.9990

DL = 0.03112

BEC = 0.04459

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 6.0452E-004 * x  + 2.0515E-005

R =  0.9990

DL = 0.0171

BEC = 0.03394

Weight: <None>

Min Conc: 0

y = 2.4869E-005 * x  + 8.3517E-004

R =  0.9990

DL = 0.7516

BEC = 33.58

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0010 * x  + 1.0714E-005

R =  0.9990

DL = 0.009243

BEC = 0.01054

Weight: <None>

Min Conc: 0

y = 1.7372E-005 * x  + 1.7335E-006

R =  0.9989

DL = 0.1879

BEC = 0.09978

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 9.8459E-004 * x  + 2.9410E-006

R =  0.9989

DL = 0.0009615

BEC = 0.002987

Weight: <None>

Min Conc: 0

y = 1.9335E-004 * x  + 8.2998E-005

R =  0.9990

DL = 0.004028

BEC = 0.4293

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 7.4087E-004 * x  + 4.1732E-004

R =  0.9989

DL = 0.03022

BEC = 0.5633

Weight: <None>

Min Conc: 0

y = 8.3484E-004 * x  + 6.5609E-006

R =  0.9988

DL = 0.01044

BEC = 0.007859

Weight: <None>

Min Conc: 0

Page 25 2024-09-03 15:49:36



Calibration for 033LLCC.d

y = 2.2486E-004 * x  + 1.8964E-006

R =  0.9988

DL = 0.01975

BEC = 0.008434

Weight: <None>

Min Conc: 0

y = 3.7436E-004 * x  + 5.8814E-006

R =  0.9989

DL = 0.005065

BEC = 0.01571

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d

y = 0.0014 * x  + 2.4262E-005

R =  0.9976

DL = 0.01414

BEC = 0.0178

Weight: <None>

Min Conc: 0

y = 0.0032 * x  + 5.9158E-005

R =  0.9986

DL = 0.003456

BEC = 0.01839

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0010 * x  + 6.0379E-005

R =  0.9988

DL = 0.01998

BEC = 0.05849

Weight: <None>

Min Conc: 0

y = 9.8402E-004 * x  + 5.9744E-005

R =  0.9988

DL = 0.005103

BEC = 0.06071

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d

y = 0.0043 * x  + 2.5903E-004

R =  0.9988

DL = 0.005873

BEC = 0.05999

Weight: <None>

Min Conc: 0

y = 0.0048 * x  + 9.2185E-006

R =  0.9987

DL = 0.0008102

BEC = 0.001906

Weight: <None>

Min Conc: 0
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d

Page 38 2024-09-03 15:49:41



Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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Calibration for 033LLCC.d
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