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P4127-01 WASTE 1 1.15 9.9 9.31  93.3 8.75

P4127-02 VOC 2 1.18 9.66 8.98  92.0 8.48

P4127-03 1 3 1.14 9.61 9.00  92.8 8.47

P4127-04 2 4 1.14 9.77 8.97  90.7 8.63

P4127-05 3 5 1.18 9.6 8.97  92.5 8.42

P4127-06 4 6 1.17 9.78 9.04  91.4 8.61

P4127-07 5 7 1.13 9.7 9.02  92.1 8.57

P4133-01 AT090P-SD04-091824-00 8 1.15 9.98 1.85  7.9 8.83

P4133-02 AT014P-SD03-091824-00 9 1.15 9.79 7.43  72.7 8.64

P4133-03 AT014P-SD15-091824-00 10 1.18 9.92 8.69  85.9 8.74

P4133-04 SS092P-SD03-091824-00 11 1.15 9.96 1.94  9.0 8.81

P4133-05 SS092P-SD02-091824-00 12 1.17 9.57 7.97  81.0 8.40

P4134-01 AT024P-SD37-091724-00 13 1.17 9.52 7.58  76.8 8.35

P4135-01 S1-6 14 1.15 9.55 8.49  87.4 8.40

P4136-05 SVOC-GPC-BLANK 15 1.15 2.00 2.00  100.0 0.85

P4136-06 PEST-GPC-BLANK 16 1.00 2.00 2.00  100.0 1.00

P4136-07 PEST-GPC-BLANK-SPIKE 17 1.00 2.00 2.00  100.0 1.00

P4136-08 PCB-GPC-BLANK 18 1.00 2.00 2.00  100.0 1.00

P4136-09 PCB-GPC-BLANK-SPIKE 19 1.00 2.00 2.00  100.0 1.00

P4136-10 SVOC-GPC2-BLANK 20 1.00 2.00 2.00  100.0 1.00

P4136-11 PEST-GPC2-BLANK 21 1.00 2.00 2.00  100.0 1.00

P4136-12 PEST-GPC2-BLANK-SPIKE 22 1.00 2.00 2.00  100.0 1.00

P4136-13 PCB-GPC2-BLANK 23 1.00 2.00 2.00  100.0 1.00

P4136-14 PCB-GPC2-BLANK-SPIKE 24 1.00 2.00 2.00  100.0 1.00

P4137-01 01A-01B-01C 25 1.00 2.00 2.00  100.0caluk 1.00

P4138-01 LIBERTY-AVE-TP-COMP 26 1.15 9.95 9.25  92.0 8.80

P4138-03 LIBERTY-AVE-TP-COMP 27 1.15 9.67 9.05  92.7 8.52

P4139-01 350 28 1.00 2.00 2.00  100.0CONCRETE sample 1.00
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P4139-02 371 29 1.00 2.00 2.00  100.0CONCRETE sample 1.00

P4140-01 MOO-23-00305 30 1.15 9.64 9.34  96.5 8.49

P4141-01 Y2307-0267-1-1 31 1.00 2.00 2.00  100.0pilc 1.00

P4141-02 Y2307-0267-1-2 32 1.00 2.00 2.00  100.0pilc 1.00

P4141-03 Y2307-0267-2-1 33 1.00 2.00 2.00  100.0pilc 1.00

P4141-04 Y2307-0267-2-2 34 1.00 2.00 2.00  100.0pilc 1.00

P4141-05 BC260096-1-1 35 1.00 2.00 2.00  100.0pilc 1.00

P4141-06 BC260096-1-2 36 1.00 2.00 2.00  100.0pilc 1.00

P4142-01 OR-02-09202024 37 1.15 9.55 9.09  94.5 8.40

P4142-02 OR-02-09202024-E2 38 1.12 9.82 9.32  94.3 8.70

  (C-A) * 100

(B-A)
% Solid =






