
Calibration for 015LLIC.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8012025MS-02.b\

P8012025MS-02.batch.bin

2025-01-20 13:54:07

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2025-01-20 13:16:54

2 006CALS.d S02 2025-01-20 13:23:37

3 007CALB.d S03 2025-01-20 13:26:58

4 008CALS.d S04 2025-01-20 13:30:05

5 009CALS.d S05 2025-01-20 13:33:02

6 010CALS.d S06 2025-01-20 13:35:55

7 011CALS.d S07 2025-01-20 13:38:40

8 012CALS.d S08 2025-01-20 13:41:27

Page 1 2025-01-20 17:42:35



Calibration for 015LLIC.d

y = 7.4797E-004 * x  + 4.0321E-005

R =  0.9998

DL = 0.002056

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0026 * x  + 0.1115

R =  1.0000

DL = 1.442

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0012 * x  + 0.0028

R =  0.9999

DL = 1.866

Weight: <None>

Min Conc: 0

y = 3.9022E-004 * x  + 3.9543E-004

R =  1.0000

DL = 0.5424

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0040 * x  + 0.0430

R =  0.9996

DL = 0.383

Weight: <None>

Min Conc: 0

y = 1.6217E-005 * x  + 8.1905E-004

R =  0.9998

DL = 20.32

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 7.2621E-006 * x  + 0.0446

R =  0.9987

DL = 1115

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 7.6437E-004 * x  + 0.0391

R =  1.0000

DL = 6.473

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 5.6108E-006 * x  + 6.3879E-005

R =  1.0000

DL = 2.673

Weight: <None>

Min Conc: 0

y = 9.0155E-005 * x  + 0.0012

R =  1.0000

DL = 0.7418

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 2.4101E-004 * x  + 1.8491E-005

R =  1.0000

DL = 0.04713

Weight: <None>

Min Conc: 0

y = 0.0142 * x  + 3.1318E-005

R =  0.9999

DL = 0.002274

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0182 * x  + 0.0028

R =  0.9998

DL = 0.03221

Weight: <None>

Min Conc: 0

y = 7.1425E-004 * x  + 0.0048

R =  0.9999

DL = 1.921

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0077 * x  + 6.7694E-004

R =  0.9997

DL = 0.05431

Weight: <None>

Min Conc: 0

y = 0.0132 * x  + 0.1276

R =  1.0000

DL = 19.2

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 3.3236E-004 * x  + 0.0021

R =  1.0000

DL = 1.29

Weight: <None>

Min Conc: 0

y = 0.0333 * x  + 3.8295E-004

R =  0.9996

DL = 0.008028

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0091 * x  + 0.0065

R =  0.9998

DL = 0.08551

Weight: <None>

Min Conc: 0

y = 0.0246 * x  + 0.0195

R =  0.9996

DL = 0.05682

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0026 * x  + 0.0015

R =  0.9994

DL = 0.2623

Weight: <None>

Min Conc: 0

y = 1.4804E-004 * x  + 6.1724E-007

R =  0.9998

DL = 0.02167

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 2.1542E-006 * x  + 6.1943E-007

R =  0.9997

DL = 1.494

Weight: <None>

Min Conc: 0

y = 7.3910E-006 * x  + 3.7151E-006

R =  0.9998

DL = 1.306

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 9.3292E-006 * x  + 1.7752E-006

R =  1.0000

DL = 0.4241

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 2.1895E-004 * x  + 1.2028E-005

R =  0.9998

DL = 0.01477

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0019 * x  + 1.5280E-005

R =  1.0000

DL = 0.001326

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 3.3329E-005

R =  1.0000

DL = 0.005796

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 2.3960E-004 * x  + 6.4703E-006

R =  1.0000

DL = 0.00762

Weight: <None>

Min Conc: 0

y = 2.1520E-004 * x  + 1.4443E-005

R =  1.0000

DL = 0.01211

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 3.1045E-004 * x  + 5.8593E-006

R =  1.0000

DL = 0.001887

Weight: <None>

Min Conc: 0

y = 3.3956E-004 * x  + 7.3783E-006

R =  1.0000

DL = 0.005376

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 1.9297E-004 * x  + 3.1233E-006

R =  1.0000

DL = 0.01055

Weight: <None>

Min Conc: 0

y = 5.0262E-004 * x  + 8.7854E-006

R =  1.0000

DL = 0.01464

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 2.2581E-005 * x  + 4.5522E-004

R =  0.9999

DL = 1.264

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 1.0655E-005

R =  0.9997

DL = 0.00362

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 1.6120E-005 * x  + 1.3768E-006

R =  0.9997

DL = 0.05108

Weight: <None>

Min Conc: 0

y = 9.9494E-004 * x  + 3.9517E-006

R =  0.9996

DL = 0.003569

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 1.9988E-004 * x  + 9.1279E-005

R =  0.9998

DL = 0.02298

Weight: <None>

Min Conc: 0

y = 6.9186E-004 * x  + 8.7363E-005

R =  0.9999

DL = 0.08963

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 8.0767E-004 * x  + 3.5315E-006

R =  0.9999

DL = 0.002341

Weight: <None>

Min Conc: 0

y = 2.0813E-004 * x  + 1.6339E-005

R =  1.0000

DL = 0.03365

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 3.5960E-004 * x  + 2.5740E-005

R =  1.0000

DL = 0.0155

Weight: <None>

Min Conc: 0

Page 26 2025-01-20 17:42:44



Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d

Page 29 2025-01-20 17:42:45



Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d

y = 0.0015 * x  + 1.8837E-005

R =  1.0000

DL = 0.005209

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0036 * x  + 4.8903E-005

R =  1.0000

DL = 0.00232

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 9.2885E-005

R =  1.0000

DL = 0.009674

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0010 * x  + 7.9526E-005

R =  1.0000

DL = 0.0127

Weight: <None>

Min Conc: 0

y = 0.0047 * x  + 3.7501E-004

R =  1.0000

DL = 0.003518

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d

y = 0.0047 * x  + 5.8405E-006

R =  1.0000

DL = 0.0009635

Weight: <None>

Min Conc: 0
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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Calibration for 015LLIC.d
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