
Calibration for 039SMPL.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P8012725MS-1.b\

P8012725MS-1.batch.bin

2025-01-28 00:51:16

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2025-01-27 13:20:13

2 006CALS.d S02 2025-01-27 13:26:57

3 007CALB.d S03 2025-01-27 13:30:19

4 008CALS.d S04 2025-01-27 13:33:31

5 009CALS.d S05 2025-01-27 13:36:33

6 010CALS.d S06 2025-01-27 13:39:33

7 011CALS.d S07 2025-01-27 13:42:24

8 012CALS.d S08 2025-01-27 13:45:11
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Calibration for 039SMPL.d

y = 7.5531E-004 * x  + 4.4947E-005

R =  0.9999

DL = 0.0453

BEC = 0.05951

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0027 * x  + 0.1341

R =  1.0000

DL = 17.28

BEC = 49.99

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0013 * x  + 0.0060

R =  1.0000

DL = 0.5445

BEC = 4.474

Weight: <None>

Min Conc: 0

y = 3.9457E-004 * x  + 4.2434E-004

R =  0.9999

DL = 0.5038

BEC = 1.075

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0066 * x  + 0.0396

R =  0.9889

DL = 1.99

BEC = 5.973

Weight: <None>

Min Conc: 0

y = 1.6072E-005 * x  + 6.4818E-004

R =  1.0000

DL = 28.86

BEC = 40.33

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 7.7322E-006 * x  + 0.0419

R =  0.9958

DL = 1042

BEC = 5424

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 7.5723E-004 * x  + 0.0387

R =  1.0000

DL = 15.7

BEC = 51.04

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 5.8185E-006 * x  + 6.2232E-005

R =  1.0000

DL = 3.105

BEC = 10.7

Weight: <None>

Min Conc: 0

y = 9.2929E-005 * x  + 9.1405E-004

R =  1.0000

DL = 2.779

BEC = 9.836

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 2.4377E-004 * x  + 1.7325E-005

R =  1.0000

DL = 0.03516

BEC = 0.07107

Weight: <None>

Min Conc: 0

y = 0.0142 * x  + 5.7191E-005

R =  0.9996

DL = 0.01298

BEC = 0.004035

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0183 * x  + 0.0045

R =  0.9995

DL = 0.0488

BEC = 0.2474

Weight: <None>

Min Conc: 0

y = 7.3261E-004 * x  + 0.0042

R =  1.0000

DL = 1.202

BEC = 5.754

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0078 * x  + 0.0023

R =  1.0000

DL = 0.04919

BEC = 0.2988

Weight: <None>

Min Conc: 0

y = 0.0135 * x  + 0.0695

R =  1.0000

DL = 0.8531

BEC = 5.131

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 3.4125E-004 * x  + 0.0023

R =  1.0000

DL = 9.357

BEC = 6.754

Weight: <None>

Min Conc: 0

y = 0.0342 * x  + 0.0016

R =  0.9999

DL = 0.01853

BEC = 0.04787

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0087 * x  + 0.0071

R =  0.9998

DL = 0.2504

BEC = 0.8184

Weight: <None>

Min Conc: 0

y = 0.0249 * x  + 0.0161

R =  0.9998

DL = 0.1406

BEC = 0.6482

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0026 * x  + 0.0019

R =  0.9999

DL = 0.1196

BEC = 0.7404

Weight: <None>

Min Conc: 0

y = 1.5738E-004 * x  + 1.6101E-006

R =  1.0000

DL = 0.05316

BEC = 0.01023

Weight: <None>

Min Conc: 0

Page 14 2025-02-04 15:54:05



Calibration for 039SMPL.d

y = 2.2842E-006 * x  + 0.0000E+000

R =  0.9999

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 7.5308E-006 * x  + 5.9162E-006

R =  0.9997

DL = 1.376

BEC = 0.7856

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 9.4089E-006 * x  + 1.5147E-006

R =  1.0000

DL = 0.1382

BEC = 0.161

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 2.2090E-004 * x  + 1.4602E-005

R =  0.9999

DL = 0.02577

BEC = 0.0661

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0019 * x  + 3.9934E-005

R =  1.0000

DL = 0.009745

BEC = 0.02089

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 3.1501E-005

R =  1.0000

DL = 0.00276

BEC = 0.02912

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 2.4314E-004 * x  + 7.1949E-006

R =  0.9999

DL = 0.01207

BEC = 0.02959

Weight: <None>

Min Conc: 0

y = 2.1670E-004 * x  + 1.5981E-005

R =  0.9999

DL = 0.004525

BEC = 0.07375

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 3.1552E-004 * x  + 1.0163E-005

R =  0.9999

DL = 0.005536

BEC = 0.03221

Weight: <None>

Min Conc: 0

y = 3.4198E-004 * x  + 1.7884E-005

R =  0.9999

DL = 0.01331

BEC = 0.0523

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 1.9304E-004 * x  + 7.0284E-006

R =  1.0000

DL = 0.01522

BEC = 0.03641

Weight: <None>

Min Conc: 0

y = 5.0585E-004 * x  + 1.8340E-005

R =  0.9999

DL = 0.01212

BEC = 0.03626

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 2.2813E-005 * x  + 4.4062E-004

R =  1.0000

DL = 1.878

BEC = 19.31

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 1.0660E-005

R =  0.9998

DL = 0.00306

BEC = 0.0101

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 1.6273E-005 * x  + 3.8756E-006

R =  1.0000

DL = 0.08378

BEC = 0.2382

Weight: <None>

Min Conc: 0

y = 9.9757E-004 * x  + 4.2672E-006

R =  0.9998

DL = 0.004531

BEC = 0.004278

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 1.9953E-004 * x  + 8.8934E-005

R =  0.9998

DL = 0.05566

BEC = 0.4457

Weight: <None>

Min Conc: 0

y = 7.0460E-004 * x  + 1.0003E-004

R =  1.0000

DL = 0.05643

BEC = 0.142

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 8.2149E-004 * x  + 5.4952E-006

R =  1.0000

DL = 0.004292

BEC = 0.006689

Weight: <None>

Min Conc: 0

y = 2.1244E-004 * x  + 1.1620E-005

R =  1.0000

DL = 0.04553

BEC = 0.05469

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 3.6246E-004 * x  + 1.8604E-005

R =  1.0000

DL = 0.02534

BEC = 0.05133

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d

y = 0.0015 * x  + 3.8200E-005

R =  0.9998

DL = 0.006724

BEC = 0.02535

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0036 * x  + 9.4730E-005

R =  0.9999

DL = 0.01229

BEC = 0.02648

Weight: <None>

Min Conc: 0

y = 0.0012 * x  + 1.2334E-004

R =  0.9999

DL = 0.03279

BEC = 0.105

Weight: <None>

Min Conc: 0

Page 33 2025-02-04 15:54:12



Calibration for 039SMPL.d

y = 0.0010 * x  + 1.0404E-004

R =  1.0000

DL = 0.04622

BEC = 0.1032

Weight: <None>

Min Conc: 0

y = 0.0047 * x  + 4.8155E-004

R =  0.9999

DL = 0.02622

BEC = 0.1035

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d

y = 0.0058 * x  + 7.2372E-005

R =  0.9998

DL = 0.004022

BEC = 0.01252

Weight: <None>

Min Conc: 0
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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Calibration for 039SMPL.d
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