
Calibration for 007CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7011725 MS1.b\

P7011725 MS1.batch.bin

2025-02-21 11:21:33

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 004CALB.d S00 2025-01-17 15:21:50

2 006CALS.d S02 2025-01-17 15:28:24

3 007CALS.d S03 2025-01-17 15:31:40

4 008CALS.d S04 2025-01-17 15:34:43

5 009CALS.d S05 2025-01-17 15:37:34

6 010CALS.d S06 2025-01-17 15:40:22

7 011CALS.d S07 2025-01-17 15:43:06

8 012CALS.d S08 2025-01-17 15:45:53
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Calibration for 007CALS.d

y = 7.5815E-004 * x  + 2.6235E-005

R =  0.9999

DL = 0.003745

BEC = 0.0346

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0011 * x  + 0.0304

R =  1.0000

DL = 0.8642

BEC = 28.27

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 6.4139E-004 * x  + 0.0011

R =  1.0000

DL = 0.4407

BEC = 1.694

Weight: <None>

Min Conc: 0

y = 4.2938E-004 * x  + 1.9600E-004

R =  1.0000

DL = 0.295

BEC = 0.4565

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0021 * x  + 0.1904

R =  0.9882

DL = 2.268

BEC = 92.58

Weight: <None>

Min Conc: 0

y = 2.0076E-005 * x  + 7.9523E-004

R =  0.9999

DL = 3.649

BEC = 39.61

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.6764E-006 * x  + 0.0288

R =  1.0000

DL = 92.05

BEC = 5070

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 9.3393E-004 * x  + 0.1024

R =  1.0000

DL = 1.907

BEC = 109.7

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 4.3292E-006 * x  + 4.6458E-005

R =  1.0000

DL = 5.262

BEC = 10.73

Weight: <None>

Min Conc: 0

y = 7.0960E-005 * x  + 0.0013

R =  1.0000

DL = 0.3648

BEC = 18.55

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.0819E-004 * x  + 1.4356E-005

R =  1.0000

DL = 0.0198

BEC = 0.06896

Weight: <None>

Min Conc: 0

y = 0.0065 * x  + 1.7556E-005

R =  1.0000

DL = 0.003372

BEC = 0.002684

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0073 * x  + 0.0010

R =  1.0000

DL = 0.0329

BEC = 0.1401

Weight: <None>

Min Conc: 0

y = 3.5429E-004 * x  + 0.0040

R =  0.9999

DL = 1.316

BEC = 11.41

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0061 * x  + 2.1015E-004

R =  1.0000

DL = 0.01919

BEC = 0.03433

Weight: <None>

Min Conc: 0

y = 0.0065 * x  + 0.0282

R =  1.0000

DL = 0.1578

BEC = 4.342

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.6292E-004 * x  + 0.0022

R =  1.0000

DL = 1.832

BEC = 13.51

Weight: <None>

Min Conc: 0

y = 0.0111 * x  + 1.4655E-004

R =  0.9999

DL = 0.003904

BEC = 0.01322

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0027 * x  + 3.2833E-004

R =  1.0000

DL = 0.07155

BEC = 0.1203

Weight: <None>

Min Conc: 0

y = 0.0071 * x  + 0.0022

R =  0.9998

DL = 0.0461

BEC = 0.3163

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0014 * x  + 3.6496E-004

R =  0.9998

DL = 0.06755

BEC = 0.2677

Weight: <None>

Min Conc: 0

y = 1.0916E-004 * x  + 1.8410E-006

R =  0.9998

DL = 0.03497

BEC = 0.01686

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.8975E-006 * x  + 3.6832E-007

R =  0.9996

DL = 0.2455

BEC = 0.0945

Weight: <None>

Min Conc: 0

y = 1.2990E-005 * x  + 1.0334E-004

R =  0.9996

DL = 1.301

BEC = 7.955

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

Page 16 2025-02-21 11:27:28



Calibration for 007CALS.d

y = 9.3040E-006 * x  + 3.1962E-005

R =  0.9999

DL = 0.2452

BEC = 3.435

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.0211E-004 * x  + 1.6920E-005

R =  1.0000

DL = 0.02209

BEC = 0.08372

Weight: <None>

Min Conc: 0

y = 0.0018 * x  + 7.6884E-006

R =  1.0000

DL = 0.001349

BEC = 0.004298

Weight: <None>

Min Conc: 0

Page 18 2025-02-21 11:27:30



Calibration for 007CALS.d

y = 0.0010 * x  + 3.6853E-005

R =  1.0000

DL = 0.001417

BEC = 0.03596

Weight: <None>

Min Conc: 0

y = 2.2827E-004 * x  + 8.4245E-006

R =  1.0000

DL = 0.02269

BEC = 0.03691

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.1342E-004 * x  + 1.5819E-005

R =  1.0000

DL = 0.03338

BEC = 0.07412

Weight: <None>

Min Conc: 0

y = 3.0665E-004 * x  + 4.0598E-006

R =  1.0000

DL = 0.002999

BEC = 0.01324

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.3336E-004 * x  + 6.9531E-006

R =  1.0000

DL = 0.006814

BEC = 0.02086

Weight: <None>

Min Conc: 0

y = 1.9205E-004 * x  + 3.1350E-006

R =  1.0000

DL = 0.013

BEC = 0.01632

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 4.9502E-004 * x  + 5.5337E-006

R =  1.0000

DL = 0.006667

BEC = 0.01118

Weight: <None>

Min Conc: 0

y = 1.7581E-005 * x  + 5.1112E-004

R =  0.9998

DL = 2.545

BEC = 29.07

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 8.4038E-004 * x  + 6.5813E-006

R =  0.9997

DL = 0.002739

BEC = 0.007831

Weight: <None>

Min Conc: 0

y = 1.2610E-005 * x  + 2.0996E-006

R =  0.9998

DL = 0.2166

BEC = 0.1665

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 8.0288E-004 * x  + 2.7490E-006

R =  0.9997

DL = 0.001279

BEC = 0.003424

Weight: <None>

Min Conc: 0

y = 1.6514E-004 * x  + 1.0169E-004

R =  0.9999

DL = 0.06848

BEC = 0.6158

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.7740E-004 * x  + 4.9378E-005

R =  1.0000

DL = 0.02923

BEC = 0.08552

Weight: <None>

Min Conc: 0

y = 6.9982E-004 * x  + 1.8097E-006

R =  0.9999

DL = 0.003297

BEC = 0.002586

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.7608E-004 * x  + 1.3011E-006

R =  1.0000

DL = 0.0036

BEC = 0.007389

Weight: <None>

Min Conc: 0

y = 3.0756E-004 * x  + 4.3436E-006

R =  1.0000

DL = 0.01694

BEC = 0.01412

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 0.0012 * x  + 1.3984E-005

R =  1.0000

DL = 0.00264

BEC = 0.01124

Weight: <None>

Min Conc: 0

y = 0.0030 * x  + 3.0546E-005

R =  1.0000

DL = 0.003601

BEC = 0.01018

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 9.7357E-004 * x  + 5.6315E-005

R =  1.0000

DL = 0.01896

BEC = 0.05784

Weight: <None>

Min Conc: 0

y = 8.4789E-004 * x  + 4.8183E-005

R =  1.0000

DL = 0.004776

BEC = 0.05683

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0039 * x  + 2.2437E-004

R =  1.0000

DL = 0.0005842

BEC = 0.05816

Weight: <None>

Min Conc: 0

y = 0.0039 * x  + 3.5239E-006

R =  1.0000

DL = 0.001406

BEC = 0.0009027

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d

Page 40 2025-02-21 11:27:46



Calibration for 007CALS.d
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