
TOTAL SUSPENDED SOLIDS - SM2540D
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1 LB134851BL LB134851BL 1.4532 1.4532 100 1.4532 1.4532 1.4532 0.0000 0

2 LB134851BS LB134851BS 1.4305 1.4305 100 1.4838 1.4838 1.4838 0.0533 533

3 Q1429-01 OUTFALL-DSN-001 1.4948 1.4948 1000 1.5008 1.5008 1.5008 0.0060 6

4 Q1429-02 OUTFALL-DSN-002 1.4782 1.4782 1000 1.6476 1.6476 1.6476 0.1694 169.4

5 Q1431-02 COMP 1.4841 1.4841 400 1.5757 1.5757 1.5757 0.0916 229

6 Q1431-02DUP COMPDUP 1.4569 1.4569 400 1.5487 1.5487 1.5487 0.0918 229.5

7 Q1435-01 286107 1.4828 1.4828 2000 1.5015 1.5015 1.5015 0.0187 9.3

8 Q1439-01 LRSA-MOD 1.4890 1.4890 2000 1.4928 1.4928 1.4928 0.0038 1.9

9 Q1456-02 EFF-WASTE WATER 1.4897 1.4897 500 1.5078 1.5078 1.5078 0.0181 36.2

10 Q1466-01 EFFLUENT 1.4901 1.4901 50 1.5151 1.5151 1.5151 0.0250 500

11 Q1466-04 AERATION 1.4964 1.4964 30 1.5532 1.5532 1.5532 0.0568 1893.3
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