
Calibration for 007CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\Agilent\ICPMH\1\DATA\P7033125MS.b\

P7033125MS.batch.bin

2025-04-01 12:38:13

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 005CALB.d S00 2025-03-31 11:56:41

2 007CALS.d S02 2025-03-31 12:03:22

3 008CALS.d S03 2025-03-31 12:06:43

4 009CALS.d S04 2025-03-31 12:09:59

5 010CALS.d S05 2025-03-31 12:13:08

6 011CALS.d S06 2025-03-31 12:16:06

7 012CALS.d S07 2025-03-31 12:19:02

8 013CALS.d S08 2025-03-31 12:21:47
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Calibration for 007CALS.d

y = 0.0013 * x  + 1.3280E-004

R =  1.0000

DL = 0.07501

BEC = 0.1028

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0012 * x  + 0.0612

R =  1.0000

DL = 2.855

BEC = 51.09

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 7.7165E-004 * x  + 0.0011

R =  1.0000

DL = 0.9903

BEC = 1.39

Weight: <None>

Min Conc: 0

y = 4.4057E-004 * x  + 4.1984E-004

R =  1.0000

DL = 0.921

BEC = 0.9529

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0048 * x  + 0.5990

R =  0.9999

DL = 1.147

BEC = 125.3

Weight: <None>

Min Conc: 0

y = 2.7045E-005 * x  + 0.0022

R =  1.0000

DL = 19.14

BEC = 80.62

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 6.8807E-006 * x  + 0.0628

R =  0.9996

DL = 599.5

BEC = 9126

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 9.8041E-004 * x  + 0.2466

R =  1.0000

DL = 5.337

BEC = 251.6

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 4.7808E-006 * x  + 1.1948E-004

R =  0.9999

DL = 8.715

BEC = 24.99

Weight: <None>

Min Conc: 0

y = 7.7910E-005 * x  + 0.0048

R =  1.0000

DL = 4.698

BEC = 62.23

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.3248E-004 * x  + 2.8604E-005

R =  0.9999

DL = 0.02749

BEC = 0.123

Weight: <None>

Min Conc: 0

y = 0.0071 * x  + 1.5839E-005

R =  1.0000

DL = 0.00664

BEC = 0.002218

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0083 * x  + 0.0024

R =  1.0000

DL = 0.05945

BEC = 0.2842

Weight: <None>

Min Conc: 0

y = 4.1648E-004 * x  + 0.0120

R =  1.0000

DL = 1.695

BEC = 28.73

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0074 * x  + 0.0050

R =  1.0000

DL = 0.1776

BEC = 0.6773

Weight: <None>

Min Conc: 0

y = 0.0076 * x  + 0.0987

R =  1.0000

DL = 0.6372

BEC = 13.01

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 1.8943E-004 * x  + 0.0060

R =  1.0000

DL = 2.483

BEC = 31.82

Weight: <None>

Min Conc: 0

y = 0.0129 * x  + 1.8608E-004

R =  1.0000

DL = 0.02406

BEC = 0.01438

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0033 * x  + 5.9445E-004

R =  0.9999

DL = 0.1106

BEC = 0.1779

Weight: <None>

Min Conc: 0

y = 0.0100 * x  + 0.0100

R =  1.0000

DL = 0.02812

BEC = 0.9985

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0020 * x  + 0.0014

R =  0.9999

DL = 0.4133

BEC = 0.6946

Weight: <None>

Min Conc: 0

y = 1.4583E-004 * x  + 1.9715E-006

R =  1.0000

DL = 0.04097

BEC = 0.01352

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 6.2632E-006 * x  + 0.0000E+000

R =  0.9999

DL = 0

BEC = 0

Weight: <None>

Min Conc: 0

y = 2.0796E-005 * x  + 4.4244E-004

R =  1.0000

DL = 3.083

BEC = 21.28

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 1.5529E-005 * x  + 3.3101E-005

R =  0.9999

DL = 1.75

BEC = 2.132

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.2367E-004 * x  + 9.9940E-005

R =  1.0000

DL = 0.08993

BEC = 0.4468

Weight: <None>

Min Conc: 0

y = 0.0020 * x  + 1.5393E-005

R =  1.0000

DL = 0.003448

BEC = 0.007762

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0012 * x  + 4.3578E-005

R =  1.0000

DL = 0.01199

BEC = 0.03617

Weight: <None>

Min Conc: 0

y = 2.6944E-004 * x  + 8.9092E-006

R =  1.0000

DL = 0.01902

BEC = 0.03306

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.4744E-004 * x  + 1.7430E-005

R =  1.0000

DL = 0.04419

BEC = 0.07044

Weight: <None>

Min Conc: 0

y = 3.5559E-004 * x  + 5.0164E-006

R =  1.0000

DL = 0.009849

BEC = 0.01411

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 3.8124E-004 * x  + 1.9297E-005

R =  0.9999

DL = 0.00655

BEC = 0.05061

Weight: <None>

Min Conc: 0

y = 2.2097E-004 * x  + 3.7162E-006

R =  1.0000

DL = 0.01622

BEC = 0.01682

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 5.6568E-004 * x  + 7.7949E-006

R =  1.0000

DL = 0.003397

BEC = 0.01378

Weight: <None>

Min Conc: 0

y = 2.2964E-005 * x  + 3.5873E-004

R =  0.9999

DL = 2.09

BEC = 15.62

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0011 * x  + 9.2306E-006

R =  1.0000

DL = 0.005331

BEC = 0.00842

Weight: <None>

Min Conc: 0

y = 1.6545E-005 * x  + 1.5759E-006

R =  0.9999

DL = 0.1416

BEC = 0.09525

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0011 * x  + 3.6031E-006

R =  0.9999

DL = 0.006197

BEC = 0.003428

Weight: <None>

Min Conc: 0

y = 2.1386E-004 * x  + 3.9270E-005

R =  0.9999

DL = 0.02552

BEC = 0.1836

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 6.7750E-004 * x  + 1.3056E-004

R =  1.0000

DL = 0.0402

BEC = 0.1927

Weight: <None>

Min Conc: 0

y = 7.8049E-004 * x  + 2.9310E-006

R =  1.0000

DL = 0.004044

BEC = 0.003755

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 2.0280E-004 * x  + 5.4000E-006

R =  1.0000

DL = 0.03593

BEC = 0.02663

Weight: <None>

Min Conc: 0

y = 3.5281E-004 * x  + 7.1966E-006

R =  1.0000

DL = 0.01822

BEC = 0.0204

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d

y = 0.0013 * x  + 4.8404E-005

R =  0.9997

DL = 0.008235

BEC = 0.0376

Weight: <None>

Min Conc: 0

y = 0.0031 * x  + 1.1209E-004

R =  1.0000

DL = 0.02782

BEC = 0.03651

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0010 * x  + 1.0538E-004

R =  0.9999

DL = 0.03903

BEC = 0.1025

Weight: <None>

Min Conc: 0

y = 9.0707E-004 * x  + 9.7507E-005

R =  0.9999

DL = 0.03782

BEC = 0.1075

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d

y = 0.0041 * x  + 4.4695E-004

R =  1.0000

DL = 0.01147

BEC = 0.1082

Weight: <None>

Min Conc: 0

y = 0.0040 * x  + 4.2729E-006

R =  0.9999

DL = 0.002218

BEC = 0.001066

Weight: <None>

Min Conc: 0
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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Calibration for 007CALS.d
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