
Analytical Summary Report

Analysis Method:

Parameter:

Run Number:

ANALYST:

SUPERVISOR REVIEW BY:

Seq Lab ID

Initial 

Vol

(ml/gm)

Final 

Vol

(ml)

Absorb. at 540

Backgrnd Color

pH

HN03

pH

H2SO4

Indiana

LB87201

DF

SM3500-Cr B

True

Value

(mg/l)

Anal

Time
Difference

Anal

Date

Reagent/Standard Lot/Log #

WP54594Calibration Std. hexchrome 0.1 ppm

WP54593Calibration Std. hexchrome 0.05 ppm

WP54599Hexavalent Chromium LCS Std

WP54596Calibratation STD  HexaChrome 1 PPM

WP54595Calibratation STD Hexa Chrome 0.5 PPM

WP54591calibration std. hexchrome 0.01 ppm

WP54602calibration std. hexchrome 0 ppm

WP54597Hexavalent Chromium ICV Std.

WP54598Hexavalent Chromium CCV Std

WP54466hexavalent chromium color reagent

WP538240.2N SULFURIC ACID

WP54592Calibration std Hexachrome, 0.025ppm

0.7656 0.9999740.0001Intercept: Slope: Regression:

Absorbance

Hexavalent Chromium apatel

pH Meter ID: WC pH Meter-1

CAL1 100 100 0.000 0.000 0.0001.781 10 11:0005/02/2017

CAL2 100 100 0.000 0.006 0.0062.432 10.01 11:0005/02/2017

CAL3 100 100 0.000 0.017 0.0171.923 10.025 11:0105/02/2017

CAL4 100 100 0.000 0.039 0.0392.014 10.05 11:0105/02/2017

CAL5 100 100 0.000 0.079 0.0792.155 10.1 11:0205/02/2017

CAL6 100 100 0.000 0.386 0.3861.776 10.5 11:0205/02/2017

CAL7 100 100 0.000 0.764 0.7642.417 11 11:0305/02/2017
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Vol
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Vol
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LB87201

Indiana

Analytical Summary Report

Absorbance

Difference

Hexavalent Chromium apatel

pH

H2SO4

Absorb. at 540

pH Meter ID: WC pH Meter-1

ICV1 0.5 1 100 100 1.96 0.000 0.390 05/02/2017 11:030.390 0.509

ICB2 1 100 100 1.78 0.000 0.000 05/02/2017 11:040.000 0.000

CCV13 0.5 1 100 100 2.20 0.000 0.392 05/02/2017 11:040.392 0.512

CCB14 1 100 100 2.34 0.000 0.000 05/02/2017 11:050.000 0.000

LB87201BL5 1 100 100 2.07 0.000 0.000 05/02/2017 11:050.000 0.000

LB87201BS6 0.5 1 100 100 1.66 0.000 0.393 05/02/2017 11:060.393 0.513

I2942-017 1 100 100 2.38 0.000 0.000 05/02/2017 11:060.000 0.000

I2942-028 1 100 100 2.46 0.000 0.000 05/02/2017 11:070.000 0.000

I2943-019 1 100 100 1.77 0.000 0.000 05/02/2017 11:070.000 0.000

I2943-01DUP10 1 100 100 1.56 0.000 0.000 05/02/2017 11:080.000 0.000

I2943-01MS11 1 2 100 100 1.93 0.000 0.349 05/02/2017 11:080.349 0.456

I2943-01MSD12 1 2 100 100 1.80 0.000 0.348 05/02/2017 11:090.348 0.454

I2943-0213 1 100 100 2.47 0.001 0.002 05/02/2017 11:090.001 0.001

I2943-0314 1 100 100 2.30 0.012 0.012 05/02/2017 11:100.000 0.000

CCV215 0.5 1 100 100 2.44 0.000 0.392 05/02/2017 11:100.392 0.512

CCB216 1 100 100 1.70 0.000 0.000 05/02/2017 11:110.000 0.000

I2944-0117 1 100 100 1.63 0.010 0.010 05/02/2017 11:110.000 0.000

I2944-0218 1 100 100 1.99 0.002 0.002 05/02/2017 11:120.000 0.000

CCV319 0.5 1 100 100 2.25 0.000 0.392 05/02/2017 11:120.392 0.512

CCB320 1 100 100 1.80 0.000 0.000 05/02/2017 11:130.000 0.000

Page 2 of 2




