
Calibration for 005CALS.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

D:\ICP-MS Data\P7060917-MS .b\

P7060917-MS .batch.bin

2017-06-12 00:09:29

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 003CALB.d S00 2017-06-09 16:26:36

2

3 005CALS.d S02 2017-06-09 16:34:47

4 006CALS.d S03 2017-06-09 16:38:33

5 007CALS.d S04 2017-06-09 16:42:34

6 008CALS.d S05 2017-06-09 16:46:13

7 009CALS.d S06 2017-06-09 16:49:49

8 010CALS.d S07 2017-06-09 16:53:21

9 011CALS.d S08 2017-06-09 16:56:48
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Calibration for 005CALS.d

y = 0.0011 * x  + 7.9981E-005

R =  1.0000

DL = 0.02227

BEC = 0.06964

Weight: <None>

Min Conc: 0

y = 1.5977E-004 * x  + 1.0343E-004

R =  1.0000

DL = 0.344

BEC = 0.6474

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.9272E-004 * x  + 5.3341E-004

R =  1.0000

DL = 0.2874

BEC = 0.6729

Weight: <None>

Min Conc: 0

y = 0.0017 * x  + 0.0598

R =  1.0000

DL = 2.713

BEC = 34.97

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.3085E-004 * x  + 0.0019

R =  1.0000

DL = 0.2911

BEC = 1.992

Weight: <None>

Min Conc: 0

y = 3.9128E-004 * x  + 1.6413E-004

R =  1.0000

DL = 1.001

BEC = 0.4195

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0011 * x  + 0.0596

R =  0.9958

DL = 0.754

BEC = 54.61

Weight: <None>

Min Conc: 0

y = 2.1285E-005 * x  + 7.5931E-004

R =  1.0000

DL = 30.68

BEC = 35.67

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 8.5829E-006 * x  + 0.0959

R =  0.9992

DL = 252.4

BEC = 1.118E+04

Weight: <None>

Min Conc: 0

y = 9.0765E-004 * x  + 0.1365

R =  1.0000

DL = 11.62

BEC = 150.4

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 5.7474E-006 * x  + 7.0796E-005

R =  1.0000

DL = 1.926

BEC = 12.32

Weight: <None>

Min Conc: 0

y = 9.2090E-005 * x  + 0.0019

R =  1.0000

DL = 1.405

BEC = 20.14

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.6590E-004 * x  + 7.3864E-005

R =  1.0000

DL = 0.05666

BEC = 0.2778

Weight: <None>

Min Conc: 0

y = 0.0107 * x  + 1.0100E-004

R =  1.0000

DL = 0.004361

BEC = 0.009396

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0131 * x  + 0.0040

R =  1.0000

DL = 0.05662

BEC = 0.3049

Weight: <None>

Min Conc: 0

y = 0.0074 * x  + 0.0026

R =  1.0000

DL = 0.1214

BEC = 0.3481

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0106 * x  + 0.0379

R =  1.0000

DL = 0.1376

BEC = 3.59

Weight: <None>

Min Conc: 0

y = 2.6303E-004 * x  + 0.0011

R =  1.0000

DL = 1.653

BEC = 4.143

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0218 * x  + 9.0450E-004

R =  0.9999

DL = 0.0219

BEC = 0.04153

Weight: <None>

Min Conc: 0

y = 0.0057 * x  + 0.0014

R =  0.9998

DL = 0.1286

BEC = 0.2471

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0156 * x  + 0.0056

R =  0.9998

DL = 0.03335

BEC = 0.3592

Weight: <None>

Min Conc: 0

y = 0.0022 * x  + 6.9322E-004

R =  0.9998

DL = 0.1463

BEC = 0.3128

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 2.7761E-004 * x  + 1.2609E-005

R =  1.0000

DL = 0.04871

BEC = 0.04542

Weight: <None>

Min Conc: 0

y = 5.6083E-006 * x  + 1.5064E-006

R =  0.9999

DL = 1.396

BEC = 0.2686

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 1.8603E-005 * x  + 4.5024E-005

R =  1.0000

DL = 1.661

BEC = 2.42

Weight: <None>

Min Conc: 0

y = 1.8329E-005 * x  + 3.3222E-006

R =  1.0000

DL = 0.3284

BEC = 0.1812

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 3.7169E-004 * x  + 2.3616E-004

R =  1.0000

DL = 0.1465

BEC = 0.6354

Weight: <None>

Min Conc: 0

y = 0.0032 * x  + 5.5777E-005

R =  1.0000

DL = 0.002985

BEC = 0.01729

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0020 * x  + 6.3216E-005

R =  1.0000

DL = 0.006195

BEC = 0.03121

Weight: <None>

Min Conc: 0

y = 4.5457E-004 * x  + 1.3010E-005

R =  1.0000

DL = 0.01572

BEC = 0.02862

Weight: <None>

Min Conc: 0

Page 16 2017-06-12 00:16:47



Calibration for 005CALS.d

y = 0.0011 * x  + 3.1613E-005

R =  1.0000

DL = 0.01575

BEC = 0.02922

Weight: <None>

Min Conc: 0

y = 5.6965E-004 * x  + 1.3562E-005

R =  1.0000

DL = 0.02366

BEC = 0.02381

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.4071E-004 * x  + 2.1782E-005

R =  1.0000

DL = 0.01131

BEC = 0.02941

Weight: <None>

Min Conc: 0

y = 3.5664E-004 * x  + 1.1958E-005

R =  1.0000

DL = 0.01203

BEC = 0.03353

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 9.3269E-004 * x  + 2.0986E-005

R =  1.0000

DL = 0.01569

BEC = 0.0225

Weight: <None>

Min Conc: 0

y = 2.5086E-005 * x  + 2.6747E-004

R =  0.9999

DL = 1.561

BEC = 10.66

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0011 * x  + 1.5382E-005

R =  0.9999

DL = 0.01232

BEC = 0.01393

Weight: <None>

Min Conc: 0

y = 1.6709E-005 * x  + 1.3998E-006

R =  1.0000

DL = 0.08285

BEC = 0.08377

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0010 * x  + 8.9935E-006

R =  0.9999

DL = 0.001701

BEC = 0.008573

Weight: <None>

Min Conc: 0

y = 2.2390E-004 * x  + 1.8835E-004

R =  0.9999

DL = 0.1256

BEC = 0.8412

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 7.4084E-004 * x  + 6.1547E-005

R =  1.0000

DL = 0.02481

BEC = 0.08308

Weight: <None>

Min Conc: 0

y = 9.3956E-004 * x  + 1.7597E-005

R =  1.0000

DL = 0.02123

BEC = 0.01873

Weight: <None>

Min Conc: 0

Page 22 2017-06-12 00:16:49



Calibration for 005CALS.d

y = 2.2376E-004 * x  + 7.7936E-006

R =  1.0000

DL = 0.03214

BEC = 0.03483

Weight: <None>

Min Conc: 0

y = 3.8387E-004 * x  + 1.4387E-005

R =  1.0000

DL = 0.01206

BEC = 0.03748

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

y = 0.0014 * x  + 2.6861E-005

R =  1.0000

DL = 0.01125

BEC = 0.01883

Weight: <None>

Min Conc: 0

y = 0.0034 * x  + 5.8134E-005

R =  1.0000

DL = 0.005378

BEC = 0.01719

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0012 * x  + 1.9193E-004

R =  1.0000

DL = 0.03649

BEC = 0.1643

Weight: <None>

Min Conc: 0

y = 0.0011 * x  + 1.6676E-004

R =  1.0000

DL = 0.01033

BEC = 0.1553

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d

y = 0.0048 * x  + 7.8983E-004

R =  1.0000

DL = 0.008809

BEC = 0.1656

Weight: <None>

Min Conc: 0

y = 0.0050 * x  + 3.3029E-005

R =  1.0000

DL = 0.002704

BEC = 0.006667

Weight: <None>

Min Conc: 0
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d

Page 34 2017-06-12 00:16:55



Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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Calibration for 005CALS.d
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