Quantitation Report (Qedit)

Data Path : Z:\SVOASRV\HPCHEMI\BNA E\DATA\BE011719\
Data File : BE098650.D
Aca On : 17 Jan 2019 15:49
Operator : SJ/JU
Sample - DFTPP
Misc :
ALS Vial : 1 Sample Multiplier: 1
Quant Time: Jan 18 03:04:43 2019
Quant Method : Z:\SVOASRV\HPCHEMI\BNA E\METHODS\8270-SIM-BE011519.M
Quant Title : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
OLast Update : Tue Jan 15 14:30:55 2019
Response via : Initial Calibration
Abundance lon 266.00 (265.70 to 266.70): BE098650.D
40000 lon 264.00 (263.70 to 264.70): BE098650.D
lon 268.00 (267.70 to 268.70): BE098650.D
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Abundance Scan 1096 (16.894 min): BE098623.D (-1092) (-)
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TIC: BE098650.D

(22) Pentachlorophenoal
16.894min (-0.000) 12355.94ng
response 39251

lon Exp%  Act%
266.00 100 100
264.00 67.10 63.97
268.00 7480 65.61
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