
                                     LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG082518\
  Data File : BG036419.D                                          
  Acq On    : 24 Aug 2018  18:56
  Operator  : JU/SJ
  Sample    : PB112350BL
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.169   313  320  326 rBV    39270     60026   1.36%   0.292%
  2   5.633   392  399  409 rBV   960381   1494239  33.74%   7.268%
  3   7.219   659  669  680 rBV  1008245   1674191  37.81%   8.144%
  4   7.595   724  733  742 rBV   902169   1519558  34.32%   7.392%
  5   8.065   804  813  820 rBV   189163    318678   7.20%   1.550%
 
  6   8.388   860  868  876 rBV   637972   1127962  25.47%   5.487%
  7   9.229  1000 1011 1021 rBV   550034    989345  22.34%   4.813%
  8  10.874  1282 1291 1300 rVB   262712    467824  10.56%   2.276%
  9  13.318  1699 1707 1714 rBV  1551148   2442306  55.16%  11.880%
 10  14.687  1933 1940 1949 rVB2  423095    690976  15.60%   3.361%
 
 11  16.173  2186 2193 2216 rBV  1323580   2053300  46.37%   9.988%
 12  17.431  2401 2407 2419 rVB2  627533    962357  21.73%   4.681%
 13  20.039  2845 2851 2858 rBV  3461228   4428056 100.00%  21.540%
 14  21.696  3126 3133 3141 rBV2  749817   1198085  27.06%   5.828%
 15  24.910  3670 3680 3692 rBV2  409433   1130906  25.54%   5.501%
 
 
 
                        Sum of corrected areas:    20557809
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG082518\
  Data File : BG036419.D                                          
  Acq On    : 24 Aug 2018  18:56
  Operator  : JU/SJ
  Sample    : PB112350BL
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG082518\
  Data File : BG036419.D                                          
  Acq On    : 24 Aug 2018  18:56
  Operator  : JU/SJ
  Sample    : PB112350BL
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG082518\
  Data File : BG036419.D                                          
  Acq On    : 24 Aug 2018  18:56
  Operator  : JU/SJ
  Sample    : PB112350BL
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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