
                                     Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_E\Data\BE091018\
  Data File : BE097439.D                                          
  Acq On    : 10 Sep 2018   8:14
  Operator  : SJ/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Sep 10 18:03:37 2018
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_E\METHODS\8270-SIM-BE082218.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed Aug 22 18:07:26 2018
  Response via : Initial Calibration
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  0.00        0.00       0.00   

268.00       92.20      63.68#  

264.00       90.60      62.32#  

266.00      100         100

  Ion         Exp%     Act%

response   19140

16.419min (-0.020)  8190.64ng  m

(22)  Pentachlorophenol

8270-SIM-BE082218.M Mon Sep 10 18:04:27 2018                                              Page: 1


	n3.pdf

