
                            Quantitation Report    (QT/LSC Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE010815\
  Data File : BE089369.D                                          
  Acq On    :  8 Jan 2015  17:08
  Operator  : TP/IZ
  Sample    : PB81248BL
  Misc      : SBLK86
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Jan 09 09:28:56 2015
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SOM01.2-EPA-SIM-BE123014.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Jan 09 01:27:36 2015
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.95  152     1223     0.40 ng/ul   0.00
     4) Naphthalene-d8               8.51  136     4739     0.40 ng/ul   0.00
     8) Acenaphthene-d10            10.66  164     2373     0.40 ng/ul   0.00
    12) Phenanthrene-d10            12.71  188     3584     0.40 ng/ul   0.00
    18) Chrysene-d12                18.07  240     2687     0.40 ng/ul   0.00
    22) Perylene-d12                21.13  264     2136     0.40 ng/ul   0.00
 
   System Monitoring Compounds                                        
     2) 1,4-Dioxane-d8               2.11   96     3148     1.71 ng/uL   0.00  
     6) 2-Methylnaphthalene-d10      0.00  152        0     0.00 ng/ul         
    16) Fluoranthene-d10             0.00  212        0d    0.00 ng/ul         
 
   Target Compounds                                                   Qvalue
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

SOM01.2-EPA...M-BE123014.M Fri Jan 09 13:19:51 2015                                   Page: 1

Instrument :
BNA_E
ClientSampleId :
SBLK86

Instrument :
BNA_E
ClientSampleId :
SBLK86



                            Quantitation Report    (QT/LSC Reviewed)

  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE010815\
  Data File : BE089369.D                                          
  Acq On    :  8 Jan 2015  17:08
  Operator  : TP/IZ
  Sample    : PB81248BL
  Misc      : SBLK86
  ALS Vial  : 9   Sample Multiplier: 1

  Quant Time: Jan 09 09:28:56 2015
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SOM01.2-EPA-SIM-BE123014.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Jan 09 01:27:36 2015
  Response via : Initial Calibration

2.00 4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00
0

2000

4000

6000

8000

10000

12000

14000

16000

18000

20000

22000

24000

26000

28000

30000

32000

34000

36000

38000

40000

42000

44000

46000

48000

Time-->

Abundance TIC: BE089369.D

P
er

yl
en

e-
d1

2,
I

C
hr

ys
en

e-
d1

2,
I

P
he

na
nt

hr
en

e-
d1

0,
I

A
ce

na
ph

th
en

e-
d1

0,
I

N
ap

ht
ha

le
ne

-d
8,

I

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

1,
4-

D
io

xa
ne

-d
8,

S
U

R
R

SOM01.2-EPA...M-BE123014.M Fri Jan 09 13:19:51 2015                                   Page: 2

Instrument :
BNA_E
ClientSampleId :
SBLK86


