
                              Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE022615\
  Data File : BE089700.D                                          
  Acq On    : 26 Feb 2015  21:29
  Operator  : TP/JJ
  Sample    : SSTDICC0.1
  Misc      :  
  ALS Vial  : 2   Sample Multiplier: 1
 
  Quant Time: Feb 27 05:01:16 2015
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SIM-BE022615.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Feb 27 04:47:17 2015
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       9.33  152    55748     5.00 ng      0.00
     7) Naphthalene-d8              12.23  136   238857     5.00 ng      0.00
    13) Acenaphthene-d10            16.40  164   109274     5.00 ng      0.00
    17) Phenanthrene-d10            19.76  188   200551     5.00 ng      0.00
    20) Chrysene-d12                23.65  240   154810     5.00 ng      0.00
    27) Perylene-d12                25.34  264   120606     5.00 ng      0.00
 
   System Monitoring Compounds                                        
     3) 2-Fluorophenol               6.50  112     1255     0.07 ng      0.00  
     4) Phenol-d6                    8.62   99     1738     0.08 ng      0.00  
     8) Nitrobenzene-d5             10.60   82     1381     0.08 ng      0.00  
    14) 2,4,6-Tribromophenol        18.31  330       79     0.03 ng      0.00  
    15) 2-Fluorobiphenyl            14.87  172     3010     0.09 ng      0.00  
    22) Terphenyl-d14               22.30  244     1797     0.11 ng      0.00  
 
   Target Compounds                                                   Qvalue
     2) n-Nitrosodimethylamine       3.50   42      547m    0.06 ng          
     5) Phenol                       8.64   94     1926     0.09 ng   #     5
     6) bis(2-Chloroethyl)ether      8.82   93     1541     0.09 ng   #    98
     9) Nitrobenzene                10.64   77     1117     0.06 ng        97
    10) 2,4-Dimethylphenol          11.57  122      989     0.07 ng        95
    11) 2,4-Dichlorophenol          11.96  162      665     0.06 ng        91
    12) Hexachlorobutadiene         12.62  225      473     0.06 ng       100
    18) Hexachlorobenzene           18.98  284      527     0.06 ng   #    87
    19) Pentachlorophenol           19.43  266       67     0.30 ng   #    75
    21) Benzidine                   21.96  184     1183     0.10 ng   #    83
    23) Benzo(a)anthracene          23.64  228    10761     0.08 ng        97
    24) 3,3'-Dichlorobenzidine      23.63  252      345     0.38 ng   #    83
    25) Chrysene                    23.68  228    14737     0.09 ng        97
    26) Indeno(1,2,3-cd)pyrene      26.73  276      660     0.21 ng        94
    28) Benzo(b)fluoranthene        24.91  252      711     0.27 ng   #    85
    29) Benzo(k)fluoranthene        24.93  252     1718m    0.05 ng          
    30) Benzo(a)pyrene              25.27  252      738     0.37 ng   #    79
    31) Dibenzo(a,h)anthracene      26.76  278      442     0.40 ng   #    61
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (QT Reviewed)

  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE022615\
  Data File : BE089700.D                                          
  Acq On    : 26 Feb 2015  21:29
  Operator  : TP/JJ
  Sample    : SSTDICC0.1
  Misc      :  
  ALS Vial  : 2   Sample Multiplier: 1

  Quant Time: Feb 27 05:01:16 2015
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SIM-BE022615.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Feb 27 04:47:17 2015
  Response via : Initial Calibration

2.00 4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00 28.00 30.00
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

130000

140000

150000

160000

170000

180000

190000

200000

210000

220000

230000

240000

250000

Time-->

Abundance TIC: BE089700.D

D
ib

en
zo

(a
,h

)a
nt

hr
ac

en
e

In
de

no
(1

,2
,3

-c
d)

py
re

ne

P
er

yl
en

e-
d1

2,
I

B
en

zo
(a

)p
yr

en
e,

C
B

en
zo

(k
)f

lu
or

an
th

en
e

B
en

zo
(b

)f
lu

or
an

th
en

eC
hr

ys
en

e
C

hr
ys

en
e-

d1
2,

I
B

en
zo

(a
)a

nt
hr

ac
en

e
3,

3'
-D

ic
hl

or
ob

en
zi

di
ne

T
er

ph
en

yl
-d

14
,S

B
en

zi
di

ne

P
he

na
nt

hr
en

e-
d1

0,
I

P
en

ta
ch

lo
ro

ph
en

ol
,C

H
ex

ac
hl

or
ob

en
ze

ne

2,
4,

6-
T

rib
ro

m
op

he
no

l,S

A
ce

na
ph

th
en

e-
d1

0,
I

2-
F

lu
or

ob
ip

he
ny

l,S

H
ex

ac
hl

or
ob

ut
ad

ie
ne

N
ap

ht
ha

le
ne

-d
8,

I
2,

4-
D

ic
hl

or
op

he
no

l,C
2,

4-
D

im
et

hy
lp

he
no

l

N
itr

ob
en

ze
ne

N
itr

ob
en

ze
ne

-d
5,

S

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

bi
s(

2-
C

hl
or

oe
th

yl
)e

th
er

P
he

no
l,C

P
he

no
l-d

6,
S

2-
F

lu
or

op
he

no
l,S

n-
N

itr
os

od
im

et
hy

la
m

in
e,

 

SIM-BE022615.M Fri Feb 27 14:31:04 2015                                               Page: 2

Instrument :
BNA_E
ClientSampleId :
SSTDICC0.1

       Manual Integrations       
            APPROVED         

               apatel
     2/27/2015 4:12:52 PM

Instrument :
BNA_E
ClientSampleId :
SSTDICC0.1

       Manual Integrations       
            APPROVED         

               apatel
     2/27/2015 4:12:52 PM



#1
1,4-Dichlorobenzene-d4
Concen:    5.00 ng  
RT: 9.33 min  Scan# 1104
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:152 Resp:   55748
Ion  Ratio  Lower  Upper
152  100
150  154.2  127.3  190.9 
115   61.7   52.0   78.0 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1103 (9.333 min): BE089704.D (-1098) (-)
150

115

63 9942 71

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
150

115

996642

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1104 (9.335 min): BE089700.D (-1092) (-)
150

115

996642

9.25 9.30 9.35 9.40

0

20000

40000

60000

80000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BE089700.D

  9.33

Ion 150.00 (149.70 to 150.70): BE089700.D
Ion 115.00 (114.70 to 115.70): BE089700.D

#2
n-Nitrosodimethylamine
Concen:    0.06 ng  m
RT: 3.50 min  Scan# 310
Delta R.T.   0.14 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 42 Resp:     547
Ion  Ratio  Lower  Upper
 42  100
 74   89.6   83.8  125.8 
 44  291.5   19.0   28.6#

Ref

Raw

Sub

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 289 (3.359 min): BE089704.D (-286) (-)
7442

58 112

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
44

74

886358 112

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 310 (3.500 min): BE089700.D (-260) (-)
7442

6458 112

3.40 3.50 3.60

0

200

400

600

Time-->

Abundance Ion  42.00 (41.70 to 42.70): BE089700.D

  3.50

Ion  74.00 (73.70 to 74.70): BE089700.D
Ion  44.00 (43.70 to 44.70): BE089700.D
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#3
2-Fluorophenol
Concen:    0.07 ng  
RT: 6.50 min  Scan# 752
Delta R.T.   0.01 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:112 Resp:    1255
Ion  Ratio  Lower  Upper
112  100
 64   66.0   51.3   76.9 
 63   36.6   26.2   39.2 

Ref

Raw

Sub

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 751 (6.492 min): BE089704.D (-744) (-)
112

64

58 7442 88

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
112

44
64

58 8874

40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 752 (6.498 min): BE089700.D (-736) (-)
112

64

5844 74

6.40 6.45 6.50 6.55 6.60

0

200

400

600

800

1000

Time-->

Abundance Ion 112.00 (111.70 to 112.70): BE089700.D

  6.50

Ion  64.00 (63.70 to 64.70): BE089700.D
Ion  63.00 (62.70 to 63.70): BE089700.D

#4
Phenol-d6
Concen:    0.08 ng   
RT: 8.62 min  Scan# 1023
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 99 Resp:    1738
Ion  Ratio  Lower  Upper
 99  100
 42   23.8   12.3   18.5#
 71   34.0   22.9   34.3 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1022 (8.614 min): BE089704.D (-1017) (-)
93

65

42
115 152

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
99

65

42

115 150

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1023 (8.616 min): BE089700.D (-989) (-)
99

65

42

115

8.55 8.60 8.65 8.70

0

500

1000

1500

Time-->

Abundance Ion  99.00 (98.70 to 99.70): BE089700.D

  8.62

Ion  42.00 (41.70 to 42.70): BE089700.D
Ion  71.00 (70.70 to 71.70): BE089700.D
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#5
Phenol
Concen:    0.09 ng   
RT: 8.64 min  Scan# 1026
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 94 Resp:    1926
Ion  Ratio  Lower  Upper
 94  100
 65  153.6   31.7   71.7#
 66   53.3   17.9   57.9 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1025 (8.640 min): BE089704.D (-1017) (-)
94

65

42 115

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
94

65

42 115 152

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1026 (8.643 min): BE089700.D (-992) (-)
94

65

42 115 150

8.50 8.60 8.70 8.80

0

500

1000

1500

2000

Time-->

Abundance Ion  94.00 (93.70 to 94.70): BE089700.D

  8.64

Ion  65.00 (64.70 to 65.70): BE089700.D
Ion  66.00 (65.70 to 66.70): BE089700.D

#6
bis(2-Chloroethyl)ether
Concen:    0.09 ng  
RT: 8.82 min  Scan# 1046
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 93 Resp:    1541
Ion  Ratio  Lower  Upper
 93  100
 63  102.3   83.8  125.8 
 95    0.0    0.0    0.0 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1045 (8.818 min): BE089704.D (-1040) (-)
93

63

42
115 15271

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
93

63

42
11571 150

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 1046 (8.820 min): BE089700.D (-989) (-)
93

63

42
71

8.80 8.90

0

200

400

600

800

1000

1200

Time-->

Abundance Ion  93.00 (92.70 to 93.70): BE089700.D

  8.82

Ion  63.00 (62.70 to 63.70): BE089700.D
Ion  95.00 (94.70 to 95.70): BE089700.D
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#7
Naphthalene-d8
Concen:    5.00 ng   
RT: 12.23 min  Scan# 1496
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:136 Resp:  238857
Ion  Ratio  Lower  Upper
136  100
137   10.9    8.6   13.0 
 54    9.5    8.1   12.1 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1495 (12.231 min): BE089704.D (-1490) (-)
136

54 68
107 223121

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
136

54 68
107 162121 223

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1496 (12.231 min): BE089700.D (-1466) (-)
136

54 68
107 223121

12.00 12.20 12.40 12.60

0

50000

100000

150000

200000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BE089700.D

 12.23

Ion 137.00 (136.70 to 137.70): BE089700.D
Ion  54.00 (53.70 to 54.70): BE089700.D

#8
Nitrobenzene-d5
Concen:    0.08 ng  
RT: 10.60 min  Scan# 1285
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 82 Resp:    1381
Ion  Ratio  Lower  Upper
 82  100
128   40.0   31.4   47.2 
 54   55.9   43.8   65.8 

Ref

Raw

Sub

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1283 (10.597 min): BE089704.D (-1276) (-)
82

54

128

65

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
82

54

128

65

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1285 (10.602 min): BE089700.D (-1220) (-)
82

54

128

10.50 10.60 10.70

0

200

400

600

800

1000

1200

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BE089700.D

 10.60

Ion 128.00 (127.70 to 128.70): BE089700.D
Ion  54.00 (53.70 to 54.70): BE089700.D
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#9
Nitrobenzene
Concen:    0.06 ng  
RT: 10.64 min  Scan# 1294
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion: 77 Resp:    1117
Ion  Ratio  Lower  Upper
 77  100
123   39.1   33.2   49.8 
 65   12.4   10.6   15.8 

Ref

Raw

Sub

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1293 (10.643 min): BE089704.D (-1283) (-)
77

123

65

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
77

123

65
54

50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1294 (10.643 min): BE089700.D (-1195) (-)
77

123

54

10.60 10.70

0

200

400

600

800

1000

Time-->

Abundance Ion  77.00 (76.70 to 77.70): BE089700.D

 10.64

Ion 123.00 (122.70 to 123.70): BE089700.D
Ion  65.00 (64.70 to 65.70): BE089700.D

#10
2,4-Dimethylphenol
Concen:    0.07 ng   
RT: 11.57 min  Scan# 1428
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:122 Resp:     989
Ion  Ratio  Lower  Upper
122  100
107  114.3   87.6  131.4 
121   59.0   43.4   65.2 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1427 (11.567 min): BE089704.D (-1420) (-)
107 122

54 164 22368

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
107 122

6854 137 162 223

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1428 (11.568 min): BE089700.D (-1408) (-)
107 122

13754 225

11.50 11.60 11.70

0

200

400

600

800

1000

Time-->

Abundance Ion 122.00 (121.70 to 122.70): BE089700.D

 11.57

Ion 107.00 (106.70 to 107.70): BE089700.D
Ion 121.00 (120.70 to 121.70): BE089700.D
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#11
2,4-Dichlorophenol
Concen:    0.06 ng   
RT: 11.96 min  Scan# 1468
Delta R.T.   0.01 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:162 Resp:     665
Ion  Ratio  Lower  Upper
162  100
164   67.3   43.9   83.9 
 98   45.4   15.7   55.7 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1466 (11.948 min): BE089704.D (-1457) (-)
162

98

13654 68 121

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
162

98

68 12154 136 223

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1468 (11.958 min): BE089700.D (-1455) (-)
162

98

12168 223137

11.90 12.00 12.10

0

100

200

300

400

Time-->

Abundance Ion 162.00 (161.70 to 162.70): BE089700.D

 11.96

Ion 164.00 (163.70 to 164.70): BE089700.D
Ion  98.00 (97.70 to 98.70): BE089700.D

#12
Hexachlorobutadiene
Concen:    0.06 ng  
RT: 12.62 min  Scan# 1536
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:225 Resp:     473
Ion  Ratio  Lower  Upper
225  100
223   63.6   50.6   75.8 
227   63.6   50.8   76.2 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1535 (12.621 min): BE089704.D (-1529) (-)
225

122 1649854 137

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
225

13612268 107 16454

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1536 (12.621 min): BE089700.D (-1485) (-)
225

13612268 164

12.50 12.60 12.70

0

100

200

300

400

500

Time-->

Abundance Ion 225.00 (224.70 to 225.70): BE089700.D

 12.62

Ion 223.00 (222.70 to 223.70): BE089700.D
Ion 227.00 (226.70 to 227.70): BE089700.D
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#13
Acenaphthene-d10
Concen:    5.00 ng  
RT: 16.40 min  Scan# 2802
Delta R.T.   -0.01 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:164 Resp:  109274
Ion  Ratio  Lower  Upper
164  100
162   97.0   75.0  112.6 
160   45.8   34.3   51.5 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 2802 (16.409 min): BE089704.D (-2792) (-)
164

14163 330

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance
164

33014163 184

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 2802 (16.404 min): BE089700.D (-2783) (-)
164

141 33063 184

16.20 16.40 16.60

0

20000

40000

60000

80000

Time-->

Abundance Ion 164.00 (163.70 to 164.70): BE089700.D

 16.40

Ion 162.00 (161.70 to 162.70): BE089700.D
Ion 160.00 (159.70 to 160.70): BE089700.D

#14
2,4,6-Tribromophenol
Concen:    0.03 ng  
RT: 18.31 min  Scan# 3082
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:330 Resp:      79
Ion  Ratio  Lower  Upper
330  100
332  101.3    0.0    0.0#
141   83.5    0.0    0.0#

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 3081 (18.304 min): BE089704.D (-3075) (-)
330

14163

164

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance
141 33263

164 184

60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 3082 (18.306 min): BE089700.D (-3055) (-)
332

141

63

160

18.20 18.30 18.40

0

20

40

60

80

100

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BE089700.D

 18.31

Ion 331.80 (331.50 to 332.50): BE089700.D
Ion 141.00 (140.70 to 141.70): BE089700.D
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#15
2-Fluorobiphenyl
Concen:    0.09 ng   
RT: 14.87 min  Scan# 2372
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:172 Resp:    3010
Ion  Ratio  Lower  Upper
172  100
171   34.1   26.8   40.2 
170   24.2   18.0   27.0 

Ref

Raw

Sub

160 162 164 166 168 170 172 174 176 178 180
0

50

m/z-->

Abundance Scan 2371 (14.870 min): BE089704.D (-2349) (-)
172

170

160 162 164 166 168 170 172 174 176 178 180
0

50

m/z-->

Abundance
172

170

160 162 164 166 168 170 172 174 176 178 180
0

50

m/z-->

Abundance Scan 2372 (14.871 min): BE089700.D (-2288) (-)
172

170

14.80 14.85 14.90 14.95

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BE089700.D

 14.87

Ion 171.00 (170.70 to 171.70): BE089700.D
Ion 170.00 (169.70 to 170.70): BE089700.D

#17
Phenanthrene-d10
Concen:    5.00 ng   
RT: 19.76 min  Scan# 3294
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:188 Resp:  200551
Ion  Ratio  Lower  Upper
188  100
 94   15.3   12.1   18.1 
 80   16.1   12.7   19.1 

Ref

Raw

Sub

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3293 (19.764 min): BE089704.D (-3286) (-)
188

80 94

264142 284

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
188

80 94

284249 268142

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3294 (19.764 min): BE089700.D (-3250) (-)
188

80 94

142

19.60 19.80 20.00

0

50000

100000

150000

200000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BE089700.D

 19.76

Ion  94.00 (93.70 to 94.70): BE089700.D
Ion  80.00 (79.70 to 80.70): BE089700.D
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#18
Hexachlorobenzene
Concen:    0.06 ng   
RT: 18.98 min  Scan# 3179
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:284 Resp:     527
Ion  Ratio  Lower  Upper
284  100
142   75.6   52.2   78.4 
249   40.3   26.4   39.6#

Ref

Raw

Sub

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3178 (18.984 min): BE089704.D (-3167) (-)
284

142

249

94 188 264

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
284

142

249

94 18880 268

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3179 (18.984 min): BE089700.D (-3154) (-)
284

142

249

94 188 268

18.90 18.95 19.00 19.05

0

100

200

300

400

500

Time-->

Abundance Ion 284.00 (283.70 to 284.70): BE089700.D

 18.98

Ion 142.00 (141.70 to 142.70): BE089700.D
Ion 249.00 (248.70 to 249.70): BE089700.D

#19
Pentachlorophenol
Concen:    0.30 ng   
RT: 19.43 min  Scan# 3245
Delta R.T.   0.01 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:266 Resp:      67
Ion  Ratio  Lower  Upper
266  100
268   86.1   51.4   77.2#
264   88.9   55.8   83.8#

Ref

Raw

Sub

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3243 (19.425 min): BE089704.D (-3238) (-)
266

142 188 249

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
2669480

188142 249 284

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3245 (19.432 min): BE089700.D (-3227) (-)
266

94

188

19.40 19.50
0

20

40

60

80

100

Time-->

Abundance Ion 265.70 (265.40 to 266.40): BE089700.D

 19.43

Ion 268.00 (267.70 to 268.70): BE089700.D
Ion 264.00 (263.70 to 264.70): BE089700.D
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#20
Chrysene-d12
Concen:    5.00 ng   
RT: 23.65 min  Scan# 3931
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:240 Resp:  154810
Ion  Ratio  Lower  Upper
240  100
120   10.6    9.9   14.9 
236   25.5   21.0   31.6 

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3931 (23.651 min): BE089704.D (-3926) (-)
240

120 228
252

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
240

120
228 252

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3931 (23.652 min): BE089700.D (-3896) (-)
240

120
228 252

23.60 23.80 24.00

0

50000

100000

150000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BE089700.D

 23.65

Ion 120.00 (119.70 to 120.70): BE089700.D
Ion 236.00 (235.70 to 236.70): BE089700.D

#21
Benzidine
Concen:    0.10 ng   
RT: 21.96 min  Scan# 3661
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:184 Resp:    1183
Ion  Ratio  Lower  Upper
184  100
185   22.1   12.8   19.2#
183   18.9    8.8   13.2#

Ref

Raw

Sub

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance Scan 3660 (21.958 min): BE089704.D (-3649) (-)
184

122

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance
184

122 212 244

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance Scan 3661 (21.960 min): BE089700.D (-3595) (-)
184

122 212

21.90 22.00 22.10

0

200

400

600

Time-->

Abundance Ion 184.00 (183.70 to 184.70): BE089700.D

 21.96

Ion 185.00 (184.70 to 185.70): BE089700.D
Ion 183.00 (182.70 to 183.70): BE089700.D
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#22
Terphenyl-d14
Concen:    0.11 ng   
RT: 22.30 min  Scan# 3735
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:244 Resp:    1797
Ion  Ratio  Lower  Upper
244  100
212   12.2    6.7   10.1#
122   21.7   15.7   23.5 

Ref

Raw

Sub

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance Scan 3734 (22.295 min): BE089704.D (-3727) (-)
244

122
212

184

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance
244

122
212

184

120 130 140 150 160 170 180 190 200 210 220 230 240 250
0

50

m/z-->

Abundance Scan 3735 (22.297 min): BE089700.D (-3669) (-)
244

122
212

22.20 22.30 22.40

0

500

1000

1500

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BE089700.D

 22.30

Ion 212.00 (211.70 to 212.70): BE089700.D
Ion 122.00 (121.70 to 122.70): BE089700.D

#23
Benzo(a)anthracene
Concen:    0.08 ng   
RT: 23.64 min  Scan# 3930
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:228 Resp:   10761
Ion  Ratio  Lower  Upper
228  100
226   23.4   19.3   28.9 
229   22.8   16.6   25.0 

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3930 (23.643 min): BE089704.D (-3925) (-)
240

228

120

252

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
240

120

228 252

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3930 (23.644 min): BE089700.D (-3895) (-)
240

120

228 252

23.60 23.65

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion 228.00 (227.70 to 228.70): BE089700.D

 23.64

Ion 226.00 (225.70 to 226.70): BE089700.D
Ion 229.00 (228.70 to 229.70): BE089700.D
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#24
3,3'-Dichlorobenzidine
Concen:    0.38 ng   
RT: 23.63 min  Scan# 3928
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:252 Resp:     345
Ion  Ratio  Lower  Upper
252  100
254   68.8   49.4   74.2 
126   40.9   17.4   26.2#

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3928 (23.626 min): BE089704.D (-3922) (-)
228

252

126
240

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
228

120

252240

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3928 (23.626 min): BE089700.D (-3898) (-)
228

120

252240

23.60 23.80

0

100

200

300

400

500

600

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BE089700.D

 23.63

Ion 254.00 (253.70 to 254.70): BE089700.D
Ion 126.00 (125.70 to 126.70): BE089700.D

#25
Chrysene
Concen:    0.09 ng   
RT: 23.68 min  Scan# 3934
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:228 Resp:   14737
Ion  Ratio  Lower  Upper
228  100
226   31.6   24.7   37.1 
229   20.8   14.4   21.6 

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3934 (23.677 min): BE089704.D (-3932) (-)
228

126

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
240

228

120
252

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3934 (23.678 min): BE089700.D (-3899) (-)
240

228

120

252

23.60 23.80 24.00

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion 228.00 (227.70 to 228.70): BE089700.D

 23.68

Ion 226.00 (225.70 to 226.70): BE089700.D
Ion 229.00 (228.70 to 229.70): BE089700.D
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#26
Indeno(1,2,3-cd)pyrene
Concen:    0.21 ng  
RT: 26.73 min  Scan# 4543
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:276 Resp:     660
Ion  Ratio  Lower  Upper
276  100
138   33.3   29.8   44.6 
277   22.0   19.8   29.6 

Ref

Raw

Sub

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4543 (26.736 min): BE089704.D (-4529) (-)
276

138

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
276

138

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4543 (26.735 min): BE089700.D (-4477) (-)
276

138

26.70 26.80 26.90

0

50

100

150

200

250

300

Time-->

Abundance Ion 276.00 (275.70 to 276.70): BE089700.D

 26.73

Ion 138.00 (137.70 to 138.70): BE089700.D
Ion 277.00 (276.70 to 277.70): BE089700.D

#27
Perylene-d12
Concen:    5.00 ng   
RT: 25.34 min  Scan# 4239
Delta R.T.   0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:264 Resp:  120606
Ion  Ratio  Lower  Upper
264  100
260   24.6   20.2   30.2 
265   21.5   16.9   25.3 

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4239 (25.334 min): BE089704.D (-4231) (-)
264

252125

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
264

252125

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4239 (25.335 min): BE089700.D (-4196) (-)
264

252125

25.20 25.40 25.60

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BE089700.D

 25.34

Ion 260.00 (259.70 to 260.70): BE089700.D
Ion 265.00 (264.70 to 265.70): BE089700.D
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#28
Benzo(b)fluoranthene
Concen:    0.27 ng   
RT: 24.91 min  Scan# 4145
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:252 Resp:     711
Ion  Ratio  Lower  Upper
252  100
253   28.6   17.8   26.6#
125   23.1   12.9   19.3#

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4146 (24.910 min): BE089704.D (-4137) (-)
252

125

265

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
252

125
265

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4145 (24.907 min): BE089700.D (-4111) (-)
252

125
265

24.90

0

200

400

600

800

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BE089700.D

 24.91

Ion 253.00 (252.70 to 253.70): BE089700.D
Ion 125.00 (124.70 to 125.70): BE089700.D

#29
Benzo(k)fluoranthene
Concen:    0.05 ng  m
RT: 24.93 min  Scan# 4151
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:252 Resp:    1718
Ion  Ratio  Lower  Upper
252  100
253   27.6   17.3   25.9#
125   23.6   12.9   19.3#

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4152 (24.937 min): BE089704.D (-4148) (-)
252

125

264

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
252

125
265

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4151 (24.934 min): BE089700.D (-4108) (-)
252

125

264

24.90 25.00 25.10

0

200

400

600

800

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BE089700.D

 24.93

Ion 253.00 (252.70 to 253.70): BE089700.D
Ion 125.00 (124.70 to 125.70): BE089700.D
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#30
Benzo(a)pyrene
Concen:    0.37 ng   
RT: 25.27 min  Scan# 4224
Delta R.T.   -0.00 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:252 Resp:     738
Ion  Ratio  Lower  Upper
252  100
253   30.8   17.9   26.9#
125   28.9   14.0   21.0#

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4225 (25.270 min): BE089704.D (-4216) (-)
252

125

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
252

125
265

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 4224 (25.267 min): BE089700.D (-4196) (-)
252

125

25.20 25.25 25.30

0

200

400

600

800

1000

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BE089700.D

 25.27

Ion 253.00 (252.70 to 253.70): BE089700.D
Ion 125.00 (124.70 to 125.70): BE089700.D

#31
Dibenzo(a,h)anthracene
Concen:    0.40 ng   
RT: 26.76 min  Scan# 4549
Delta R.T.   -0.01 min
Lab File:   BE089700.D
Acq: 26 Feb 2015  21:29    

Tgt Ion:278 Resp:     442
Ion  Ratio  Lower  Upper
278  100
139   46.1   21.1   31.7#
279   43.9   19.3   28.9#

Ref

Raw

Sub

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4550 (26.768 min): BE089704.D (-4531) (-)
278

138

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
278

138

140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4549 (26.762 min): BE089700.D (-4484) (-)
278

138

26.70 26.80 26.90
0

50

100

150

200

250

Time-->

Abundance Ion 278.00 (277.70 to 278.70): BE089700.D

 26.76

Ion 139.00 (138.70 to 139.70): BE089700.D
Ion 279.00 (278.70 to 279.70): BE089700.D
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