
                              Quantitation Report    (QT Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE042717\
  Data File : BE092919.D                                          
  Acq On    : 27 Apr 2017  17:51
  Operator  : SJ/MA
  Sample    : I2837-05
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Apr 28 04:18:21 2017
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\8270-SIM-BE042017.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Apr 20 17:35:10 2017
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       7.77  152      759     0.40 ng      0.00
     7) Naphthalene-d8              10.53  136     2964     0.40 ng      0.00
    13) Acenaphthene-d10            14.39  164     1243     0.40 ng      0.00
    19) Phenanthrene-d10            17.13  188     3367     0.40 ng      0.00
    26) Chrysene-d12                21.28  240     3169     0.40 ng      0.00
    33) Perylene-d12                23.69  264     2571     0.40 ng      0.00
 
   System Monitoring Compounds                                        
     4) 2-Fluorophenol               5.35  112      252     0.15 ng      0.00  
     5) Phenol-d6                    6.95   99      213     0.09 ng      0.00  
     8) Nitrobenzene-d5              8.90   82      665     0.34 ng      0.00  
    11) 2-Methylnaphthalene-d10     12.13  152     1758     0.40 ng      0.00  
    14) 2,4,6-Tribromophenol        15.86  330       61     0.30 ng      0.00  
    15) 2-Fluorobiphenyl            13.01  172     2829     0.50 ng      0.00  
    24) Fluoranthene-d10            19.15  212     3387     0.42 ng      0.00  
    28) Terphenyl-d14               19.73  244     2757     0.50 ng      0.00  
 
   Target Compounds                                                   Qvalue
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
1,4-Dichlorobenzene-d4
Concen:    0.40 ng  
RT: 7.77 min  Scan# 555
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:152 Resp:     759
Ion  Ratio  Lower  Upper
152  100
150  162.6  129.9  194.9 
115   73.5   62.6   93.8 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 555 (7.773 min): BE092900.D (-552) (-)
150

115

54 63 9971 8242

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
150

115

5442 71 9963 82 128

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 555 (7.774 min): BE092919.D (-546) (-)
150

115

54 7163 9942 82

7.70 7.80 7.90

0

200

400

600

800

1000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BE092919.D

  7.77

Ion 150.00 (149.70 to 150.70): BE092919.D
Ion 115.00 (114.70 to 115.70): BE092919.D

#4
2-Fluorophenol
Concen:    0.15 ng  
RT: 5.35 min  Scan# 266
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:112 Resp:     252
Ion  Ratio  Lower  Upper
112  100
 64   70.6   52.6   79.0 
 63   36.9   29.0   43.4 

Ref

Raw

Sub

55 60 65 70 75 80 85 90 95 100 105 110 115 120
0

50

m/z-->

Abundance Scan 266 (5.353 min): BE092900.D (-257) (-)
112

64

55 60 65 70 75 80 85 90 95 100 105 110 115 120
0

50

m/z-->

Abundance
112

64

55 60 65 70 75 80 85 90 95 100 105 110 115 120
0

50

m/z-->

Abundance Scan 266 (5.354 min): BE092919.D (-232) (-)
112

64

5.30 5.35 5.40

0

50

100

150

200

250

300

Time-->

Abundance Ion 112.00 (111.70 to 112.70): BE092919.D

  5.35

Ion  64.00 (63.70 to 64.70): BE092919.D
Ion  63.00 (62.70 to 63.70): BE092919.D
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#5
Phenol-d6
Concen:    0.09 ng  
RT: 6.95 min  Scan# 519
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion: 99 Resp:     213
Ion  Ratio  Lower  Upper
 99  100
 42    0.0    0.0    0.0 
 71    0.0    0.0    0.0 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 519 (6.944 min): BE092900.D (-516) (-)
99

716342 54 82 128 150

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
99

42
71

54 1158263 128 152

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 519 (6.945 min): BE092919.D (-513) (-)
99

42
71

54 11582 128 152

63

6.90 7.00

0

50

100

150

Time-->

Abundance Ion  99.00 (98.70 to 99.70): BE092919.D

  6.95

Ion  42.00 (41.70 to 42.70): BE092919.D
Ion  71.00 (70.70 to 71.70): BE092919.D

#7
Naphthalene-d8
Concen:    0.40 ng   
RT: 10.53 min  Scan# 678
Delta R.T.   -0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:136 Resp:    2964
Ion  Ratio  Lower  Upper
136  100
137   12.7   10.4   15.6 
 54   14.9   12.6   18.8 
 68   12.8   10.7   16.1 

Ref

Raw

Sub

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 678 (10.526 min): BE092900.D (-673) (-)
136

54 68
225

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
136

54 68
223

60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 678 (10.525 min): BE092919.D (-668) (-)
136

54 68

10.40 10.50 10.60 10.70
0

500

1000

1500

2000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BE092919.D

 10.53

Ion 137.00 (136.70 to 137.70): BE092919.D
Ion  54.00 (53.70 to 54.70): BE092919.D
Ion  68.00 (67.70 to 68.70): BE092919.D
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#8
Nitrobenzene-d5
Concen:    0.34 ng  
RT: 8.90 min  Scan# 604
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion: 82 Resp:     665
Ion  Ratio  Lower  Upper
 82  100
128   23.2   35.3   52.9#
 54   68.1   65.1   97.7 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 604 (8.902 min): BE092900.D (-597) (-)
82

54

12842
71 99 115

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance
82

54

12842
7163 99 115 150

40 50 60 70 80 90 100 110 120 130 140 150
0

50

m/z-->

Abundance Scan 604 (8.903 min): BE092919.D (-595) (-)
82

54

12842
71 99 15063

8.80 8.90 9.00

0

100

200

300

400

500

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BE092919.D

  8.90

Ion 128.00 (127.70 to 128.70): BE092919.D
Ion  54.00 (53.70 to 54.70): BE092919.D

#11
2-Methylnaphthalene-d10
Concen:    0.40 ng   
RT: 12.13 min  Scan# 761
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:152 Resp:    1758
Ion  Ratio  Lower  Upper
152  100
151   19.4   15.7   23.5 

Ref

Raw

Sub

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance Scan 761 (12.129 min): BE092900.D (-757) (-)
152

142

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance
152

141115 172

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance Scan 761 (12.130 min): BE092919.D (-755) (-)
152

142

12.05 12.10 12.15

0

200

400
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800

1000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BE092919.D

 12.13

Ion 151.00 (150.70 to 151.70): BE092919.D
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#13
Acenaphthene-d10
Concen:    0.40 ng  
RT: 14.39 min  Scan# 901
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:164 Resp:    1243
Ion  Ratio  Lower  Upper
164  100
162  103.1   86.6  130.0 
160   50.6   44.5   66.7 

Ref

Raw

Sub

145 150 155 160 165 170
0

50

m/z-->

Abundance Scan 901 (14.386 min): BE092900.D (-897) (-)
162164

160

153

145 150 155 160 165 170
0

50

m/z-->

Abundance
162164

160

153151

145 150 155 160 165 170
0

50

m/z-->

Abundance Scan 901 (14.387 min): BE092919.D (-889) (-)
162164

160

153

14.30 14.40 14.50

0

200

400

600

800

1000

1200

Time-->

Abundance Ion 164.00 (163.70 to 164.70): BE092919.D

 14.39

Ion 162.00 (161.70 to 162.70): BE092919.D
Ion 160.00 (159.70 to 160.70): BE092919.D

#14
2,4,6-Tribromophenol
Concen:    0.30 ng  
RT: 15.86 min  Scan# 1009
Delta R.T.   -0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:330 Resp:      61
Ion  Ratio  Lower  Upper
330  100
332  106.6   69.1  103.7#
141   59.0   54.6   81.8 

Ref

Raw

Sub

140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 1010 (15.865 min): BE092900.D (-1007) (-)
330

141

165

140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance
330141

165

140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 1009 (15.865 min): BE092919.D (-992) (-)
330

141

166

15.80 15.90 16.00
0

20

40

60

80

100

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BE092919.D

 15.86

Ion 331.80 (331.50 to 332.50): BE092919.D
Ion 141.00 (140.70 to 141.70): BE092919.D
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#15
2-Fluorobiphenyl
Concen:    0.50 ng   
RT: 13.01 min  Scan# 818
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:172 Resp:    2829
Ion  Ratio  Lower  Upper
172  100
171   38.2   35.8   53.6 
170   27.1   28.5   42.7#

Ref

Raw

Sub

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance Scan 818 (13.006 min): BE092900.D (-808) (-)
172

152
115 141

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance
172

151141115

110 120 130 140 150 160 170 180
0

50

m/z-->

Abundance Scan 818 (13.007 min): BE092919.D (-805) (-)
172

151115 141

12.80 13.00 13.20

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BE092919.D

 13.01

Ion 171.00 (170.70 to 171.70): BE092919.D
Ion 170.00 (169.70 to 170.70): BE092919.D

#19
Phenanthrene-d10
Concen:    0.40 ng   
RT: 17.13 min  Scan# 1077
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:188 Resp:    3367
Ion  Ratio  Lower  Upper
188  100
 94   12.5   10.2   15.4 
 80   12.4   10.6   15.8 

Ref

Raw

Sub

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1077 (17.132 min): BE092900.D (-1074) (-)
188

9480
266142 249

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
188

9480
264249142 284

80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1077 (17.134 min): BE092919.D (-1070) (-)
188

9480
142 264

17.00 17.10 17.20

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BE092919.D

 17.13

Ion  94.00 (93.70 to 94.70): BE092919.D
Ion  80.00 (79.70 to 80.70): BE092919.D
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#24
Fluoranthene-d10
Concen:    0.42 ng  
RT: 19.15 min  Scan# 1164
Delta R.T.   -0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:212 Resp:    3387
Ion  Ratio  Lower  Upper
212  100
106    0.0    0.0    0.0 
104    0.0    0.0    0.0 

Ref

Raw

Sub

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1165 (19.152 min): BE092900.D (-1160) (-)
212202

101

122 171 244

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
212

203106 122 171 244

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1164 (19.151 min): BE092919.D (-1158) (-)
212

203106 122 171 244

19.10 19.20

0

500

1000

1500

2000

Time-->

Abundance Ion 212.00 (211.70 to 212.70): BE092919.D

 19.15

Ion 106.00 (105.70 to 106.70): BE092919.D
Ion 104.00 (103.70 to 104.70): BE092919.D

#26
Chrysene-d12
Concen:    0.40 ng   
RT: 21.28 min  Scan# 1267
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:240 Resp:    3169
Ion  Ratio  Lower  Upper
240  100
120    4.7    4.6    6.8 
236   23.5   19.8   29.8 

Ref

Raw

Sub

120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1268 (21.283 min): BE092900.D (-1259) (-)
240

228120 149 167

120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
240

149120 279228167

120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1267 (21.284 min): BE092919.D (-1255) (-)
240

120 279149 228167

21.20 21.40

0

500

1000

1500

2000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BE092919.D

 21.28

Ion 120.00 (119.70 to 120.70): BE092919.D
Ion 236.00 (235.70 to 236.70): BE092919.D
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#28
Terphenyl-d14
Concen:    0.50 ng   
RT: 19.73 min  Scan# 1192
Delta R.T.   -0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:244 Resp:    2757
Ion  Ratio  Lower  Upper
244  100
212   12.6   18.4   27.6#
122   21.0   23.3   34.9#

Ref

Raw

Sub

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1193 (19.736 min): BE092900.D (-1189) (-)
244

122
212203106 171

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
244

122
212106 202171

100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1192 (19.735 min): BE092919.D (-1185) (-)
244

122
212202106

171

19.70 19.80

0

500

1000

1500

2000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BE092919.D

 19.73

Ion 212.00 (211.70 to 212.70): BE092919.D
Ion 122.00 (121.70 to 122.70): BE092919.D

#33
Perylene-d12
Concen:    0.40 ng   
RT: 23.69 min  Scan# 1438
Delta R.T.   0.00 min
Lab File:   BE092919.D
Acq: 27 Apr 2017  17:51    

Tgt Ion:264 Resp:    2571
Ion  Ratio  Lower  Upper
264  100
260   28.6   23.5   35.3 
265   31.9   27.2   40.8 

Ref

Raw

Sub

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1439 (23.688 min): BE092900.D (-1434) (-)
264

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
264

125 253

120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1438 (23.689 min): BE092919.D (-1421) (-)
264

252

23.60 23.80

0

500

1000

1500

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BE092919.D

 23.69

Ion 260.00 (259.70 to 260.70): BE092919.D
Ion 265.00 (264.70 to 265.70): BE092919.D
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