
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE102017\
  Data File : BE094486.D                                          
  Acq On    : 20 Oct 2017  22:08
  Operator  : SJ/JU
  Sample    : I5840-14
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1
 
  Quant Time: Oct 22 02:48:44 2017
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SOM-EPA-SIM-BE092017.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed Oct 18 17:51:02 2017
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       7.90  152     1566     0.40 ng/ul   0.00
     2) Naphthalene-d8              10.69  136     8639     0.40 ng/ul  -0.01
     6) Acenaphthene-d10            14.51  164     5386     0.40 ng/ul   0.00
    10) Phenanthrene-d10             0.00  188        0     0.00 ng/ul  -17.26
    16) Chrysene-d12                21.42  240    11312     0.40 ng/ul   0.00
    20) Perylene-d12                23.78  264   754797     0.40 ng/ul  -0.17
 
   System Monitoring Compounds                                        
     4) 2-Methylnaphthalene-d10     12.28  152     4320     0.32 ng/ul   0.00  
    14) Fluoranthene-d10            19.27  212    11556     0.00 ng/ul  -0.01  
 
   Target Compounds                                                   Qvalue
    17) Pyrene                      19.64  202     1977     0.063 ng/ul#     1
    18) Benzo(a)anthracene          21.40  228      658     0.022 ng/ul#    66
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

SOM-EPA-SIM-BE092017.M Sun Oct 22 02:49:19 2017                                       Page: 1

Instrument :
BNA_E
ClientSampleId :

Instrument :
BNA_E
ClientSampleId :



                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\HPCHEM1\BNA_E\DATA\BE102017\
  Data File : BE094486.D                                          
  Acq On    : 20 Oct 2017  22:08
  Operator  : SJ/JU
  Sample    : I5840-14
  Misc      :  
  ALS Vial  : 21   Sample Multiplier: 1

  Quant Time: Oct 22 02:48:44 2017
  Quant Method : Z:\HPCHEM1\BNA_E\METHODS\SOM-EPA-SIM-BE092017.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed Oct 18 17:51:02 2017
  Response via : Initial Calibration

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00 28.00
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

600000

650000

700000

750000

800000

850000

900000

950000

1000000

1050000

Time-->

Abundance TIC: BE094486.D

P
er

yl
en

e-
d1

2,
I

C
hr

ys
en

e-
d1

2,
I

B
en

zo
(a

)a
nt

hr
ac

en
e

P
yr

en
e

A
ce

na
ph

th
en

e-
d1

0,
I

2-
M

et
hy

ln
ap

ht
ha

le
ne

-d
10

,S
U

R
R

N
ap

ht
ha

le
ne

-d
8,

I

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

SOM-EPA-SIM-BE092017.M Sun Oct 22 02:49:20 2017                                       Page: 2

Instrument :
BNA_E
ClientSampleId :



#17
Pyrene
Concen:    0.063 ng/ul  
RT: 19.64 min  Scan# 2825
Delta R.T.   -0.04 min
Lab File:   BE094486.D
Acq: 20 Oct 2017  22:08    

Tgt Ion:202 Resp:    1977
Ion  Ratio  Lower  Upper
202  100
101  168.2   18.2   27.4#
100  937.2   15.6   23.4#

Ref

Raw

Sub

90 100 110 120 130 140 150 160 170 180 190 200 210
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Abundance Scan 2833 (19.677 min): BE094437.D (-2819) (-)
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Abundance Scan 2825 (19.637 min): BE094486.D (-2790) (-)
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Abundance Ion 202.00 (201.70 to 202.70): BE094486.D

 19.64

Ion 101.00 (100.70 to 101.70): BE094486.D
Ion 100.00 (99.70 to 100.70): BE094486.D

#18
Benzo(a)anthracene
Concen:    0.022 ng/ul  
RT: 21.40 min  Scan# 3209
Delta R.T.   -0.01 min
Lab File:   BE094486.D
Acq: 20 Oct 2017  22:08    

Tgt Ion:228 Resp:     658
Ion  Ratio  Lower  Upper
228  100
229   42.1   22.8   34.2#
226   42.7   17.0   25.6#

Ref

Raw

Sub

110 120 130 140 150 160 170 180 190 200 210 220 230 240
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Abundance Scan 3210 (21.408 min): BE094437.D (-3200) (-)
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Abundance Scan 3209 (21.403 min): BE094486.D (-3166) (-)
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Abundance Ion 228.00 (227.70 to 228.70): BE094486.D

 21.40

Ion 229.00 (228.70 to 229.70): BE094486.D
Ion 226.00 (225.70 to 226.70): BE094486.D
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