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Benzoic acid
Response Ratio

Concentration Ratio

      Response = 2.742e-001 * Amt - 6.737e-002
Coef of Det (r^2) = 0.998728   Curve Fit: Linear
Method Name:  Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF012721.M
Calibration Table Last Updated: Thu Jan 28 00:48:07 2021
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2,4-Dinitrophenol
Response Ratio

Concentration Ratio

      Response = 1.672e-001 * Amt - 5.721e-002
Coef of Det (r^2) = 0.998520   Curve Fit: Linear
Method Name:  Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF012721.M
Calibration Table Last Updated: Thu Jan 28 00:48:07 2021
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4,6-Dinitro-2-methylphenol
Response Ratio

Concentration Ratio

      Response = 1.232e-001 * Amt - 3.064e-002
Coef of Det (r^2) = 0.998508   Curve Fit: Linear
Method Name:  Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF012721.M
Calibration Table Last Updated: Thu Jan 28 00:48:07 2021
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