
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_F\Data\BF042420\
  Data File : BF120203.D                                          
  Acq On    : 24 Apr 2020  15:40
  Operator  : MA/SJ
  Sample    : L2378-11
  Misc      :  
  ALS Vial  : 39   Sample Multiplier: 1
 
  Quant Time: Apr 24 16:30:25 2020
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF040820.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Apr 24 10:24:30 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.66  152   150173    20.00 ng      0.00
    21) Naphthalene-d8               7.95  136   574450    20.00 ng      0.00
    39) Acenaphthene-d10             9.70  164   264419    20.00 ng      0.00
    64) Phenanthrene-d10            11.18  188   391463    20.00 ng      0.00
    76) Chrysene-d12                13.82  240   281243    20.00 ng     -0.01
    87) Perylene-d12                15.22  264   244834    20.00 ng      0.00
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.27  112   441990    50.86 ng      0.00  
     7) Phenol-d6                    6.31   99   615915    55.01 ng      0.00  
    23) Nitrobenzene-d5              7.23   82   428834    38.62 ng     -0.01  
    42) 2,4,6-Tribromophenol        10.49  330   128874    39.81 ng     -0.01  
    45) 2-Fluorobiphenyl             9.03  172   855473    45.93 ng      0.00  
    79) Terphenyl-d14               12.77  244   638154    38.18 ng      0.00  
 
   Target Compounds                                                   Qvalue
     9) Benzaldehyde                 6.31   77      738    Below Cal  #     1
    19) n-Nitroso-di-n-propylamine   7.23   70    55184     7.664 ng   #    77
    25) Isophorone                   7.23   82   426903    19.944 ng   #    65
    50) Dimethylphthalate            9.42  163    99826     4.881 ng        99
    51) 2,6-Dinitrotoluene           9.70  165    33646     7.512 ng   #    26
    57) 2,4-Dinitrotoluene           9.70  165    33646     5.702 ng   #    20
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Data Path : Z:\svoasrv\HPCHEM1\BNA_F\Data\BF042420\
  Data File : BF120203.D                                          
  Acq On    : 24 Apr 2020  15:40
  Operator  : MA/SJ
  Sample    : L2378-11
  Misc      :  
  ALS Vial  : 39   Sample Multiplier: 1

  Quant Time: Apr 24 16:30:25 2020
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF040820.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Apr 24 10:24:30 2020
  Response via : Initial Calibration
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#1
1,4-Dichlorobenzene-d4
Concen:   20.000 ng  
RT: 6.66 min  Scan# 778
Delta R.T.   0.00 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:152 Resp:  150173
Ion  Ratio  Lower  Upper
152  100
150  159.1  124.5  186.7 
115   59.8   49.6   74.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 796 (6.769 min): BF119835.D (-791) (-)
150.0

115.0
78.052.0

38.0 98.966.0 131.8

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150.0

115.0
78.052.0

40.0 64.0 90.9

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 778 (6.663 min): BF120203.D (-761) (-)
150.0

115.0
78.052.0

38.0 64.0 90.9

6.60 6.65 6.70

0

100000

200000

300000

400000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BF120203.D

  6.66

Ion 150.00 (149.70 to 150.70): BF120203.D
Ion 115.00 (114.70 to 115.70): BF120203.D

#5
2-Fluorophenol
Concen:   50.864 ng   
RT: 5.27 min  Scan# 541
Delta R.T.   0.00 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:112 Resp:  441990
Ion  Ratio  Lower  Upper
112  100
 64   65.6   56.7   85.1 
 63   33.6   29.5   44.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 559 (5.375 min): BF119835.D (-553) (-)
112.0

64.0

92.0

39.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
112.0

64.0

92.0

38.0
206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 541 (5.269 min): BF120203.D (-490) (-)
112.0

64.0

92.0

39.0
206.9

5.20 5.25 5.30 5.35

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion 112.00 (111.70 to 112.70): BF120203.D

  5.27

Ion  64.00 (63.70 to 64.70): BF120203.D
Ion  63.00 (62.70 to 63.70): BF120203.D
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#7
Phenol-d6
Concen:   55.007 ng   
RT: 6.31 min  Scan# 718
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion: 99 Resp:  615915
Ion  Ratio  Lower  Upper
 99  100
 42   19.9   16.6   24.8 
 71   32.4   26.4   39.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 734 (6.404 min): BF119835.D (-727) (-)
99.0

71.1
42.0

281.0

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
99.0

71.1
42.1

281.0

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 718 (6.310 min): BF120203.D (-668) (-)
99.0

71.1
42.1

281.0

6.30 6.40

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion  99.00 (98.70 to 99.70): BF120203.D

  6.31

Ion  42.00 (41.70 to 42.70): BF120203.D
Ion  71.00 (70.70 to 71.70): BF120203.D

#19
n-Nitroso-di-n-propylamine
Concen:    7.664 ng   
RT: 7.23 min  Scan# 874
Delta R.T.   0.14 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion: 70 Resp:   55184
Ion  Ratio  Lower  Upper
 70  100
 42   55.0   54.5   81.7 
101    0.0    7.6   11.4#
130    2.2   17.6   26.4#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 868 (7.192 min): BF119835.D (-861) (-)
43.0

105.0

207.1147.1 253.0294.8 341.1 401.0 475.0

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance
82.0

128.0

40.0

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 874 (7.228 min): BF120203.D (-800) (-)
82.0

128.0

40.0

7.20 7.25 7.30
0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  70.00 (69.70 to 70.70): BF120203.D

  7.23

Ion  42.00 (41.70 to 42.70): BF120203.D
Ion 101.00 (100.70 to 101.70): BF120203.D
Ion 130.00 (129.70 to 130.70): BF120203.D
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#21
Naphthalene-d8
Concen:   20.000 ng   
RT: 7.95 min  Scan# 996
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:136 Resp:  574450
Ion  Ratio  Lower  Upper
136  100
137   11.0    8.7   13.1 
 54   10.6    9.1   13.7 
 68    5.5    4.6    6.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1015 (8.057 min): BF119835.D (-1009) (-)
136.1

54.0 108.166.0 78.042.0 90.0 122.0

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
136.1

54.0 108.168.0 80.042.0 94.0 123.9

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 996 (7.945 min): BF120203.D (-946) (-)
136.1

54.0 108.166.0 78.042.0 90.0 123.9

7.90 7.95 8.00
0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BF120203.D

  7.95

Ion 137.00 (136.70 to 137.70): BF120203.D
Ion  54.00 (53.70 to 54.70): BF120203.D
Ion  68.00 (67.70 to 68.70): BF120203.D

#23
Nitrobenzene-d5
Concen:   38.620 ng  
RT: 7.23 min  Scan# 874
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion: 82 Resp:  428834
Ion  Ratio  Lower  Upper
 82  100
128   45.5   36.3   54.5 
 54   64.2   50.6   75.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 893 (7.339 min): BF119835.D (-886) (-)
82.0

54.0

128.0

70.1 98.0
42.1

112.1

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
82.0

54.0

128.0

70.1 98.042.0
112.0

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 874 (7.228 min): BF120203.D (-825) (-)
82.0

54.0

128.0

70.1 98.042.0
112.0

7.15 7.20 7.25 7.30

0

200000

400000

600000

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF120203.D

  7.23

Ion 128.00 (127.70 to 128.70): BF120203.D
Ion  54.00 (53.70 to 54.70): BF120203.D
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#25
Isophorone
Concen:   19.944 ng   
RT: 7.23 min  Scan# 874
Delta R.T.   -0.27 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion: 82 Resp:  426903
Ion  Ratio  Lower  Upper
 82  100
 95    0.0    5.8    8.6#
138    0.0   14.6   21.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 937 (7.598 min): BF119835.D (-930) (-)
82.0

54.0 138.1

110.0 207.037.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
82.0

54.0

128.0

98.0
36.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 874 (7.228 min): BF120203.D (-869) (-)
82.0

54.0

128.0

98.0
36.0

7.20 7.25 7.30

0

200000

400000

600000

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF120203.D

  7.23

Ion  95.00 (94.70 to 95.70): BF120203.D
Ion 138.00 (137.70 to 138.70): BF120203.D

#39
Acenaphthene-d10
Concen:   20.000 ng  
RT: 9.70 min  Scan# 1294
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:164 Resp:  264419
Ion  Ratio  Lower  Upper
164  100
162  103.0   80.6  121.0 
160   45.4   35.7   53.5 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1314 (9.816 min): BF119835.D (-1307) (-)
162.1

80.0
54.0 132.0106.0 146.166.8

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
162.1

80.0
66.052.0 132.1106.0 146.138.0 119.1

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1294 (9.698 min): BF120203.D (-1244) (-)
162.1

80.0
66.052.0 132.1106.0 146.138.0 119.1

9.65 9.70 9.75 9.80

0

100000

200000

300000

400000

Time-->

Abundance Ion 164.00 (163.70 to 164.70): BF120203.D

  9.70

Ion 162.00 (161.70 to 162.70): BF120203.D
Ion 160.00 (159.70 to 160.70): BF120203.D
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#42
2,4,6-Tribromophenol
Concen:   39.808 ng  
RT: 10.49 min  Scan# 1428
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:330 Resp:  128874
Ion  Ratio  Lower  Upper
330  100
332   97.2   75.7  113.5 
141   34.4   25.4   38.0 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1448 (10.604 min): BF119835.D (-1441) (-)
329.8

62.0

142.9
221.9249.891.0 171.9

300.8

50 100 150 200 250 300
0

50

m/z-->

Abundance
329.8

62.0

142.9

221.8
91.0 249.8171.9

300.8

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1428 (10.486 min): BF120203.D (-1379) (-)
329.8

62.0

142.9

221.8
249.891.0 171.9

300.8

10.50 10.60

0

50000

100000

150000

200000

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BF120203.D

 10.49

Ion 331.80 (331.50 to 332.50): BF120203.D
Ion 141.00 (140.70 to 141.70): BF120203.D

#45
2-Fluorobiphenyl
Concen:   45.934 ng   
RT: 9.03 min  Scan# 1180
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:172 Resp:  855473
Ion  Ratio  Lower  Upper
172  100
171   35.1   29.6   44.4 
170   24.2   20.2   30.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1199 (9.139 min): BF119835.D (-1188) (-)
172.1

146.085.051.0 120.099.070.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
172.1

85.0 152.1133.051.0 99.070.0 113.037.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1180 (9.027 min): BF120203.D (-1130) (-)
172.1

85.0 152.1133.051.0 99.070.0 113.037.0

9.00 9.05 9.10

0

500000

1000000

1500000

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BF120203.D

  9.03

Ion 171.00 (170.70 to 171.70): BF120203.D
Ion 170.00 (169.70 to 170.70): BF120203.D
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#50
Dimethylphthalate
Concen:    4.881 ng   
RT: 9.42 min  Scan# 1247
Delta R.T.   -0.02 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:163 Resp:   99826
Ion  Ratio  Lower  Upper
163  100
194    3.6    3.1    4.7 
164    9.8    8.2   12.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1267 (9.539 min): BF119835.D (-1259) (-)
163.0

77.0
133.092.0 194.051.0 118.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
163.0

77.0
92.050.0 133.0 194.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1247 (9.422 min): BF120203.D (-1199) (-)
163.0

77.0
92.050.0 133.0 194.0

9.40 9.45 9.50

0

50000

100000

150000

Time-->

Abundance Ion 163.00 (162.70 to 163.70): BF120203.D

  9.42

Ion 194.00 (193.70 to 194.70): BF120203.D
Ion 164.00 (163.70 to 164.70): BF120203.D

#51
2,6-Dinitrotoluene
Concen:    7.512 ng   
RT: 9.70 min  Scan# 1294
Delta R.T.   0.20 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:165 Resp:   33646
Ion  Ratio  Lower  Upper
165  100
 63    1.8   45.0   67.4#
 89    1.0   41.5   62.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1277 (9.598 min): BF119835.D (-1271) (-)
165.0

63.0 89.0

121.0 148.039.0
104.0

180.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
162.1

80.0
66.052.0 132.1106.0 146.138.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1294 (9.698 min): BF120203.D (-1209) (-)
162.1

80.0
66.052.0 132.1106.0 146.138.0

9.66 9.68 9.70 9.72 9.74

0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion 165.00 (164.70 to 165.70): BF120203.D

  9.70

Ion  63.00 (62.70 to 63.70): BF120203.D
Ion  89.00 (88.70 to 89.70): BF120203.D
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#57
2,4-Dinitrotoluene
Concen:    5.702 ng   
RT: 9.70 min  Scan# 1294
Delta R.T.   -0.21 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:165 Resp:   33646
Ion  Ratio  Lower  Upper
165  100
 63    1.8   42.6   64.0#
 89    1.0   61.0   91.4#
182    0.0    2.2    3.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1346 (10.004 min): BF119835.D (-1339) (-)
165.0

89.0

63.0

119.039.0
139.0

182.0104.1

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
162.1

80.0
54.0 132.1106.0 147.138.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1294 (9.698 min): BF120203.D (-1278) (-)
162.1

80.0
54.0 132.1106.0 147.138.0

9.66 9.68 9.70 9.72 9.74
0

20000

40000

60000

Time-->

Abundance Ion 165.00 (164.70 to 165.70): BF120203.D

  9.70

Ion  63.00 (62.70 to 63.70): BF120203.D
Ion  89.00 (88.70 to 89.70): BF120203.D
Ion 182.00 (181.70 to 182.70): BF120203.D

#64
Phenanthrene-d10
Concen:   20.000 ng   
RT: 11.18 min  Scan# 1546
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:188 Resp:  391463
Ion  Ratio  Lower  Upper
188  100
 94    9.4    7.5   11.3 
 80    9.4    9.0   13.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1566 (11.298 min): BF119835.D (-1560) (-)
188.1

160.180.0
52.0 132.1100.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
188.1

160.180.0
52.0 132.1108.1

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1546 (11.180 min): BF120203.D (-1496) (-)
188.1

160.194.066.0 132.142.0 109.0

11.15 11.20

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BF120203.D

 11.18

Ion  94.00 (93.70 to 94.70): BF120203.D
Ion  80.00 (79.70 to 80.70): BF120203.D

BF120203.D  8270-BF040820.M      Fri Apr 24 16:29:13 2020      Page 9

Instrument :
BNA_F
ClientSampleId :
TP-2-S



#76
Chrysene-d12
Concen:   20.000 ng   
RT: 13.82 min  Scan# 1994
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:240 Resp:  281243
Ion  Ratio  Lower  Upper
240  100
120   11.1   10.6   15.8 
236   25.5   20.2   30.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 2015 (13.939 min): BF119835.D (-2009) (-)
240.2

120.1
208.192.0 149.042.1 180.0 279.2

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance
240.2

120.0
212.192.055.0 156.1182.1 266.0 296.1

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 1994 (13.815 min): BF120203.D (-1945) (-)
240.2

120.0
212.192.0 184.166.0 156.140.0 266.0 302.0

13.75 13.80 13.85

0

100000

200000

300000

400000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BF120203.D

 13.82

Ion 120.00 (119.70 to 120.70): BF120203.D
Ion 236.00 (235.70 to 236.70): BF120203.D

#79
Terphenyl-d14
Concen:   38.180 ng   
RT: 12.77 min  Scan# 1816
Delta R.T.   -0.01 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:244 Resp:  638154
Ion  Ratio  Lower  Upper
244  100
212    6.6    5.8    8.8 
122   11.7   10.3   15.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1836 (12.886 min): BF119835.D (-1829) (-)
244.2

122.1
160.1 212.180.054.0 184.1101.1

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
244.2

122.1 212.1160.154.0 80.0 184.1101.1

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1816 (12.768 min): BF120203.D (-1766) (-)
244.2

122.1 212.1160.154.0 82.1 184.1

12.70 12.75 12.80 12.85

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BF120203.D

 12.77

Ion 212.00 (211.70 to 212.70): BF120203.D
Ion 122.00 (121.70 to 122.70): BF120203.D
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#87
Perylene-d12
Concen:   20.000 ng   
RT: 15.22 min  Scan# 2233
Delta R.T.   0.00 min
Lab File:   BF120203.D
Acq: 24 Apr 2020  15:40    

Tgt Ion:264 Resp:  244834
Ion  Ratio  Lower  Upper
264  100
260   24.0   18.7   28.1 
265   21.1   17.7   26.5 

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2259 (15.374 min): BF119835.D (-2252) (-)
264.2

132.1
232.178.1 168.1 202.043.0

50 100 150 200 250 300 350
0

50

m/z-->

Abundance
264.2

132.0
232.143.0 95.0 171.0 345.2201.1 295.0

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2233 (15.221 min): BF120203.D (-2182) (-)
264.2

132.0

232.1100.066.0 163.1 300.1331.1362.1195.0

15.15 15.20 15.25

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BF120203.D

 15.22

Ion 260.00 (259.70 to 260.70): BF120203.D
Ion 265.00 (264.70 to 265.70): BF120203.D
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