
                              Quantitation Report    (LSC Reviewed)
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_F\DATA\BF060119\
  Data File : BF114742.D                                          
  Acq On    :  1 Jun 2019   8:41
  Operator  : HP/JU
  Sample    : K3072-05
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Time: Jun 03 01:56:41 2019
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF052919.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed May 29 19:08:51 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.69  152   357263    20.00 ng      0.00
    21) Naphthalene-d8               7.97  136  1341661    20.00 ng      0.00
    39) Acenaphthene-d10             9.72  164   653323    20.00 ng      0.00
    64) Phenanthrene-d10            11.19  188  1310335    20.00 ng      0.00
    76) Chrysene-d12                13.82  240  1062345    20.00 ng      0.00
    87) Perylene-d12                15.20  264   936651    20.00 ng     -0.01
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.30  112  2432213   119.53 ng      0.01  
     7) Phenol-d6                    6.33   99  2992531   122.04 ng      0.00  
    23) Nitrobenzene-d5              7.26   82  1829916    85.09 ng      0.00  
    42) 2,4,6-Tribromophenol        10.50  330   710311   114.10 ng      0.00  
    45) 2-Fluorobiphenyl             9.05  172  2880753    82.33 ng      0.00  
    79) Terphenyl-d14               12.78  244  3322397    58.80 ng      0.00  
 
   Target Compounds                                                   Qvalue
    10) Phenol                       6.35   94    61803     2.086 ng        85
    50) Dimethylphthalate            9.44  163   543429    11.937 ng        99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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